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I. Zusammenfassung 
 
Die vorliegende Arbeit basiert auf den Grundlagen, welche durch die vorangegangene 
Diplomarbeit "Dreidimensionale Rekonstruktion monolithischer Festphasen mittels konfo-
kaler Lasermikroskopie" geschaffen wurden [1]. Sie beschäftigt sich mit der Erfassung 
dreidimensionaler Bilddaten von Chromatographiesäulen im Kapillarformat sowie deren 
Rekonstruktion und Auswertung im Hinblick auf die dispersiven Eigenschaften der Trenn-
säulen. Ein besonderer Schwerpunkt liegt hierbei auf der Charakterisierung von radialen 
Heterogenitäten. Diese tragen in der UHPLC zu einem Großteil der dispersiven Signalver-
breiterung bei und sind deshalb von besonderer Bedeutung bei der Entwicklung von 
Chromatographiesäulen verbesserter Trenneffizienz [2]. Die dreidimensionale Rekonstruk-
tion ist zudem ein wichtiges Hilfsmittel um den Einfluss von Prozessparametern im Pack-
prozess bei der Darstellung von partikulären Säulen aufzuklären und kann als Modellstruk-
tur für die numerische Simulation der Hydrodynamik in diesen Strukturen dienen. Die in 
den einzelnen Kapiteln behandelten Thematiken seien hier nachfolgend zusammengefasst: 
 
Kapitel 1 setzt sich mit der Entwicklung eines Probenaufbaus auseinander, welcher die 
reproduzierbare und präzise dreidimensionale Erfassung von silicabasierten Monolithen im 
Kapillarformat mittels konfokaler Lasermikroskopie ermöglicht. Es wird eine zweistufige 
Oberflächenmodifikation zur Fluoreszenzaktivierung eines unmodifizierten 
Silicamonolithen (Chromolith CapRod) vorgestellt. Hierzu wird die Oberfläche des Mono-
lithen aminiert. Anschließend werden die so eingebrachten Aminofunktionen mit einem 
Succinimidylester des Fluoreszenzfarbstoffs V450 gekoppelt. Das Kapitel beschreibt einen 
Probenaufbau für die Mikroskopie, welcher es ermöglicht Aberrationen zu minimieren. 
Dieses wurde umgesetzt indem der Brechungsindex von Einbettungs- und Immersionsme-
dium an den Brechungsindex von Quarzglas angepasst wurde. Unter Annahme der 
Additivität von optischen Aberrationen konnte so durch den Einsatz eines verdünnten 
Deckglases die Auflösung im Experiment nahe an das Beugungslimit gebracht werden. Die 
Bilddaten wurden durch eine Entfaltung restauriert und zwecks quantitativer Bildanalyse 
mittels Hochpassfilter in einen binären Datensatz überführt. Ausgewertet wurde die Poren-
größenverteilung anhand von Sehnenlängenverteilungen, welches einen Vergleich mit Da-
ten von Courtois et al. [3] ermöglichte. Diese hatten zuvor bereits Aufnahmen von ver-
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gleichbarem Material mittels Transmissionselektronenmikroskopie gemacht und mit Seh-
nenlängenverteilungen ausgewertet. 
 
Kapitel 2 stellt eine Erweiterung der Messmethode auf partikuläre Festbetten dar. Die-
ses geschieht anhand einer beispielhaften Rekonstruktion einer 100 µm i.d. Kapillarsäule, 
welche mit Kinetex Core–Shell Partikeln gepackt wurde. Eine wichtige Verbesserung im 
Probenaufbau im Vergleich zu Kapitel 1 ist hierbei der Einsatz einer ternären Mischung 
aus Glycerol, Dimethylsulfoxid und Wasser zur Anpassung des Brechungsindexes von 
Quarzglas, welche die wellenlängenabhängige chromatische Dispersion mitberücksichtigt. 
Da die Signalintensität im  Verlauf einer mikroskopischen Messung häufig deutlich nach-
lässt, wurde die Bildverarbeitung um eine tiefenabhängige Korrektur der Signalintensität 
erweitert. Im Gegensatz zu monolithischen Medien, kann die Rekonstruktion im Fall von 
gepackten Festbetten unter der Annahme der Sphärizität der Partikel erfolgen. Das Kapitel 
beschreibt, wie die einzelnen Partikel mittels Bandbreitenfilter lokalisiert und deren 
Durchmesser abgeschätzt werden können. Es werden eine Visualisierung von 
Packungsdefekten sowie radiale Porositätsprofile eingeführt. Letztere ermöglichten es zwei 
Wandeffekte in der Packung zu visualisieren. Zum Einen ist dieses der notwendige geo-
metrische Wandeffekt, welcher seine Ursache darin findet, dass feste sphärische Partikel 
nicht mit beliebiger Dichte gegen eine feste Wand gepackt werden können [4]. Die Reali-
sierung einer zufällig dichten Packung ist in den ersten, an der Säulenwand angelagerten 
Partikellagen also nicht möglich. Der zweite beobachtete Wandeffekt ist nicht in jeder 
Partikelschüttung zu finden. Für die Core–Shell Partikel wurde eine Heterogenität in der 
Porosität beobachtet, welche sich von der Kapillarwand aus nach einem Porositätsmini-
mum 4–5 Partikeldurchmesser (dp) von der Kapillarwand aus bis zu ~10.5 dp tief in die 
Säule erstreckte. Die Auswertung des Partikelzwischenraums erfolgte erneut anhand von 
Sehnenlängenverteilungen. Hierbei wurde festgestellt, dass die Verteilungsfunktion durch 
eine k-Gamma-Funktion beschrieben werden kann, welche bereits bei der Beschreibung 
von Voronoi Volumen-Verteilungen verwendet wurde [5–7]. Die zwei Parameter der k-
Gamma-Funktion beschreiben die mittlere Sehnenlänge und deren Dispersion. Da Letztere 
vorwiegend durch längere Sehnen bestimmt wird, welche sich über mehrere Durchflusska-
näle erstrecken, folgt, dass die Parameter als Deskriptoren für die Transchannel-Dispersion 
und Short-range Interchannel-Dispersion nach Giddings [8] herangezogen werden können. 
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Eine Anwendung der k-Gamma-Funktion wird in Kapitel 3 gezeigt. Elf 
Silicamonolithen in 100 µm i.d. Kapillaren, davon einer C18-modifiziert wurden hinsicht-
lich ihrer Trenneffizienz und der dazugehörigen Dispersionsbeiträge ausgewertet. Trans-
channel und Short-range Interchannel-Beiträge werden durch die k-Gamma-Funktion der 
Sehnenlängenverteilung beschrieben. Der Transcolumn-Beitrag wird durch radiale Porosi-
tätsprofile und die lokale Porengröße abgedeckt. Es zeigte sich, dass die Trenneffizienz 
primär mit der Porengröße skaliert. Monolithen welche diesem Verhalten nicht folgten 
zeigten Unregelmäßigkeiten in ihrer radialen Struktur. Diese äußerten sich in einer erhöh-
ten Porosität oder Porengröße in der direkten Umgebung der Säulenwand. Da der Monolith 
in der Kapillare hergestellt wird und bei der dabei erfolgenden Kondensationsreaktion die 
Struktur zwangsweise schrumpft, fand sich der Grund für diese Heterogenitäten in einzel-
nen von der Säulenwand abgelösten Monolithsträngen. Diese Stränge haben der strukturel-
len Spannung nicht standgehalten, welches ein grundlegendes Problem bei der Herstellung 
von Kapillarmonolithen aufzeigt. 
 
Eine erste Studie zum Einfluss von Packparametern auf die Trenneffizienz und Bett-
struktur von gepackten Säulen wurde mit Kapitel 4 durchgeführt. Ausgewertet wurden 
sechs Kapillarsäulen mit variierendem Innendurchmesser von 10–75 µm. Weitere Packpa-
rameter wurden hierbei möglichst konstant gehalten. Gepackt waren die Kapillaren mit 
C18-modifizierten 1.7 µm Acquity BEH Partikeln. Es zeigte sich, dass mit steigendem 
Innendurchmesser der Kapillaren die Trenneffizienz deutlich abnahm. Dieses kann nicht 
alleine durch die Geometrie der Säule, d.h. die größere transversale Diffusionslänge über 
den Säulenradius, erklärt werden, weshalb eine Veränderung in der Morphologie des Bet-
tes vorliegen musste. Das Kapitel zeigt ausführlich, wie die C18-modifizierten Partikel mit 
dem Fluoreszenzfarbstoff Bodipy 493/503 durch Adsorption angefärbt und in den Bildda-
ten lokalisiert und rekonstruiert werden können. Zudem wurde die Bildverarbeitung um 
eine Korrektur des Photonenrauschens und potentieller Drift der Säule während der Mes-
sung erweitert. Es zeigte sich, dass mit steigendem Innendurchmesser der Säulen die 
Packungsdichte in der Wandregion deutlich abnahm. Die verringerte chromatographische 
Effizienz lässt sich folglich erneut durch einen vergrößerten Transcolumn-Beitrag zur Ed-
dy Dispersion erklären. Zusätzlich wurde beobachtet, dass die Partikelgrößenverteilung 
über den Säulenquerschnitt keineswegs als konstant angesehen werden kann. Eine im Ver-
gleich zu anderen Säulen verringerte Trenneffizienz ging gleichermaßen auch immer mit 
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einer Größensegregation der Partikel einher, wobei die Wahrscheinlichkeit kleinere Parti-
kel in der Nähe der Säulenwand zu finden erhöht war. 
 
Kapitel 5 beschreibt eine Studie mit vergleichbarem Ansatz. Sechs verschiedene 
Partikelsorten wurden hierbei unter gleichbleibenden Bedingungen in Säulen von 100 µm 
i.d. gepackt. Betrachtet wurden vollporöse 3 µm Atlantis, 3 µm Luna und 3.5 µm Zorbax 
Partikel sowie 2.7 µm Halo, 2.6 µm Kinetex und 2.5 µm Poroshell Partikel repräsentativ 
für Core–Shell Materialien. Letztere zeigen aufgrund ihrer abweichenden Produktion eine 
weitaus engere Partikelgrößenverteilung als vollporöse Partikel, welches häufig als Ursa-
che für eine homogenere Packungsstruktur und daraus resultierenden hervorragenden 
Trenneffizienz dieser Materialen (hmin < 1.6) vermarktet wird. Es werden Besonderheiten, 
wie Agglomerate und Defektpartikel, welche sich in den Packungen der verschiedenen 
Partikeltypen finden, diskutiert. Leitende Fragestellung für die Studie war jedoch ob Core–
Shell Partikel tatsächlich eine homogenere und dadurch effizientere Packungsstruktur aus-
bilden als vollporöse Materialien. Zuvor hatten Simulationen unserer Arbeitsgruppe bereits 
gezeigt, dass bei Annahme einer Chromatographiesäule unendlichen Durchmessers die 
chromatographischen Effizienzgewinne, welche durch eine enge Partikelgrößenverteilung 
von RSI = 3.4% gegenüber einer Packung aus Partikeln mit einer Partikelgrößenverteilung 
von RSI = 25.3% erreicht werden, in der chromatographischen Praxis vernachlässigbar 
sind [9]. Die Rekonstruktionen bestätigen dieses Ergebnis. In der Hauptmasse der Säule 
waren Core–Shell Materialien mit Hilfe der Auswertung der Sehnenlängenverteilungen 
nicht von vollporösen Materialien zu unterscheiden. Das Kapitel zeigt jedoch auch, dass 
die Packungsstruktur dieser beiden Partikeltypen in der Wandregion einer Säule grundle-
gend verschieden ist. Während Atlantis, Luna und Zorbax Partikel eine gegenüber der 
Hauptmasse der Säule erhöhte Porosität in der Wandregion der Säule zeigen (0–5 dp von 
der Säulenwand entfernt), ist die Porosität von Halo, Kinetex und Poroshell Partikeln hier 
verringert. Bei den Core–Shell Materialien findet sich benachbart zur direkten Wandregion 
(0–5 dp) eine Übergangsregion (5–10 dp) in der sich die lokale Porosität der Porosität der 
Hauptmasse annähert. Die Packungen der vollporösen Partikel zeigen hier bereits eine zu-
fällig dichte Packung. Gezeigt wurde dieses über die von der Porosität der Hauptmasse 
abweichenden Integralflächen im radialen Porositätsprofil, welches Integral Porosity De-
viation (IPD) genannt wurde. Das Kapitel zeigt, dass die Wandeffekte in Packungen von 
vollporösen Materialien einen größeren maximalen Unterschied in der lokalen Fließge-
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schwindigkeit des Eluenten verursachen als Packungen von Core–Shell Partikeln. Jedoch 
erstrecken sich die Wandeffekte im letzteren Fall über einen größeren Bereich des Säulen-
volumens, weshalb herausragende Effizienzen mit Core–Shell Partikelsäulen derzeit fast 
ausschließlich in Säulen mit einem Innendurchmesser > 1 mm zu finden sind.  
 
Eine Aussage, welche sich häufig in den früheren Kapiteln der Arbeit findet, ist, dass 
der bildgebende Ansatz der Rekonstruktion von Chromatographiesäulen einen Vergleich 
von partikelbasierten Chromatographiesäulen und monolithischen Säulen ermöglicht. Die-
ses wird in Kapitel 6 durch einen Vergleich eines Silicamonolithen und einer sub-2 µm 
Partikelpackung in 20 µm i.d. Kapillaren gezeigt. Die Studie wertet die Mikrostruktur der 
Säulen im Hinblick auf Transchannel-, Short-range Interchannel- und Transcolumn-
Dispersion mit Hilfe der zuvor eingeführten Deskriptoren aus. Es zeigt sich, dass Monolit-
hen das Potenzial haben weitaus homogenere Strukturen auszubilden als 
Partikelschüttungen. Jedoch ist der Transchannel-Beitrag in den derzeit verfügbaren mono-
lithischen Medien noch weitaus höher als in partikulären Betten. Dieses ist in der Größe 
der Durchflussporen begründet. Das Ziel der Monolithpreparation muss es folglich sein die 
Strukturelemente des Materials weiter zu verkleinern ohne dabei die Homogenität des Ma-
terials zu verringern, während Partikelpackungen das Ziel haben müssen Wandeffekte ab-
zuschwächen. 
 
Kapitel 7 nimmt die Ergebnisse aus Kapitel 4 noch einmal auf und zeigt, wie die Kon-
zentration der beim Packprozess eingesetzten Partikelsuspension die Mikrostruktur einer 
Chromatographiesäule beeinträchtigen kann. Hierzu wurden Kapillaren mit Suspensionen 
unterschiedlicher Partikel (0.9, 1.5 und 1.7 µm Acquity BEH sowie 1.7 µm Kinetex Parti-
kel) und Konzentration (cs) gepackt und hinsichtlich ihrer Mikrostruktur und chromatogra-
phischen Effizienz ausgewertet. Es zeigte sich, dass die Größensegregation der Partikel, 
welche bei Suspensionen mit cs < 1% auftritt, bei cs = 2%–10% unterdrückt werden kann. 
Die Effizienz der Säulen verbesserte sich dadurch von hmin ≈ 2.0 auf hmin ≈ 1.5. In den Säu-
len, welche mit Kinetex Partikeln gepackt wurden, ist eine Größensegregation der Partikel 
aufgrund der engen Partikelgrößenverteilung nicht möglich. Dennoch wurden hier mit hö-
heren cs Verbesserungen der Effizienz beobachtet. Um die Messunsicherheit, welche mit 
der Bestimmung der Partikelgröße einhergeht zu eliminieren erfolgte eine Auswertung der 
lokalen Partikelabstände. Hierbei war zu erkennen, dass die beobachtete Effizienzsteige-
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rung einer Verdichtung der Packungsstruktur an der Säulenwand zuzuordnen ist. Der 
Nachteil höherer Suspensionskonzentrationen zeigte sich in einer erhöhten Anzahl an 
Packungslücken, sowohl bei vollporösen, als auch bei Core–Shell Materialien. Das Kapitel 
unterstreicht noch einmal das Potential der kombinierten Anwendung von mikroskopischer 
Rekonstruktion und makroskopischer chromatographischen Effizienzmessungen. Es zeigt, 
dass das Packen von Kapillaren steigenden Innendurchmesser eine Erhöhung der Suspen-
sionskonzentration bedarf. Diese sollte so hoch gewählt sein, dass eine Größensegregation 
der Partikel unterdrückt wird, die Zahl der Packungslücken jedoch minimal bleibt.  
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II. Abstract 
 
This work is based upon the fundamentals that were introduced by the preceding di-
ploma thesis "Dreidimensionale Rekonstruktion monolithischer Festphasen mittels 
konfokaler Lasermikroskopie" [1]. It is concerned with the acquisition of three-dimensional 
image data of chromatography columns in the capillary format as well as their reconstruc-
tion and analysis in view of the dispersive properties of the separation column. Key aspect 
in the characterization are radial heterogeneities because in UHPLC these heterogeneities 
contribute in large part to dispersive band broadening [2]. Therefore, radial heterogeneities 
carry a particular significance in the development of chromatography columns of improved 
separation efficiency. Additionally, the three-dimensional reconstruction of stationary 
phase support material can aid to shed light on the influence of process parameters in the 
slurry packing process or be used as a model structure for benchmark simulations in com-
putational studies of hydrodynamic dispersion. Consecutively, the subjects that are covered 
in the individual chapters of this work are being summarized: 
 
Chapter 1 deals with the development of a sample setup for the reproducible and accu-
rate three-dimensional recording of silica-based capillary monoliths via confocal laser 
scanning microscopy. It presents a two-step surface modification of unmodified silica 
monoliths (Chromolith CapRod) that allows for fluorescence activation. This is achieved 
by aminating the surface of the monolith and coupling a succinimidyl ester of the dye 
V450 to the introduced amino functions. The chapter describes a sample setup for micros-
copy that enables the minimization of aberrations by matching the refractive index of em-
bedding and immersion medium to the refractive index of fused silica. Assuming additivity 
of optical aberrations, the introduction of a thinner than standard cover slip allows for ex-
perimental resolutions that are close to the diffraction limit. The image data that were rec-
orded from the monolith were restored by deconvolution and segmented into a binary da-
taset for quantitative image analysis. The pore size distribution of the monolith's 
macropores was evaluated using chord length distributions. This enabled a comparison 
with data recorded by Courtois et al. [3] who already made recordings of a comparable 
material via transmission electron microscopy. 
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Chapter 2 extends the imaging method to particulate beds. This is represented by a re-
construction of a 100 µm i.d. capillary column packed with Kinetex core–shell particles. 
The sample setup in Chapter 1 is improved by using a ternary mixture composed of glyc-
erol, dimethyl sulfoxide, and water for refractive index matching of fused silica. This al-
lowed compensating for wavelength dependent chromatic dispersion. Additionally, a depth 
dependent correction for signal intensity was introduced. Opposed to monolithic media 
particle packed beds allow the reconstruction to be guided by the building unit of the struc-
ture, i.e., the particle. The chapter describes how individual core–shell particles can be lo-
cated using a bandpass filtering technique. Their size is estimated assuming perfect sphe-
ricity of each particle. The reconstruction is analyzed by visualizing packing defects and 
introduces a radial transcolumn porosity profile that enabled identifying two distinct wall 
effects in the bed. One is the geometrical wall effect that is caused by the inability of rigid 
particles to pack densely to a solid wall [4]. Thus, a random close packing in particle layers 
next to a confinement is not possible. The second wall effect observed cannot be found in 
every particle packed bed. The core–shell bed displayed minimal porosity 
4–5 particle diameters (dp) in the column before slowly increasing to bulk porosity at 
~10.5 dp distance from the capillary wall. Again, the interstitial void space was character-
ized by a chord length distribution. It was realized that its distribution function can be de-
scribed by a k-gamma function that already had been used for the analysis of Voronoi vol-
ume distributions [5–7]. The two parameters of the function provide a measure for pore 
size and pore size dispersion. Since the latter is predominantly determined by chords that 
reach through 1–2 flow through pores it followed that these parameters could be used a 
descriptors for transchannel and short-range interchannel dispersion as described by Gid-
dings [8]. 
 
An application of the k-gamma function is provided in Chapter 3. Eleven silica mono-
liths prepared in 100 µm i.d. capillaries, one of them C18-modified, were evaluated for 
their chromatographic separation efficiency and microstructural dispersive contributions. 
Transchannel and short-range interchannel contribution were described by k-gamma fits to 
the chord length distributions. The transcolumn contribution was covered by radial porosi-
ty and pore size distributions. The chapter illustrates that the separation efficiency of silica 
monoliths primarily scales with the macropore size. Whenever a monolith performed poor-
er than its pore size suggested, reasoning could be found in irregularities of the radial struc-
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ture. The monolith would show an increased porosity or pore size in the vicinity of the 
capillary wall. Since the monolith is prepared directly within the capillary it is exposed to 
stress from structural shrinkage during condensation. Stress is elevated by single monolith-
ic rods that snap off from the capillary wall. Thus, Chapter 3 outlines a fundamental prob-
lem that accompanies the preparation of capillary monoliths.  
 
A first study on the influence of packing parameters on separation efficiency and bed 
morphology of packed beds was performed in Chapter 4. Six capillary columns of varying 
inner diameter from 10 µm to 75 µm were evaluated while other packing parameters were 
kept constant. The capillaries were packed with C18-modified 1.7 µm Acquity BEH parti-
cles. It was observed that separation efficiency would drop with increasing capillary i.d.. 
This cannot be explained by the geometry of the column alone, i.e., an increasing trans-
verse diffusion length over the column radius. Hence, a change in the bed microstructure 
has to be observable. The chapter discusses in detail how the C18-modified particles can 
be stained by adsorption of the fluorescent dye Bodipy 493/503 and how they are localized 
and reconstructed from the image data. Surplus, the image processing procedure was ex-
tended by a correction for photon noise and capillary drift during measurements. It was 
shown that with increasing capillary i.d. the packing density in the wall region of the capil-
laries would drop considerably. Thus, again the loss in separation efficiency could be ex-
plained by an increased transcolumn contribution to eddy dispersion. It was observed that 
the particle size distribution could not be seen as a constant along the column diameter. 
Whenever a column performed poorly a size segregation of particles was observable, i.e., 
the likelihood of finding small particles in the vicinity of the capillary wall was increased. 
 
Chapter 5 illustrates a study with a comparable approach. Six different particle types 
where packed with identical conditions in capillaries of 100 µm i.d.. The particles were 
fully porous 3 µm Atlantis, 3 µm Luna, and 3.5 µm Zorbax particles as well as 2.7 µm 
Halo, 2.6 µm Kinetex, and 2.5 µm Poroshell particles representing core–shell materials. 
The latter do have a particle size distribution (PSD) that is much narrower than the PSD of 
fully porous particles. This is owed to the differing preparation process and frequently 
marketed as an intrinsic advantage that would yield more homogeneous beds to explain the 
excellent separation efficiencies of hmin < 1.6 that can be observed in analytical columns 
packed with core–shell particles. The chapter discusses anomalies, like agglomerated parti-
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cles and defective particles that can be observed in the beds of these different particle 
types. Guiding topic for the study was if core–shell particles do in fact form beds of higher 
homogeneity than beds packed with fully porous particles. Previously, simulations in our 
working group had shown that, under the assumption of an infinite diameter column, the 
gain in column performance that can be expected due to a narrow PSD of RSI 3.4% can be 
neglected in chromatographic praxis when compared with the efficiency of a bed packed 
with particles of a wide PSD (RSI = 25.3%) [9]. The reconstructions confirm these find-
ings since core–shell materials were not distinguishable from fully porous materials using 
the chord length approach in the bulk of the capillaries. But, the chapter also illustrates that 
the packing microstructure of these two particle types is fundamentally different in the wall 
region. While Atlantis, Luna, and Zorbax particles show an increased porosity in the wall 
region (at 0–5 dp distance from the capillary wall) when compared with the bulk of the 
column, the porosity is decreased for Halo, Kinetex, and Poroshell packed beds. Addition-
ally, core–shell materials displayed a transition region (5–10 dp) in which the local porosity 
approaches the bulk porosity. At this distance in the column fully porous materials already 
exhibited bulk properties. This was shown using the integral areas of deviations from the 
bulk porosity in the porosity profiles, termed integral porosity deviation (IPD). The chapter 
shows that the maximal velocity inequalities of eluent flow that can be expected in beds of 
fully porous materials are larger than for core–shell materials. Yet, the volume that is cov-
ered by wall effects is larger for core–shell packed beds. Thus, the excellent separation 
efficiencies observed with core–shell particles are currently limited almost exclusively to 
columns of > 1 mm i.d.. 
 
A statement that can be found in earlier chapters of this work is that the imaging ap-
proach of chromatography columns enables an unbiased comparison of monolithic and 
particulate stationary phase supports. Chapter 6 is dedicated to this by comparing a silica 
monolith and a sub-2 µm packing in 20 µm i.d. capillaries. The study discusses the micro-
structure of these columns with regard to transchannel, short-range interchannel, and 
transcolumn dispersion using the already established descriptors. The chapter illustrates 
that silica monoliths do have a more homogeneous structure than packed beds. Still, the 
transchannel contribution in the currently available monolithic media is much higher than 
for state of the art particulate columns. Thus, silica monolith preparation has to target a 
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reduction in pore size while conserving the structural homogeneity of the present materials, 
whereas particulate packings have to focus on an attenuation of the wall effects. 
 
Chapter 7 picks up the results of Chapter 4 and shows how the bed microstructure is af-
fected by the slurry concentration (cs) used in the slurry packing process. For this purpose 
capillaries were packed with slurries of varying particles (0.9, 1.5, and 1.7 µm Acquity 
BEH and 1.7 µm Kinetex particles) and concentration. The beds were characterized for 
their separation efficiency and microstructural properties. The study showed that size seg-
regation of particles that occurs at cs < 1% can be suppressed at cs = 2%–10%. The effi-
ciency of these columns was improved by this from hmin ≈ 2.0 to hmin ≈ 1.5. For the capil-
laries packed with Kinetex material particle size segregation was not possible because of 
the narrow particle size distribution of these particles. Still, improvements in efficiency 
were observable when cs was increased. To eliminate the uncertainty that comes with esti-
mating the particle size the local distance of particles was discussed. This enabled to visu-
alize that higher separation efficiencies can be explained by a densification of the bed in 
the crucial wall region. The trade-off that higher slurry concentrations showed was an in-
creased number of packing gaps, both in fully porous and core–shell packed beds. Once 
again, the chapter highlights the potential of using microscopic reconstruction and an anal-
ysis of macroscopic separation efficiency comprehensively. It illustrates that the packing of 
beds of increasing inner diameter requires higher slurry concentrations. The concentrations 
should be chosen to suppress particle size segregation while keeping the amount of pack-
ing gaps as small as possible. 
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III. Introduction 
 
The chromatographic characterization of an HPLC column is essentially limited to bulk 
parameters such as porosity, permeability, peak shape, or most prominently separation ef-
ficiency. Frequently, shortcomings in separation efficiency are associated with heterogene-
ities in the bed structure but this is neither easily proofed nor improved if the origins of 
these heterogeneities remain unknown. Therefore, it is an essential requirement for column 
technology and the fundamental understanding of dispersion in chromatography to be able 
to visualize and quantify microstructural features in a separation column. 
During the course of this work the chromatographic community experienced a land-
slide development in particle technology. Commonly, a reduced plate height value in the 
minimum of the plate height curve of hmin ≈ 2 has been seen to provide a bed packed ho-
mogenously with fully porous particles. Now a new generation of core–shell particles was 
released that allows for remarkably efficient beds with hmin < 1.6 (in the analytical column 
format) [1–4]. Higher pressure instrumentation gave rise to UHPLC and enabled using 
columns packed with sub-2 µm fully porous particles. At present columns packed with 
1.3 µm Kinetex core–shell particles constitute the smallest particles ever commercially 
available in a chromatography column [5]. 
Although their development stalled for several years silica monolith based chromatog-
raphy columns have established themselves as an alternative to particle packed beds in 
small molecule separations providing high permeability and thus the capability of high 
speed separations. Finally, in 2012 the Merck KGaA (Darmstadt, Germany) announced the 
release of the 2
nd
 generation of Chromolith columns named Chromolith High-Resolution. 
With these columns a Hmin ≈ 7 µm is now achievable [6,7]. The reasons that allowed for 
these severe improvements in separation efficiency are a reduced pore size when compared 
with the 1
st
 generation and an improved cladding procedure minimizing potential void re-
gion at the column–monolith interface [7,8]. 
All these developments in column technology moved the relevance of bed heterogenei-
ties in a renewed perspective. Misleadingly, it was speculated that the excellent perfor-
mance of core–shell particles is based on their narrow particle size distribution that allows 
for a higher homogeneity in the bulk of the bed [9]. Again, a higher radial homogeneity 
seems a far more likely explanation [10]. In a recent perspective by Gritti and Guiochon 
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the transcolumn dispersion, which is caused by column cross-sectional heterogeneities in a 
packing, dominates the efficiency of particle-packed beds with up to 70% of the total dis-
persion in UHPLC columns [11]. Notably, the available UHPLC instrumentation is already 
working at full capacity with the sub-2 µm particle packed columns due to pressure limita-
tions. Thus, the biggest potential in further plate height reduction can be found in improv-
ing the transcolumn homogeneity in particulate and monolithic beds alike. 
Studies on columns in the analytical format have been able to characterize radial heter-
ogeneities on the column scale via locally resolved elution profiles using an on-column 
local electrochemical detector [12–14]. Although only a handful of data points can be gen-
erated over a column inner diameter (i.d.) of 4.6 mm by this method the measurements 
already impressively demonstrated how the separation efficiency of a column is deteriorat-
ed by the presence of wall effects, i.e., heterogeneities in packing density that are induced 
by the presence of a confining column wall. Such porosity biases directly translate into 
velocity biases in the mobile phase causing eddy dispersion and the awareness of the rele-
vance of transcolumn dispersion has led to developments that aim to minimize its impact 
on separation efficiency, e.g., the parallel segmented flow technique [15–18]. 
In capillary chromatography the above methods are all not applicable. Therefore, the 
purpose of this thesis was to develop and apply an approach that allows detecting and 
quantifying heterogeneities in capillary columns; preferably on all the length scales that are 
relevant to eddy dispersion [19,20]. For this a straightforward and comprehensive approach 
is to generate an image of the bed microstructure itself and apply appropriate morphologi-
cal descriptors to it. Yet, standard scanning electron microscopy, which is applied most 
frequently to describe the morphology of a stationary phase support, does not transport 
sufficient morphological information, i.e., the features in the bed microstructure cannot be 
localized accurately due to a lack of depth information. The minimum requirement for lo-
calization of structural features and quantitative characterization of the bed morphology via 
imaging are two-dimensional slices, e.g., images from transmission electron microsco-
py [21]. Apparently, three-dimensional reconstructions of a column segment are even pref-
erable over two-dimensional images because the available sample volume that can be char-
acterized is much larger and all morphological information of the bed microstructure is 
conserved, e.g., the pore connectivity which is lost in 2D. 
Simulations have proven to be an unexcelled tool in unraveling the complex morpholo-
gy–transport relationships that exist in a separation column [10,20,22–33]. They allow for 
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an incremental variation of morphological parameters, like porosity or disorder, with an 
amount of control that is unobtainable in an experiment. Yet, algorithms that simulate the 
packing of particles in a column cannot account for all interrelationships between experi-
mental packing parameters and resulting bed morphology. This is especially critical when 
wall effects are to be considered. Even more model structures of monolithic media that 
have been used for simulations [34–36] lack a sound physical background which provides 
another reason to pursue three-dimensional reconstructions of chromatography columns. 
These reconstructions can form an invaluable bridging element between the simulation of 
hydrodynamic dispersion and experimental data. They can serve to compute benchmark 
simulations or provide a model structure of a monolith that can be expected to provide re-
sults that are far more reliable than simulations based on a model structure that assumes a 
tetrahedral geometry for the monolith. 
Apart from interests that might seem to be of a primarily academic origin, three-
dimensional reconstructions may also aid the manufacturer of monolithic and particle 
packed columns to improve their preparation conditions. The efficient preparation of silica 
monoliths and particle packed beds has always been a great secret among practitioners and 
the industry. The effects of individual packing parameters on the bed morphology are poor-
ly understood and seldom explored systematically. Again, this requires quantitative 
knowledge of the bed microstructure. Only controlled preparation conditions combined 
with comprehensive knowledge of bed microstructure and macroscopic separation effi-
ciency allow deducting the impact of varying preparation conditions and call for the three-
dimensional reconstruction of a bed that has been prepared and characterized chromato-
graphically. 
From the pool of available methods for three-dimensional image acquisition confocal 
laser scanning microscopy (CLSM) was the first choice for this project. It is convenient 
that the instrumentation is available at many research facilities and image acquisition can 
be performed in a matter of minutes. But, more importantly the dimensions that can be 
covered by CLSM match with the dimensions of capillary HPLC columns and sectioning 
of a sample is performed optically, i.e., mechanically invasive preparation steps that might 
alter the microstructure of the bed can be avoided. 
As a matter of fact this thesis is not the first to apply CLSM to chromatographic sup-
port material. Jinnai and co-workers [37–42] already approached the formation process and 
geometrical properties like pore shape and connectivity of custom prepared polymer and 
Introduction 
 
16 
 
silica-based monoliths using three-dimensional reconstructions acquired by CLSM. Yet, 
the investigated samples were either unconfined or confined between two coverslips and 
transferring their method to an actual separation column is far from being trivial. Present 
chromatographic support media show features on the size close to the resolution capacities 
of a confocal microscope requiring an optimized optical setup for accurate imaging. How-
ever, capillary columns do have a curved surface and are made of fused silica which re-
quires compensation because the refractive index of fused silica deviates from the specifi-
cations required for a standard CLSM sample. The preceding diploma thesis [44] to this 
thesis already explored the potential of CLSM for an on-column characterization of capil-
lary HPLC columns that formed the basis for this work. 
It is the scope of this work to establish a reproducible and robust method for three-
dimensional imaging and reconstruction of capillary columns in a silica monolithic and 
particulate layout. Chapter 1 and 2 are almost exclusively dedicated to this introducing the 
reconstruction and analysis of a tetramethoxysilane-based monolithic and a column packed 
with core–shell particles. Later chapters deal with the application of the method to the 
preparation of capillary HPLC columns and the refinement of morphological descriptors 
that provide a correlation to separation efficiency. These studies all have a strong focus on 
radial heterogeneities that may occur in a separation column. They are ordered chronologi-
cally. In Chapter 3 the morphology of tetramethoxysilane–methyltrimethoxysilane hybrid 
monoliths is investigated and related to their separation efficiency. The study illustrates 
how the efficiency of these monoliths is affected by detachments of monolithic rods from 
the capillary wall. The preparation conditions in the slurry packing of particulate columns 
are in the focus of Chapter 4, 5, and 7. Chapter 4 discusses the effects of a varying capil-
lary inner diameter on the bed structure of capillaries packed with sub-2 µm particles. De-
viations in radial porosity from the bulk porosity are quantified and related to the separa-
tion efficiency of the columns. It is the first work that visualizes particle size-segregation 
effects in a capillary column. Chapter 5 outlines differences in bed morphology that come 
with different particle types. Three types of fully porous and three types of core–shell par-
ticles are compared for their microstructural properties and radial heterogeneity. The find-
ings in Chapter 4 and 5 suggested investigating the effects of slurry concentration on bed 
morphology both for fully porous and core–shell materials. This is done in Chapter 7 and 
outlines how the slurry concentration affects packing defects and particle size-segregation. 
Finally, Chapter 6 provides a comparison of a 20 µm i.d. silica monolithic capillary and a 
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20 µm i.d. particle packed capillary. The chapter shows the advantages and disadvantages 
of the two different stationary phase support concepts by analyzing their microstructural 
properties. Although the conclusions of this study seem little surprising it provides a com-
parison that would not be possible without the availability of three-dimensional reconstruc-
tions. 
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Abstract 
We present a fast, nondestructive, and quantitative approach to characterize the mor-
phology of capillary silica-based monolithic columns by reconstruction from confocal laser 
scanning microscopy images. The method comprises column pretreatment, image acquisi-
tion, image processing, and statistical analysis of the image data. The received morpho-
logical data are chord length distributions for the bulk macropore space and skeleton of the 
silica monolith. The morphological information is shown to be comparable to that derived 
from transmission electron microscopy, but far easier to access. The approach is generally 
applicable to silica-based capillary columns, monolithic or particulate. It allows the rapid 
acquisition of hundreds of longitudinal and cross-sectional images in a single session, re-
solving a multitude of morphological details in the column. 
 
 
1.1 Introduction 
Monolithic stationary phases prepared from organic polymers or porous silica have 
found widespread application in separation science as an alternative to particulate beds  
[1-15]. In the hierarchically structured pore space of monoliths, macropores enable convec-
tive transport and mesoporous skeletons provide a large surface area accessible by diffu-
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sion [16,17]. Key feature in the hydrodynamics and mass transfer kinetics of the chroma-
tographic process is the stationary phase morphology [18].The synthesis of silica monoliths 
for chromatography, introduced by Nakanishi and co-workers [19-23], allows us to modify 
macropore size and skeleton thickness independently from each other. Macroporosity, pore 
size distribution, and domain size (i.e., the sum of macropore size and skeleton thickness) 
are statistical measures that describe the hydraulic permeability of the silica monolith, 
whereas eddy dispersion additionally depends on the pore interconnectivity [24-28]. Most 
often indirect methods like inverse size exclusion chromatography, mercury intrusion po-
rosimetry, and gas sorption are used to measure porosity, pore size distributions, and spe-
cific surface area of porous media. However, these methods rely on assumptions about the 
pore geometry (e.g., a cylindrical, open pore structure) that may have limited applicability 
for the investigated porous medium. Thus, the results of indirect methods depend on the 
accuracy of the underlying model [28-33]. 
Imaging techniques like scanning and transmission electron microscopy (SEM and 
TEM, respectively) provide a direct, model-independent insight into the pore structure at 
nanometer resolution. Porosity, pore size distribution, and surface area of a stationary 
phase can be derived from cross-sectional TEM micrographs of the column by quantitative 
stereology [34]. Acquisition of TEM images is a time- and skill-consuming process, as it 
requires the sample to be embedded, cut with a microtome, and polished in the preparation 
process. Additionally, the fused-silica wall of capillary columns has to be removed before 
cutting with hydrofluoric acid [34]. SEM images are more easily accessible: the column is 
cut, and the resulting surface, usually the column cross section, is covered with a thin gold 
layer [33,25]. The morphology of newly synthesized monoliths is usually characterized by 
visually estimating the average domain size from SEM images. However, SEM images 
offer no reliable depth information and thus lack the required morphological details. At the 
moment, the insufficient characterization of silica monoliths limits systematic optimization 
of their fabrication to yield highly efficient high-performance liquid chromatography 
(HPLC) columns [16,17]. 
The usefulness of morphological information from TEM and SEM depends on the 
quality and number of representative cuts from the investigated column. As an alternative 
to these column-cutting methods, confocal laser scanning microscopy (CLSM) has been 
used previously for the characterization of monolithic materials. CLSM is nondestructive, 
widely and commercially available, enjoys simple and fast sample preparation, and allows 
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the rapid acquisition of longitudinal and cross-sectional images at any position in the col-
umn. Between 2000 and 2007, Jinnai and co-workers [36-42] in particular published three-
dimensional (3D) reconstructions of custom-prepared organic polymer and silica-based 
monoliths. They investigated monolithic samples not in a column format, but either uncon-
fined or confined between two coverslips. The 3D reconstructions gave insight into the 
formation process of monoliths and their geometrical properties like pore shape and con-
nectivity. 
In particulate columns the interparticle pore size and heterogeneity are intimately cou-
pled to the particle sizes and the packing density, which makes particle size distribution 
and porosity suitable descriptors of pore space morphology. However, the microstructure 
of more complex random porous media like monoliths, which lack an elementary building 
unit comparable to a spherical particle, cannot be sufficiently characterized with an object-
oriented approach. As an alternative, chord length distributions (CLDs) and closely related 
statistical analysis measures, whose calculation does not involve assumptions about the 
shape of morphological elements, have been frequently used to characterize the properties 
of random porous media [43-47]. Size and shape of a CLD are influenced by the volume 
ratio, surface area, anisotropy, and heterogeneity of the underlying morphological element. 
Therefore, the monolithic macropore morphology should be comprehensively and accu-
rately described by statistical analysis in terms of CLDs. Although it is possible that differ-
ent macropore morphologies result in identical CLDs, a narrow CLD will point to a homo-
geneous monolith with high separation efficiency. Courtois et al. [34] have paved the way 
by introducing CLDs derived from TEM micrographs for the characterization of monolith 
morphology. Beside several organic polymer-based monolithic columns, they also investi-
gated silica-based Chromolith columns. 
In this work we show how CLSM – though inferior in resolution – can provide quanti-
fiable morphological information comparable to TEM. We investigate a commercially 
available HPLC capillary column with a bare-silica monolithic stationary phase (Chromo-
lith CapRod). The manufacturer has specified the average macropore size of the monolith 
as 2 µm by mercury intrusion porosimetry. Consequently, the resolution of the optical sys-
tem is critical. We will give a detailed description of all necessary steps required to image a 
monolithic bare-silica capillary column close to the diffraction limit and extract the desired 
morphological information. These steps comprise column pretreatment, image acquisition, 
image processing, and statistical analysis. The received CLDs are compared with the pre-
vious TEM-based characterization and discussed in terms of silica monolith morphology.
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1.2 Experimental Section 
 
1.2.1 Chemicals and Materials. Research samples of ca. 60 cm long bare-silica mono-
lithic columns (Chromolith CapRod) in 100 µm i.d. fused-silica capillaries were provided 
by Merck KGaA (Darmstadt, Germany). 3-Carboxy-6-chloro-7-hydroxycoumarin was pur-
chased from Endotherm Life Science Molecules (Saarbrücken, Germany); 3-aminopropyl-
triethoxysilane, N,N′-disuccinimidyl carbonate (DSC), and 4-dimethylaminopyridine 
(DMAP) were supplied by Alfa Aesar GmbH (Karlsruhe, Germany). Triethylamine 
(Et3N), dimethyl sulfoxide (DMSO), glycerol, HPLC-grade ethanol and methanol, and 
dimethylformamide (DMF) were purchased from Sigma Aldrich Chemie GmbH 
(Taufkirchen, Germany). HPLC-grade water was obtained from a Milli-Q gradient water 
purification system (Millipore, Bedford,MA). 
 
1.2.2 Column Pretreatment. Figure 1.1 gives an overview of the column pretreatment 
steps. A succinimidyl ester of dye V450 was synthesized with 75% yield starting from 
3-carboxy-6-chloro-7-hydroxycoumarin as described by Abrams et al. [48]. The bare silica 
surface of the monolithic column was amine-modified for covalent binding of the V450-
succinimidyl ester following a method outlined by El Kadib et al. [49]. For this purpose, a 
ca. 12 cm long piece of the capillary column was first cleaned with 0.5 mL of methanol at 
a flow rate of 2 µL/min. Next, 750 µL of a 3-aminopropyltriethoxysilane solution (0.1 M in 
ethanol) was pumped through the column at 1 µL/min and 70 °C overnight. The amine-
modified column was then flushed subsequently with 0.5 mL of ethanol and 0.5 mL of 
methanol/water 50/50 (v/v) at 2 µL/min. For covalent attachment of the dye to the mono-
lith’s surface, 150 µL of a V450-succinimidyl ester solution (5 mg in 250 µL of DMF) was 
pumped through the amine-modified column at 0.2 µL/min. Purging with 0.5 mL of 
DMSO/water 81/19 (v/v) at 2 µL/min removed excess dye and prepared the column for 
CLSM experiments. 
Repeated sample preparations have shown that the optimal dye concentration varies for 
each column and depends on the monolith’s age, surface activity, and modifications. If the 
dye concentration is too high (“dye overload”), the fluorescence excitation of deeper layers 
in the sample will be hampered, which is visible in the images as an increased shading to-
ward the column center (Figure 1.5A). In contrast to insufficient dye coating, however, dye  
 
Chapter 1 - Confocal Laser Scanning Microscopy Method for Quantitative Characterization of Silica Monolith Morphology 
 
24 
 
 
 
 
Figure 1.1:  Surface modification of the bare-silica monolith for CLSM. Starting from 3-carboxy-6-chloro-
7-hydroxycoumarin (1), the succinimidyl ester of dye V450 (2) was synthesized as described by 
Abrams et al. [48] with 75% yield. Amine modification of the bare silica surface of the mono-
lithic column (3) was carried out with 3-aminopropyltriethoxysilane (4) according to El Kadib 
et al. [49]. Reaction of the amine-modified surface (5) with V450-succinimidyl ester (2) re-
sulted in covalent attachment of the dye to the monolith’s skeleton (6). 
 
 
overload is uncritical, because excess dye in the sample can easily be removed 
(“bleached”) by laser irradiation during or before image acquisition. The above-reported 
concentration of 20 mg/mL of V450-succinimidyl ester, e.g., required strong irradiation of 
the sample, so lower dye concentrations are possible for column pretreatment. A homoge-
neous luminosity distribution in the images is optimal, but as long as image foreground and 
background are clearly separated at the column wall and center, the subsequent image 
analysis is not compromised due to the employed edge-based image segmentation method 
(see below). In fact, a slight dye overload might be beneficial for scanning large image 
stacks, because the amount of dye limits the time of exposition for each volume increment 
until signal and background noise merge. 
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1.2.3 Image Acquisition. Images were acquired on a TCS SP5 confocal microscopy 
system equipped with a HCX PL APO 63×/1.3 GLYC CORR CS (21°) glycerol immersion 
objective lens from Leica Microsystems (Wetzlar, Germany). Before the column was 
mounted on a custom-made microscope slide, the polyimide coating was removed from an 
~1 cm long segment of the capillary column with a drop of warm sulfuric acid. The column 
was constantly flushed with DMSO/water 81/19 (v/v) at a flow rate of 0.5 µL/min. Glyc-
erol/water 83/17 (v/v) was used as immersion and embedding liquid. Aqueous mixtures of 
DMSO and glycerol were prepared in the given volumetric ratios and then calibrated to 
match the refractive index of the fused-silica capillary wall (n = 1.4582) with an AR200 
digital refractometer (Reichert Analytical Instruments, Depew, NY). A “type 0” coverslip 
of 120 µm thickness separated embedding and immersion liquid. 
From the excitation and emission maxima of the V450 dye at 404 and 448 nm, respec-
tively, the Nyquist sampling criterion was calculated for the applied objective as 38 nm in 
lateral directions and 126 nm in axial direction. The digital zoom was chosen to match a 
pixel size of 30 nm. A UV diode laser was used for excitation at 405 nm. Fluorescence 
emission was detected in the interval between 425 and 480 nm. In total, 170 slices in the 
x-y plane (i.e., along the column axis) at a distance of 126 nm from each other were re-
corded as 16-bit grayscale images of 2048 × 2048 pixels (200 Hz, three line averages), 
yielding a captured volume (in x-, y-, and z-directions) of 61.5 × 61.5 × 21.4 µm³. 
 
1.2.4 Image Processing. Huygens maximum likelihood iterative deconvolution (Scien-
tific Volume Imaging, Hilversum, The Netherlands) was applied to the acquired image 
stack for a more realistic representation of the original object. The software incorporates 
the removal of high-frequency noise and background, which is why, as a preprocessing 
step to deconvolution, we only considered bleaching of the dye by fitting a second-order 
exponential decay to the acquired image stack’s intensity distribution. 
For image segmentation a copy of the acquired image stack was blurred with a Gaus-
sian kernel and then subtracted from the deconvolved original [50]. A value of 200 σ was 
chosen as kernel size, a value that is large compared with image features and small com-
pared with background variations. 
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1.2.5 Image Analysis. The segmented images were analyzed following the method out-
lined by Courtois et al. [34] using in-house software written with Visual Studio C# 2008 
(Microsoft Corporation, Redmond, WA). Briefly, to analyze the macropore space points 
were randomly selected from the void area. From each point vectors were projected in 
32 angularly equispaced directions until they either hit the skeleton or projected out of the 
image boundaries. The latter vectors were discarded. A chord length was then calculated as 
the sum of the absolute lengths of an opposed pair of vectors. Statistics for the chord 
lengths were collected from 4 × 10
5
 chords randomly distributed over the image stack. Us-
ing 4 × 10
5
 chords generated in the skeleton area a distribution of the skeleton thickness 
was generated in the same manner. 
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1.3 Results and Discussion 
 
The specified average macropore size of the investigated Chromolith column is ~2 µm. 
This puts the required resolution of the optical system close to the diffraction limit. There-
fore all experimental steps – from selection of the fluorescent dye to the details of image 
acquisition and processingswere optimized for resolution. 
 
1.3.1 Column Pretreatment. For a fluorescent, uniform labeling of the bare-silica 
monolithic skeleton, the dye V450 was chosen. It can be covalently attached to the silanol 
groups of the silica surface (Figure 1.1). The excitation maximum of V450 (404 nm) 
closely matches the UV diode laser line (405 nm), and the small Stokes shift of 44 nm en-
sures that detection remains in the shorter wavelength part of the spectrum (448 nm), an 
important consideration as axial and lateral resolution both decrease with the mean of exci-
tation and emission wavelengths [51]. 
 
1.3.2 Image Acquisition. Degeneration of resolution in optical microscopy is almost 
exclusively caused by spherical aberrations from a refractive index (RI) mismatch between 
sample and objective. This is especially critical for glycerol and water objectives, which 
are designed to be used with standardized coverslips. The RI mismatch introduced by de-
viations from the standard coverslip thickness can be partially compensated by tuning the 
correction collar of the objective. For an aberration-free optical system with our experi-
mental device Nyquist-Calculator [52] simulates a point spread function with a lateral reso-
lution (FWHM) of 0.185 µm and an axial resolution of 0.389 µm (Figure 1.2A). If spheri-
cal aberrations from, e.g., a 40 µm thick coverslip are introduced to the system, the point 
spread function broadens to a lateral resolution of 0.197 µm and an axial resolution of 
0.894 µm (Figure 1.2B). Consequently, the quality of our measurements will be limited by 
the achievable resolution along the optical axis, i.e., the optical slice thickness. 
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Figure 1.2:  Lateral and axial point spread functions simulated with the Nyquist-Calculator [52] for (A) an 
aberration-free optical system (FWHM (lateral) ≈ 0.185 µm, FWHM (axial) ≈ 0.389 µm) and 
(B) a system with aberrations from a 40 µm thick coverslip (FWHM (lateral) ≈ 0.197 µm and 
FWHM (axial) ≈ 0.894 µm). 
 
 
Figure 1.3 illustrates our CLSM setup. For a distortion-free image of the silica mono-
lith, RI matching of the fused-silica capillary wall (n = 1.4582) is of predominant impor-
tance to hinder the curved wall to function as a lens. The RI of the monolithic silica skele-
ton is close enough to that of the fused-silica wall, and constant flushing of the column 
with a mixture of DMSO/water calibrated to an RI of n = 1.4582 eliminates the RI mis-
match from the pore space of the monolith. Because the optimal RI for the used micro-
scope objective is n = 1.451, spherical aberrations and a focal shift, increasing with sam-
pling depth, will inevitably be introduced into the optical setup. Spherical aberrations could 
in principle be eliminated by altering the effective tube length of the objective, but this is 
not possible in a commercial system. However, if the immersion medium for the objective 
lens is also chosen to match the RI of the capillary wall, spherical aberrations in the system 
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become independent of sampling depth. A glycerol/water mixture also calibrated to an RI 
of n = 1.4582 was therefore used as immersion and embedding liquid. The spherical aber-
rations caused by the capillary RI matching over the free working distance of the objective 
were equivalent to a 40 µm thick coverslip (see example above). The coverslip thickness 
was then chosen such that the spherical aberrations from coverslip, immersion medium, 
and sample approximately added up to the spherical aberration correction of the lens sys-
tem (designed for a standard coverslip of 170 µm thickness). Therefore, a coverslip thick-
ness of 130 µm would have been optimal. However, it turned out to be more practical to 
use a roughly 120 µm thick “type 0” coverslip and tune the correction collar of the objec-
tive accordingly. 
 
 
 
 
Figure 1.3:  Light beam focus from microscope objective into the monolith sample displaying the respective 
refractive indexes of the elements in the optical pathway. A glycerol/water mixture was used as 
immersion and embedding liquid, and a DMSO/water mixture was used for refractive index 
matching of the monolith’s void (pore) space. A coverslip thickness of t = 120 µm was chosen 
to balance the remaining spherical aberrations from coverslip, immersion medium, and sample 
by tuning the correction collar of the objective accordingly. 
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Figure 1.4 shows sections from depth profiles of the fluorescently labeled column’s 
cross section acquired with two different coverslip types, a 160 µm thick “type 1” and a 
120 µm thick “type 0” coverslip. The depth profiles are shown side by side as two quarters 
of the cross section for ease of comparison. The right image, acquired with the 120 µm 
thick coverslip, is sharper and bright regions are better resolved, because there is less stray 
light from adjacent optical slices as a result of balanced spherical aberrations. 
 
 
 
 
Figure 1.4: Depth profiles (x-z slices) showing the cross section of the fluorescently labeled silica mono-
lithic capillary column. The left profile was acquired with a 160 µm “type 1” coverslip, the right 
profile with a 120 µm “type 0” coverslip. In each case the correction collar of the microscope 
objective was tuned to minimize aberrations. 
 
 
Figure 1.5 shows raw CLSM images of a longitudinal section (i.e., aligned with the 
column axis) through the widest part of the fluorescently labeled monolithic capillary col-
umn and of its cross section. Both images reveal gaps between monolith skeleton and cap-
illary wall, which are supposed to result from the uneven character of the mechanical stress 
that is experienced by the monolith–wall interface during shrinkage step of the preparation. 
This is a well-known problem, particularly for the rigid, but brittle, silica monoliths pre-
pared with pure tetramethoxysilane [16]. In analytical [53] and semipreparative [54] mono-
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lithic silica columns wall effects in general have been identified before to substantially 
affect the average cross-sectional plate height, and they are also known for capillary mono-
liths [55,56]. The lateral pore space heterogeneity and its large contribution to eddy disper-
sion is at present the main drawback of silica monoliths in chromatographic practice [16]. 
The presented approach of column pretreatment and CLSM image acquisition allows 
quick scanning along the capillary column to check for obvious defects in the monolith 
structure, e.g., as a process control step in silica monolith preparation. The quantitative 
characterization of the monolith morphology additionally requires image processing and 
statistical analysis of the image data. 
 
 
 
 
Figure 1.5:  Raw CLSM images of the 100 µm i.d. fluorescently labeled silica monolithic capillary column: 
(A) longitudinal (i.e., along the column axis) central section (x-y slice, 100 µm distance from 
wall to wall); (B) cross-sectional (x-z) slice. 
 
 
1.3.3 Image Processing. Image processing involved two consecutive steps: restoration 
and segmentation (Figure 1.6). The amount of blurring in the raw images was reduced by 
Huygens maximum likelihood iterative deconvolution. With the good a priori knowledge 
of the optical system and the point spread function, these calculations are particularly ef-
fective for CLSM and increase axial resolution by a factor of 2-4 [57]. In this way, the op-
tical slice thickness of the CLSM images approaches the thickness of TEM micrographs. 
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To extract quantitative information the restored images have to be segmented into fore-
ground and background class. High-resolution CLSM images are dim because the pinhole 
excludes a lot of light. As a consequence, foreground and background information in the 
images, i.e., silica skeleton and void space, are not completely separated by their intensity 
alone. Therefore, the contour of objects was considered in the segmentation process. Ap-
plication of high-pass filtering to the restored images preserved any edge in the images 
(high-frequency information) and eliminated the remaining background noise (low-
frequency information). After filtering, any positive-valued pixel was considered part of 
the silica skeleton (Figure 1.6). The applied segmentation method is completely automatic 
and not influenced by spatial variations in the detector signal, an advantage over process-
ing steps like, e.g., intensity-based thresholding. For better visualization further image en-
hancing steps are possible, but these do not improve the quality of the data extracted by the 
subsequent image analysis. 
 
 
 
 
Figure 1.6:  Image processing. Shown is a 25 × 25 µm2section from a longitudinal image (x-y slice) through 
the bulk part of the fluorescently labeled silica monolithic column: (A) raw image, (B) restored 
image, and (C) segmented image. 
 
 
1.3.4 Statistical Analysis. For statistical analysis of morphological properties, an image 
stack of 170 longitudinal sections (x-y slices) covering a volume of 61.5 × 61.5 × 21.4 µm³ 
was acquired in the bulk part of the capillary. Longitudinal rather than cross-sectional 
slices were chosen for image analysis to take advantage of the better resolution in the focal 
plane. Image analysis was performed on 160 of the 170 longitudinal sections (x-y slices) in 
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the acquired stack. Five images from each border were excluded, because restoration is less 
accurate for border images. For the same reason, 1.5 µm from each side of the stack were 
cropped before analysis so that morphological data were finally extracted from a volume of 
60 µm length and 60 × 20.2 µm² cross section. This volume is more than sufficient to rep-
resent the bulk properties of the monolith [58]. 
The macroporosity was determined in each slice as the ratio of void pixels to all pixels. 
Bulk macroporosity varied between 0.677 and 0.716 around a mean value of 0.695 (Fig-
ure 1.7), which agrees well with macroporosities of Chromolith columns determined by 
inverse size exclusion chromatography [32]. 
CLDs were calculated as outlined by Courtois et al. [34] for the macropore space 
(Φpore) and the silica skeleton (Φskel). The obtained Φpore is very similar to the CLD derived 
from TEM micrographs [34] for a Chromolith column (Figure 1.8). The median chord 
length of Φpore is 3.2 µm (Table 1.1), the same value as found by TEM. This demonstrates 
that the ability of the presented CLSM method to yield quantifiable morphological data is 
comparable to the TEM image analysis. 
 
 
 
 
Figure 1.7:  Variation of macroporosity as determined from 160 restored and segmented CLSM images of 
60 × 60 µm² longitudinal sections (x-y slices) acquired in the bulk of the fluorescently labeled 
silica monolithic column. The dashed line indicates the mean value (0.695). 
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Table 1.1: Statistical properties of the chord length distributions (cf. Fig. 1.8). 
 
 Macropore space Monolith skeleton 
Mode 2.2 µm 0.9 µm 
Median 3.2 µm 1.2 µm 
Arithmetic mean 3.8 µm 1.4 µm 
Variance 7.6 µm 0.8 µm 
Persistence length 3.1 µm 1.0 µm 
 
 
 
 
Figure 1.8:  Chord length distributions for the macropore space Φpore (A) and the silica skeleton Φskel (B) of 
the monolith determined from CLSM images of longitudinal sections (x-y slices) through the 
bulk of the capillary column. The respective Φpore determined previously from TEM micro-
graphs [34] is shown for comparison. Characteristic statistical measures of Φpore and Φskel are 
summarized in Table 1.1. 
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The arithmetic mean of the CLDs of the void space varied between 3.7 and 4.0 µm for 
the analyzed different spatial directions. For CLDs of the skeleton the variations were 
found to range from 1.4 to 1.5 µm. Because these variations are in fact smaller than those 
observed by Courtois et al. [34] the monolithic structure was considered to be isotropic 
within the scope of this work. Characteristic statistical measures of Φpore and Φskel for the 
bulk monolith are summarized in Table 1.1. The moments of these CLDs can be inter-
preted in terms of the size distribution and homogeneity of the underlying structure. 
Unlike materials with Debye randomness, which show exponentially decreasing CLDs, 
monoliths as materials that form from spinodal decomposition exhibit correlated disorder 
and thus a mode in their CLDs [59], i.e., structural order exists on a length scale corre-
sponding to the mode (correlation length). Gille et al. [60] have shown that for an infinitely 
long cylinder the mode of the CLD corresponds to the diameter. Therefore, it is not surpris-
ing that the mode of Φpore (2.2 µm, Table 1.1) is only slightly larger than the nominal 
macropore size of ~2 µm based on mercury intrusion porosimetry for Chromolith col-
umns. The latter method assumes a cylindrical pore shape and usually underestimates the 
pore size due to an ink-bottle effect [61]. 
A chord length in the macropore space represents a straight distance between two en-
counters with the silica skeleton. In an open pore network like that of the monoliths, Φpore 
is asymmetric or skewed toward higher chord lengths. The mode then represents the most 
frequent skeleton wall-to-wall distance, whereas the arithmetic mean represents the aver-
age distance. CLDs with identical mode may possess very different mean values. Thus, the 
mean of Φpore should be a better expression for the average pore size. The mode, however, 
is what the estimation of the domain size from SEM images probably amounts to. 
Separation efficiency of monolithic columns is not only influenced by their macropore 
size distribution but also by the degree of heterogeneity (or disorder) of the macropore 
space. In this respect, the variance of Φpore is an efficient overall measure. The disorder, 
however, is characterized by chords longer than the mode. The exponential decay of the 
determined CLDs, represented by their persistence length (Table 1.1), indicates that this 
disorder can be considered as random [59]. 
So far we focused our analysis on the characterization of Φpore because eddy dispersion, 
as a major limitation to improved separation efficiencies of the silica monoliths, occurs in 
the interskeleton macroporous (flow-through) domain where transport is convection-
dominated. However, the above descriptors are also valid for Φskel, which is associated 
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with diffusion-limited transport and adsorption in the intraskeleton mesopores. These pa-
rameters provide a measure for the “homogeneity” (or distribution) of the intraskeleton 
mass transfer resistances. Therefore, a systematic optimization in the fabrication of mono-
lithic HPLC columns could be controlled by minimization of the variances of Φpore and 
Φskel. 
 
 
1.4 Conclusions 
 
We presented a CLSM method composed of column pretreatment, image acquisition, 
and image processing, to characterize the morphology of a silica monolithic capillary col-
umn. The method is generally applicable to silica-based particulate or monolithic columns 
in capillary format and can be used to visualize the stationary phase structure without cut-
ting the column first. The approach yields a multitude of longitudinal and cross-sectional 
images in a short time and allows fast scanning along large segments of a capillary column 
for heterogeneities in macropore morphology. Individual contributions to eddy dispersion, 
e.g., due to wall effects, can thus quickly be identified, enabling the optimization of silica 
monolith preparation for more efficient HPLC columns. 
Statistical analysis of the CLSM images yielded quantifiable morphological informa-
tion in the form of chord length distributions for the macropore space and skeleton thick-
ness. The data are comparable to those derived by TEM image analysis, but easier to ac-
cess, and describe the monolith’s macropore morphology accurately and comprehensively, 
providing a clear advantage over estimates of the average domain size from SEM images. 
Because CLSM is widely and commercially available, we anticipate its increased ap-
plication for quantitative characterization of monolith morphology, following the general 
approach presented and validated in this work. For example, we currently investigate the 
effect of a feed ratio of methyltrimethoxysilane to tetramethoxysilane on the morphology 
of improved hybrid monolithic silica capillary columns [62]. We also plan to extend the 
presented method toward particulate capillary columns. The statistical analysis measures 
introduced in this work will be used to characterize heterogeneities and anisotropies in the 
column and to establish correlations with its chromatographic properties. As these descrip-
tors do not rely on an assumption about the pore space, a link between the morphologies of 
particulate and monolithic beds might emerge. 
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In the future the CLSM approach may be combined with other techniques, e.g., pulsed 
field gradient nuclear magnetic resonance (PFG-NMR) [63,64] or capacitively coupled 
contactless conductivity detection (C
4
D) [65,66]. Whereas on-column C
4
D scanning cannot 
provide data on the lateral heterogeneity, it allows us to quickly evaluate stationary phase 
density variations along the column and visualize band broadening. PFG-NMR, on the 
other hand, records propagator distributions of the mobile phase molecules over discrete 
spatiotemporal domains to characterize velocity distributions and dispersion. When com-
bined, the three techniques provide complementary information that helps to bridge the 
time and length scales from the pore-scale (microscopic) morphology and dynamics to the 
column-scale (macroscopic) transport behavior. 
The presented method may be further utilized for 3D reconstruction of silica monoliths 
to resolve and quantify the total effect of the component plate height curves to eddy disper-
sion by direct pore-scale simulation within the real morphology [18] addressing time and 
length scales behind individual contributions, as reported for packed beds [67]. 
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Abstract 
We report a fast, nondestructive, and quantitative approach to characterize the mor-
phology of packed beds of fine particles by their three-dimensional reconstruction from 
confocal laser scanning microscopy images, exemplarily shown for a 100 µm i.d. fused-
silica capillary packed with 2.6 µm-sized core–shell particles. The presented method is 
generally applicable to silica-based capillary columns, monolithic or particulate, and com-
prises column pretreatment, image acquisition, image processing, and statistical analysis of 
the image data. It defines a unique platform for fundamental comparisons of particulate 
and monolithic supports using the statistical measures derived from their reconstructions. 
Received morphological data are column cross-sectional porosity profiles and chord length 
distributions from the interparticle macropore space, which are a descriptor of local density 
and can be characterized by a simplified k-gamma distribution. This distribution function 
provides a parameter of location and a parameter of dispersion which can be correlated to 
individual chromatographic band broadening processes (i.e., to transchannel and short-
range interchannel contributions to eddy dispersion, respectively). Together with the 
transcolumn porosity profile the presented approach allows analyzing and quantifying the 
packing microstructure from pore to column scale and therefore holds great promise in a 
comparative study of packing conditions and particle properties, particularly for character-
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izing and minimizing the packing process-specific heterogeneities in the final bed struc-
ture. 
 
 
2.1 Introduction 
Flow and transport behavior in randomly packed beds of particles is a subject with ma-
jor interdisciplinary significance, ranging from chemical reactors to simplified models for 
natural porous media and biological tissue [1–6]. In chromatography, an understanding of 
these phenomena promises substantial improvement in the design of better performing 
stationary phases and separation technology [7–9]. Transport in chromatographic columns 
is governed by the interaction of diffusion and advection, i.e., the phenomenon of disper-
sion [10,11]. The flow pattern in laminar flow through a packed bed depends on the mor-
phology, i.e.,the topology and geometry of the available pore space, so that inherent struc-
tural heterogeneity of the packing sensitively influences time and length scales which char-
acterize hydrodynamic dispersion [12,13]. The “scale dependence” of dispersion and its 
constituent contributions is central to a deeper understanding and potential reduction of 
dispersion under a given set of variables including the packing protocol parameters, col-
umn dimensions and particle properties, or the actual chromatographic conditions. In addi-
tion, the effect on measured or modeled transport coefficients (e.g., dispersion coefficients) 
of interactions between the time and length scales of observation and the natural scales of 
the chromatographic packings becomes a key issue in the modeling of packed-bed struc-
ture, flow and transport behavior, as well as in a comparison between theory and experi-
ment. Detailed three-dimensional numerical simulations of flow and transport in sphere 
packings are particularly suited to the challenge of investigating the central structure–
transport relationships in chromatographic media, because this approach allows to system-
atically study relevant parameters, such as the shape and average size of the particles, the 
particle size distribution, inter- and intraparticle porosities, as well as the column dimen-
sions and cross-sectional geometry [14–26]. Transient dispersion can be recorded easily, 
thereby quantifying time and length scales required for the attainment of asymptotic dis-
persion behavior and providing correlations for the dependence of dispersion on the mobile 
phase velocity. Because all dispersion data are referenced to a particular packing micro-
structure and are unbiased by extra-column contributions, the numerical simulations ap-
proach establishes a systematic route towards quantitative structure–transport relationships. 
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Also statistical information about the structure of the simulated packings can be collected, 
because the position, size, and shape of the particles are precisely known. Together with a 
generation protocol-dependent, dedicated adjustment of the microstructural degree of het-
erogeneity in the sphere packings this approach promises decided progress in our under-
standing of the largely unknown disorder-dispersion correlations [27]. 
Another approach for investigating morphology and performance of chromatographic 
beds under working conditions, which complements the computer-generation of sphere 
packings, is their physical reconstruction by direct imaging. Several imaging techniques 
are nowadays available to investigate the three-dimensional pore structure of chromato-
graphic media and packed beds, in general. They range from nanometer resolution with 
electron tomography [28–30], through micron and submicron scale with micro-X-ray com-
puterized tomography [31–33] and confocal laser scanning microscopy (CLSM) [34–36], 
to several tens of micrometers with nuclear magnetic resonance (NMR) imaging [37–40]. 
Whereas NMR imaging consequently has been applied to visualize the interparticle pore 
space in confined packings of relatively large, up to millimeter-sized particles, 
electrontomography, on the other extreme, has been used for capturing details of the ad-
sorbents intraparticle pore space. For the reconstruction and statistical analysis of the 
interparticle pore space in modern HPLC packings (of 5 µm-sized and smaller particles), 
the CLSM-based approach appears suitable and its adaptation for that purpose is the topic 
of the present work. 
With the recent development and chromatographic use of sub-3 µm core–shell particles 
several basic research questions have attracted significant (renewed) attention [41–49]. 
This includes the influence of the particle size distribution and surface roughness on the 
packing microstructure and separation efficiency. It particularly addresses the impact of the 
packing process and protocol parameters on the microstructural heterogeneity of the result-
ing confined fixed beds. Packing microstructures are commonly classified as just “more 
homogeneous” or “more heterogeneous”. These intuitive, qualitative labels are usually 
based on the column performance. Experimentally, it would be desirable to generate 
packings with a known (and controllable) degree of heterogeneity. However, this requires a 
sound scientific quantification of the degree of heterogeneity of the underlying, individual 
packing microstructure. We have shown recently in an extensive numerical simulation 
study that the standard deviation and skewness of the Voronoi volume distributions are 
sensitive measures of hydrodynamic dispersion in unconfined, monodisperse, random 
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sphere packings, establishing a correlation between disorder and dispersion in a packing 
[27]. Consequently, it is desirable and will be highly diagnostic to reconstruct experimental 
packings obtained under easily adjustable, but carefully controlled conditions and correlate 
the packing microstructure with the packing protocol parameters and separation efficiency. 
In addition, these reconstructed packings will serve as realistic models for the three-
dimensional pore scale simulation of flow and transport, allowing to quantify time and 
length scales of dispersion with respect to the macroscopic, chromatographic response. 
This complementary analysis will also allow us to resolve the initially mentioned effect on 
measured and modeled transport coefficients of interactions between the time and length 
scales of observation and the natural scales of the real packings. We therefore envisage a 
straightforward approach to the disorder- dispersion correlations for randomly packed beds 
in dependence of packing process and operational parameters as well as particle and col-
umn characteristics. 
In this work we report a significant step towards this challenge. We adopt a CLSM ap-
proach, recently demonstrated for the detailed reconstruction of silica monolith morpholo-
gy [50] and subsequent pore scale simulations of flow and transport [51,52], to reconstruct 
the interparticle pore space morphology in a 100 µm i.d. fused-silica capillary packed with 
2.6 µm core–shell particles. CLSM is nondestructive, widely and commercially available, 
enjoys simple and fast sample preparation, and allows the rapid acquisition of longitudinal 
and cross-sectional images at any position in the column. The approach is generally appli-
cable to silica-based capillary columns, monolithic or particulate. We give a detailed de-
scription of all necessary steps required to image packed capillary columns close to the 
diffraction limit and extract the desired morphological information. These steps comprise 
column pretreatment, image acquisition, image processing, and statistical analysis. 
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2.2 Experimental 
 
2.2.1 Chemicals and Materials. The 2.6 µm-diameter Kinetex bare-silica particles 
came from Phenomenex Inc. (Torrance, CA, USA). 100 µm i.d. fused silica capillaries 
were obtained from Postnova Analytics GmbH (Landsberg, Germany). 3-Carboxy-6-
chloro-7-hydroxycoumarin was purchased from Endotherm Life Science Molecules 
(Saarbrücken, Germany). 3-aminopropyltriethoxysilane, N,N´-disuccinimidyl carbonate 
(DSC), and 4-dimethylaminopyridine (DMAP) were supplied by Alfa Aesar GmbH (Karls-
ruhe, Germany). Triethylamine (Et3N), dimethyl sulfoxide (DMSO), glycerol, HPLC-grade 
ethanol, dimethylformamide (DMF) and methanol came from Sigma Aldrich Chemie 
GmbH (Taufkirchen, Germany). HPLC-grade water was obtained from a Milli-Q gradient 
water purification system (Millipore, Bedford, MA, USA). 
 
2.2.2 Column Preparation. As described previously [53,54], about 20cm of a fused-
silica capillary were slurry-packed using a WellChrom K-1900 pneumatic pump (Knauer, 
Berlin, Germany) with a 500 µm i.d. glass-lined metal tubing as the slurry reservoir. A 
temporary outlet frit was provided by connecting a micro-union equipped with a 1 µm-
mesh stainless-steel frit (IDEX Health & Science, Wertheim-Mondfeld, Germany) to the 
capillary outlet during the packing process. A 5% slurry was prepared by suspending 
25 mg of dry Kinetex particles in 500 µL of methanol and applying ultrasound for 5 min. 
Then, 35 µL of the slurry were injected into the slurry reservoir and transported to the 
methanol-rinsed capillary, first by pushing with methanol and rising the applied pressure to 
500 bar over 5 min, then by applying ultrasound for 25 min. After consolidation, the capil-
lary was removed from the packing device and methanol was replaced with an aqueous 
solution of sodium chloride (1 g/L) to fix the bed at 9cm bed length with sintered inlet and 
outlet frits using an FSM-05SV fusion splicer (Fujikura, Chessington, UK). 
In order to receive a strong fluorescence signal from the surface of the Kinetex parti-
cles during CLSM a succinimidyl ester of dye V450 was covalently bound to the porous 
shell of the particles. It is a staining method that we previously applied for the imaging of 
silica monolith morphology [50] and sincere fined for pretreatment time and concentration. 
We therefore discuss it only briefly. Fig. 2.1 gives an overview of the column packing’s 
chemical surface modification. A succinimidyl ester of dye V450 was synthesized with 
75% yield starting from 3-carboxy-6-chloro-7-hydroxycoumarin as described by Abrams 
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et al. [55]. The bare-silica surface of the packed capillary was amine-modified for covalent 
binding of the V450-succinimidyl ester following a method outlined by El Kadib et al. 
[56]. For this purpose, the solvent in the capillary was changed back to methanol before 
100 µL of 3-aminopropyltriethoxysilane solution (0.1 M in ethanol) were pumped through 
the column at 0.25 µL/min and 70 °C resulting in an amine-modification of the column. 
Cleaning with ethanol and subsequent treatment with 100 µL of V450-succinimidyl ester 
solution (0.1 mg in 1 mL of DMF at 0.1 µL/min) binds V450 to the amine sites in the col-
umn. A purging step with DMSO/water 81/19 (v/v), to eliminate excess dye and prepare 
the column for the CLSM measurements, completed the column preparation procedure. 
 
 
 
 
Figure 2.1:  Chemical modification of the silica surfaces for CLSM. Starting from 3-carboxy-6-chloro-7-
hydroxycoumarin (1), the succinimidyl ester of dye V450 (2) was synthesized as described by 
Abrams et al. [55] with 75% yield. Amine-modification of the particles’ surface (3) was carried 
out with 3-aminopropyltriethoxysilane (4) according to El Kadib et al. [56]. Reaction of the 
amine-modified surface (5) with V450-succinimidyl ester (2) resulted in covalent attachment of 
the dye to the particles (6). 
 
 
2.2.3 Image Acquisition. Images were acquired on a TCS SP5 II confocal microscopy 
system equipped with a HCX PL APO 63×/1.3 GLYC CORR CS (21°) glycerol immersion 
objective lens from Leica Microsystems (Wetzlar, Germany) by focusing into a capillary 
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segment where the polyimide coating was removed with a drop of warm sulfuric acid. The 
column itself was filled with glycerol/DMSO/water 70/19/11 (v/v) and fixed on a micro-
scope slide within an embedding pool of the same solvent mixture before the measure-
ments. For optimal refractive index (n) matching (cf. Fig. 2.2B) this solvent mixture was 
further calibrated with an AR200 digital refractometer (Reichert Analytical Instruments, 
Depew, NY, USA) to match the refractive index of the fused-silica capillary wall 
(nD = 1.4582 [57]). The glycerol/DMSO/water mixture was also used as an immersion me-
dium for the microscopic lens. A “type 0” coverslip (Gerhard Menzel GmbH, 
Braunschweig, Germany) was selected to separate embedding and immersion liquid and to 
minimize spherical aberrations. The resulting experimental setup is delineated in Fig. 2.2A. 
Excitation of V450 was realized with a 405 nm diode laser. Fluorescence emission was 
detected in the interval 440–455 nm. Planar views in xy-dimensions, as defined by 
Fig. 2.3, were realized at a scan rate of 100Hz. The pinhole of the microscope was set to 
0.5 AU, and 125 8-bit grayscale images of 4096 × 2048 pixels were recorded at 126 nm 
spacing in z-dimension. Using a digital zoom of 2.0 this resulted in a pixel size of 30 nm 
and a captured volume of 123 µm × 61 µm × 16 µm. The covered region within the packed 
capillary is highlighted in Fig. 2.3. 
 
2.2.4 Image Processing. Bleaching of the fluorescent dye is an inherent feature of laser 
microscopy. It was corrected by fitting a first-order exponential decay to the acquired im-
age stack’s intensity distribution along the dimension of the optical axis (z-dimension). 
Subsequently, Huygens maximum likelihood iterative deconvolution (Scientific Volume 
Imaging, Hilversum, The Netherlands) was applied for image restoration. 
The general idea behind segmenting the image stack into a voxelized three-phase sys-
tem of solid cores, porous shells, and interparticle void space was to locate the particle 
centers via the Fourier transform of the 2D image stack and subsequently flood the stack 
from each particle center to the signal generated by its stained porous shell. The first deriv-
ative of this signal provides two maxima, which were defined as the core–shell and shell–
void interfaces. An overview of the applied steps is provided by Fig. 2.4. Their implemen-
tation was as follows. 
Background was subtracted from the deconvolved original image stack with a sliding 
paraboloid, and both a two-dimensional gradient image and a bandpass-filtered version of 
the stack were calculated using ImageJ for microscopy [60]. Subtracting the deconvolved 
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Figure 2.2:   
Sample preparation. (A) Light beam fo-
cus from microscope objective into the 
packed capillary displaying the refractive 
indices of the individual elements in the 
optical pathway. A glycerol/DMSO/water 
mixture of 70/19/11 (v/v/v) was used as 
immersion liquid, as embedding liquid, and 
for refractive index matching of the whole 
void space in the packing. (B) Chromatic 
dispersion curves were calculated using the 
Sellmeier equation. For the refractive index 
matching liquid an ideal mixture of glycer-
ol, DMSO, and water was assumed [58]. 
Remaining aberrations in the sample were 
considered to be a function of t, the co-
verslip thickness. Modeling of the system’s 
illumination point spread functions was 
performed using PSF Lab [59]. The axial 
FWHM (along the optical axis) is very sen-
sitive to spherical aberrations. Numerical 
solutions for the axial FWHM of the sam-
ple setup (A) are presented in (C). An NA 
of 1.3, a wavelength of 405 nm, and a focal 
length of 310 µm were assumed. Results 
suggest to use a coverslip with t = 108 µm 
for balancing remaining spherical aberra-
tions from the coverslip, immersion medi-
um, and sample. Tuning the correction col-
lar of the objective allowed to use a “type 
0” coverslip and compensate for minor de-
viations in t. 
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Figure 2.3:  Illustration of the volume from the cylindrical column packing covered during imaging (green). 
The packing of the Kinetex bare-silica particles is represented by the gray cylinder.  
 
 
original image-stack from the bandpass-filtered version locates intensity at the particle cen-
ters. Thus, the position of each particle can be calculated from the centroids of the resulting  
clusters which was done, along with the further processing steps, using in-house software 
written with Visual Studio C# 2008 (Microsoft Corporation, Redmond, WA, USA). 
Using an overlay of the bandpass (Fig. 2.4B) and the original (Fig. 2.4A) the image 
stack was screened manually for obvious errors in the particle detection, which were most-
ly circular pores identified as particles, leaving 7307 “true” particle centers. The core–shell 
and shell–void interfaces in the xy-plane around the particle center were then defined as 
the first and second maximum of the linear intensity profiles from the respective particle 
center to the surface of a virtual, enclosing circle in the gradient image, resulting in a tem-
porary core and particle diameter. Assuming good sphericity of the particles the three-
dimensional interfaces of the particle’s core and shell were finally detected by extrapola-
tion of the temporary spherical diameter to neighboring slices and shifting the particle bor-
der to the brightest pixel of the gradient image in close vicinity. 
Only spherical particles with captured particle center are accurately reconstructed. 
Thus, two nonspherical pieces of silica material contained in the image stack were seg-
mented manually. Additionally, the image stack was cropped by 1.5 µm in the dimensions
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Figure 2.4:  Flow chart of the reconstruction. The result of a background subtraction from the deconvolved 
image stack (A) is used to locate the centers of the recorded particles by bandpass filtering (B) 
and to calculate the first derivative, respectively, the edge image (C). Particle location and edge 
image are then combined to determine the spherical particle–void and core–shell interfaces. The 
final segmentation (D) results in four phases: solid particle core (white), porous shell (gray), 
interparticle void (black), and column wall (dark gray). A zoomed view on the subsequent pack-
ing reconstruction steps, as designated in (A), is displayed in the lower section of the figure.
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where the bed continues, i.e., along y- and z-dimension (cf. Fig. 2.3). As 1.5 µm is larger 
than the average particle radius, no particles are ignored in the reconstruction. Thus, we 
obtained a reconstructed column volume of 103 µm × 58 µm × 13 µm, enclosing 5213 
complete particles (Fig. 2.5). 
 
 
 
 
Figure 2.5:  Volume rendering of the reconstructed 103 µm × 58 µm × 13 µm column volume. The recon-
struction covers 5213 core–shell particles. Solid cores are displayed in gray and porous shells in 
yellow. Column walls are indicated by a black shadow. 
 
 
2.2.5 Image Analysis. Statistical analysis of the reconstructed packing was also carried 
out with software written in-house. The segmentation algorithm already assigns voxels to 
particle centers. The calculation of the shell thickness as well as the core and particle di-
ameters was thus performed by the calculation of sphere diameters corresponding to the 
voxelized volume covered by each particle and, respectively, its core or shell. As will be 
shown below, no particles of 2.0 µm diameter or smaller were contained in the particle size 
distribution. Therefore, particle centers closer than 2.0 µm could safely be merged into a 
multi-core particle. 
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The nonporous and consequently unstained and transparent column wall was defined in 
each slice to begin in the first and the last column in y-direction that touches a shell pixel 
in the upper and lower part of the image. Cavities in the packing were visualized by 
thresholding the Euclidean distance transform of the identified void space and drawing 
spheres with the radius of the Euclidean distance transform value around remaining non-
zero voxels. Porosity profiles were realized by binning pixel columns according to their 
minimal distance from the column wall and calculating the ratio between the amount of 
pixels assigned to a particle and the total amount of pixels in this bin. 
For the calculation of a chord length distribution points were randomly selected from 
the void area of the reconstruction. Due to the rotational symmetry of the column the x- 
and z-dimension are identical (cf. Fig. 2.3). Thus, from each point, vectors were projected 
in 32 angularly equispaced directions within the corresponding (higher resolving) xy-
plane, until they either hit a particle shell, the column wall, or projected out of the image 
boundaries. The latter vectors were discarded. A chord length was then calculated as the 
sum of the absolute lengths of an opposed pair of vectors. Statistics for the chord lengths 
were collected from 4 × 10
5
 chords randomly distributed over the image stack. 
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2.3. Results and Discussion 
 
2.3.1 Accuracy of the Reconstruction. Using laser light as a high-energy light source, 
confocal microscopes are able to provide an almost diffraction-limited resolution, while 
maintaining sufficient energy density at the focal point [61]. Their resolution is typically 
defined as the full width at half maximum (FWHM) of the system’s optical transfer func-
tion or, respectively, point spread function (PSF) in the case of a point-like object. The 
system PSF is a convolution of the illumination PSF, modeled in Fig. 2.2C, and the PSF 
resulting from the detection light path. Necessarily, the system PSF’s FWHM is smaller 
than or equal to the FWHM of the illumination PSF. Wilhelm et al. [61] provide simple 
equations to estimate the FWHM of an ideal confocal microscope. It is assumed that illu-
mination and detection PSF are identical, which is only strictly true for the diffraction-
limited case of an infinitely small pinhole diameter. The FWHM in the optical plane 
(FWHMlateral) and along the optical axis (FWHMaxial) are then estimated by 
 
 
 
(Eq. 2.1) 
  
 
(Eq. 2.2) 
  
 
(Eq. 2.3) 
 
 
with a = 0.37 and b = 0.64; λ denotes wavelength, and NA is the numerical aperture of the 
applied objective. 
For high-resolution images it is advisable to minimize the pinhole diameter, select a 
dye with a small Stokes shift and an excitation wavelength as small as realizable with the 
available equipment. To estimate the resolution of the system under consideration the finite 
size of the pinhole (0.5 AU) needs to be considered by increasing the factors a and b in 
Eqs. (2.2) and (2.3) to 0.44 and 0.76, respectively; NA = 1.3, and λexcitation equals 405 nm, 
whereas λemission is the emission maximum of the V450 dye at 448 nm. The HCX PL APO 
63×/1.3 GLYC CORR CS (21°) is designed to work with glycerol/water mixtures of a re-
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fractive index of 1.451 at the mercury e-line (ne). Assuming a dispersion to 1.457 at a mean 
wavelength of 424 nm, the above wave-optical estimate of the FWHM yields 0.14 µm in 
the optical plane and 0.40 µm along the optical axis. Practically, the axial FWHM can be 
determined with a standard mirror test at 488 nm to characterize the quality of the applied 
objective [62]. For the utilized confocal system the axial FWHM was measured at 0.36 µm 
with this test. 
The Kinetex particles examined exemplarily in this study have a nominal particle di-
ameter of 2.6 µm. On the basis of the small ratio of particle diameter and assumed optical 
resolution power of the microscope system, the elimination of all residual aberrations orig-
inating from the sample setup will be of utmost importance for a reliable reconstruction of 
the packing, since spherical aberrations are the major source of deviation from ideal behav-
ior and signal degeneration in optical microscopy. We therefore extend our previous dis-
cussion on sample preparation [50] by additionally considering the dispersive behavior of 
the matching liquids. 
To design a sample setup with minimized spherical aberrations it is necessary to elimi-
nate the capillary wall to function as a lens and avoid refractive index mismatch between 
sample and embedding medium. Fortunately, this is unproblematic for silica-based 
packings since refractive indices of capillary wall and packing medium are almost identi-
cal. They can be matched with a solvent of nD = 1.458 that mimics the dispersive behavior 
of fused silica (cf. Fig. 2.2B).This will leave a slight mismatch with respect to the applied 
objective which works optimal for a refractive index of ne =1.451 (cf. Fig. 2.2A). As a con-
sequence, aberrations increase with sampling depth unless the immersion medium for the 
lens is also replaced by a medium with nD = 1.458. In that case, aberrations due to the re-
fractive index mismatch are constant and independent from sampling depth. Since glycerol 
objectives are designed to be used with coverslips of nD = 1.523 an aberration correction 
for a 170 µm coverslip is incorporated into the lens system. Thus, it is possible to consider 
the resulting PSF of the system to be a function of the cov-erslip thickness t (illustrated in 
Fig. 2.2A) which describes a minimum when the aberrations introduced by matching liq-
uids and coverslip are equivalent to a t = 170 µm coverslip. 
Numerical solutions for the system PSF help to identify suitable values for t. We used 
“PSF Lab” [59] to calculate the axial FWHM in dependence from t for illumination PSFs 
considering a focal length of 310 µm (280 µm of free working distance + 30 µm lens 
guard). The refractive indices of the matching liquid and the fused-silica wall at 405 nm 
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were assumed to be 1.470, whereas coverslip and objective were expected to disperse to 
n = 1.534 and 1.458, respectively. Fig. 2.2C presents the results of these calculations and 
illustrates that measurements with a coverslip of about t = 108 µm instead of a 170 µm 
coverslip are, in principle, free of aberrations. A practical implementation of these results 
is to select a “type 0” coverslip and fine-tune the correction collar of the objective accord-
ingly. This will yield optimally resolved images from any part of the capillary. 
Knowing the system PSF also enables the application of deconvolution techniques to 
the recorded image data. Schrader et al. [63] suggested that improvements in resolution by 
a factor of two to four can be achieved depending on the accuracy of the determined PSF. 
Still, the accurate reconstruction and extraction of quantitative morphological data require 
the determination of the particles centers and blurred particle–void interface. The former 
can be achieved with high confidence by looking at the 2D-Fourier trans- form of the im-
ages. In the Fourier transform of an image all features are characterized by sets of frequen-
cies. The highest frequencies describe the object boundaries, whereas the lowest frequen-
cies resemble slow intensity variations in the image background. Particles for HPLC are 
optimized for a narrow size distribution and good sphericity. The frequencies that charac-
terize their individual size and their intensity distribution are thus located in a narrow band, 
whereas information on the particles positions is contained in higher frequency domains. 
The application of a highpass filter with a cut-off frequency below the first harmonic of the 
size-characterizing frequencies or an optimized bandpass filter results in spots of maximal 
intensity at the particles centers in the inverse transformed image, which are dark spots in 
the original image. Therefore, the subtraction of the original image leaves a set of pixel-
clusters whose geometrical centers define a list of all particle centers in the image. Merged 
particles of two or more cores are not problematic since they are typically detected by mul-
tiple particle centers close together. A manual examination of the output is still required 
because, e.g., circular pores of comparable size will also be detected as a particle. 
The knowledge of the particle centers significantly reduces the amount of calculations 
required to estimate the core–shell and shell–void interfaces. Though the optical transfer 
function of a complex object differs from the theoretical PSF of a confocal microscope, 
surfaces found in the image are still readily described by a three-dimensional Airy pattern 
which is the typical shape of a PSF in confocal microscopy (Fig. 2.6A). The location of the 
exact interface of the object itself is unknown, resulting in an increased relative error in 
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Figure 2.6:  Deconvolved intensity signal along a core–shell particle (A) and its first derivative (B). The dye 
only reacts with the accessible silica surface, which is the porous shell, whereas the particle 
core remains dark resulting in a ring-like signal (A). However, the signal is not binary, but its 
intensity changes gradually. The intensity decay at the materials surface is described by an Airy 
function which is exemplarily displayed for a core–shell interface (purple). Since the ratio of 
the shell thickness to the resolution is small, the complete signal of a shell can be approximated 
by a Gaussian distribution (blue), or as a superposition of two Gaussian distribution functions 
when another particle is touched (orange). The intensity gradient becomes maximal close to the 
edges of the shell. Thus (B), which is the first derivative of (A), displays two maxima. Segmen-
tation is performed at these maxima of the gradient image allocating voxels to a specific parti-
cle’s core or shell (B). 
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final quantifications for objects that are merely resolved. Thus, placement of the object’s 
interface to generate a quantifiable image with defined regions that are segmented into 
different features is crucial and heavily depends on the applied segmentation algorithm. 
However, in the case of particles additional information, like sphericity and approximate 
particle size, can be used to overcome the limiting depth resolution. Segmentation in the 
plane around the already known particle center has the highest accuracy, not only because 
of the better lateral microscopic resolution, but also because the particle diameter is maxi-
mal and least stray light from adjacent particles is guaranteed. 
With 0.35 µm the nominal thickness of the particle shell itself is only two to three 
times the lateral resolution. As a consequence, the recorded intensity signal contains a sin-
gle maximum and is well approximated by a Gaussian distribution (see Fig. 2.6A). The 
maximum of this distribution may already vary for a single particle, but segmentation 
based on the signal’s maximum gradient can provide reproducible results. We decided to 
calculate the first derivative of each optical slice and draw a set of linear intensity profiles 
from the center of each particle to the surface of a virtually surrounding circle. In this way, 
each profile is recorded orthogonal to the particle surface so that any directional bias is 
eliminated from the calculations. Every pixel from the origin to the first maximum is iden-
tified as belonging to the core and given a label with respect to the corresponding particle 
center. Pixels from the first to the second maximum are assigned to the particle’s shell. In 
the worst case, two particles of differing signal intensity touch and the interface between 
these particles will be shifted towards the brighter particle. Still, the difference to modeling 
each distribution function is only a few nanometers and does not effect the overall recon-
struction or arithmetic mean of the shell thickness (Fig. 2.6). Finding the three-dimensional 
surface of the particle is the more error-prone task. From the segmented central particle 
plane we calculate a provisional core and particle diameter. We then assume the particle to 
be approximately spherical and extrapolate the surface to the other recorded layers. Imper-
fections of the particle are taken into account by shifting the assumed surface to the nearest 
gradient maximum which results in a three-dimensional reconstruction of the rugged parti-
cle surface (Fig. 2.5). 
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2.3.2 Morphological Analysis. 
2.3.2.1 Size Distribution Functions. To verify the reliability of the reconstruction sev-
eral morphological measures can be derived. Before, voxels were already labeled as being 
part of a certain particle. Calculating sphere diameters based on the volume covered by the 
respective voxels is thus straightforward. The scanned volume contained more than 7000 
particles. 5213 of them were reconstructed as a whole and could therefore be used to de-
termine a volume-weighted particle size distribution (PSD). Coulter counter-derived PSDs 
are typically based on the order of 10
4
 particles, whereas the more closely related image 
processing of scanning electron microscopy (SEM) images is often stopped after counting 
particles on the order of 10
2
, assuming a PSD representative for the bulk properties of the 
packing [64,65]. Still, SEM provides the highest precision and is considered to be the ref-
erence. With 10
3
 particles counted, the CLSM reconstruction is well situated between these 
two methods. We found a mean particle diameter of 2.6 µm for the Kinetex particles, in 
agreement with the data from the manufacturer. The distribution displays a rela-tive stand-
ard deviation of 3.5%. This is narrower compared with the data we obtained from SEM 
(Fig. 2.7A), whereas the mean core diameter (1.8 µm) and shell thickness (0.4 µm) slightly 
deviate from the manufacturer data (1.9 µm core and 0.35 µm shell). Still, this deviation of 
about one pixel at each interface clearly excelled the agreement we expected to find. 
 
2.3.2.2 Column Porosity. With a value of 0.362 the interparticle porosity (εinter) of the 
reconstructed packing was found to be around the random-close packing limit of 
monosized spheres: Song et al. [66] have recently shown that random hard-sphere packings 
in three dimensions cannot exceed a bed density of  ρbed = 0.634 (εinter = 1− ρbed = 0.366). 
For clarity we note that PSDs allow to realize lower values of εinter than strictly monosized 
spheres [67], but this interesting topic – most relevant to HPLC column technology – has 
not yet been intensively studied theoretically or experimentally. The interparticle (or exter-
nal) porosity of the whole packed capillary is expressed by a value higher than the 0.362 
since the reconstruction is a section of the capillary (cf. Fig. 2.3) that emphasizes the col-
umn center. Still, an estimate of the packing’s external porosity after introduction of a 
weighting function that considers the cylindrical column shape increases the previous value 
only slightly to εinter = 0.365. 
Schure and Maier [22] have demonstrated by numerical simulation studies of flow and 
transport in computer-generated sphere packings that sphere removal from the packings 
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Figure 2.7:  (A) Histograms of volume-based size distributions for the 2.6 µm Kinetex core–shell particles 
derived from a CLSM reconstruction of 5213 completely imaged particles, and comparison with 
a particle size distribution determined from scanning electron microscopy images. (B) Analysis 
of packing gaps with a minimum of 2 µm diameter in the underlying reconstruction (gray). The 
green volumes represent void spaces inaccessible by particles contained in the particle size dis-
tribution. Yellow volumes are defective positions accessible by 5% of the particles, whereas the 
red volumes can be accessed by at least 95% of the particles. 
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(to intentionally create defects) results in preferential flow paths and introduces new time 
and length scales for solute dispersion. These inhomogeneities were found to decrease 
strongly the chromatographic separation efficiency. In comparison to the number and qual-
ity of defects evaluated in that principal study [22], the particles analyzed in our recon-
struction packed extremely dense and well, with only minor defects. In total, only four 
pores were found in the reconstruction that were large enough to be filled by a particle tak-
en from the determined PSD. This is equivalent to a particle removal of less than 0.1% 
from a perfect packing. The smallest amount of particles removed in the study of defective 
packings by Schure and Maier [22] was 0.4%. However, the location of the gaps in our 
reconstructed packing cannot be considered as random. Three of the gaps were directly 
located at the column wall (Fig. 2.7B), a region of particular interest when analyzing the 
column cross-sectional heterogeneity of packing microstructure in confined packings and 
the origins of hydrodynamic dispersion, as we discuss further below. 
In HPLC practice wehave accepted to “jam-pack” columns using a slurry-packing pro-
cess that experience has told us to be most appropriate in terms of the traditionally meas-
ured (post-column) separation efficiency [6–8]. The packing process is complex and in-
volves several, often strongly interrelated, parameters, among them the physicochemical 
properties of the stationary-phase particles (including PSD, mechanical strength, surface 
roughness, chemical surface modifications), interparticle forces (electrostatic, van der 
Waals), slurry preparation (concentration, slurry liquid, ionic strength), the application of 
pressure and ultrasound, as well as the coupled stress–strain-flow behavior [68]. Due to the 
difficulty in probing the packing microstructure systematically as a function of all relevant 
process parameters, column packing and consolidation are largely treated 
phenomenologically and considered an art rather than a science. 
Confined cylindrical packings of spherical particles consist of an ordered wall region, 
with high porosity fluctuations over a distance of 4–5 dp from the wall, and a random, 
densely packed core region [20,25,40,69,70]. These porosity oscillations result from the 
inability of the hard particles to form a close packing against the hard surface of the cylin-
drical column as particles can touch, but not penetrate the wall. The first particle layer of 
the bed in contact with the wall is not only highly ordered, but differs from subsequent 
layers, because the interstitial space between the wall and the first layer cannot be partially 
occupied by other particles. Subsequent particle layers towards the column center do not 
retain this level of order and the degree of randomness increases with the distance from the 
wall. This wall effect is a purely geometrical effect existing in immediate vicinity of the 
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column wall and is distinct from a second and more extended wall effect caused by friction 
between the particles of the bed and the column wall [71–73]. The latter effect is tradition-
ally discussed in HPLC in connection with relatively large column-to-particle diameter 
ratios. Here, the packing density near the wall is higher than in the core region. The effect 
is related to the relatively high compressibility of pulverulent materials and the complex 
distribution of axial and radial stress during the compression of the bed. The extent of this 
wall effect strongly depends on packing procedure, column-to-particle diameter ratio, and 
operational conditions. 
The geometrical wall effect was envisioned early in the chromatographic literature [74] 
and later carefully studied by Jorgenson and co-workers with packed capillaries [75–77]. 
For example, Kennedy and Jorgenson [75] and subsequently Hsieh and Jorgenson [76] 
have demonstrated that the performance of fused-silica capillaries packed with 5 µm parti-
cles improves significantly with decreasing capillary inner diameter between 12 and 
50 µm. At these low column-to-particle diameter ratios the core region ultimately disap-
pears and the packing structure is dominated by the wall region, i.e., the packing structure 
becomes effectively more ordered and homogeneous over the whole cross-section. The 
effects of the geometrical wall effect at increasing column-to-particle diameter ratio on 
hydrodynamic dispersion and chromatographic band broadening (compared with bulk 
packings which mimic infinitely wide, randomly packed beds “without walls”) are striking 
and have been quantified by extensive numerical simulation studies [20,25]. 
A plot of the interparticle (or external) porosity against the distance from the capillary 
inner surface also revealed these fluctuations characteristic of the geometrical wall effect in 
our reconstructed packed-bed segment (Fig. 2.8A, “external porosity”). Notably, these 
near-wall oscillations, over a distance of about 4 dp from the wall, remain mostly above the 
mean external porosity (0.362). Within these regions, the porosity fluctuations seem to be 
damped by the presence of gaps in the packing (cf. Fig. 2.7B). When we add the shell vol-
ume of the particles to the interstitial void space, a porosity profile is obtained for a hypo-
thetical packing with only the particles’ solid cores (Fig. 2.8A, “particle cores only”). This 
increases the mean porosity (void space between the solid cores) to a fictitious value of 
0.783. Thereby, however, the relative influence of gaps in the packing is reduced and more 
symmetrical oscillations (around that mean porosity of 0.783), characterizing a geometrical 
wall effect, become visible (Fig. 2.8A). 
In general, locally increased oscillations in the porosity profile suggest deviations from 
random packing behavior towards a more crystal-like structure as seen, for example, in the
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Figure 2.8:  (A) Radial porosity profiles of the reconstructed core–shell packing plotted for the interparticle 
or external porosity (black line) and the hypothetical loose packing of the particles’ cores only, 
i.e., without their shell (red line). (B) Lowpass of the external porosity illustrating the second 
wall effect, beyond the geometrical wall effect in direct vicinity of the column wall, most prob-
ably related to friction during column packing. The mean porosity is represented by the dashed 
line (at 0.362). 
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direct vicinity of the column wall. Similarly, parts of the porosity profile of our reconstruc-
tion that are shaped like beat frequencies suggest the presence of increased order 
(Fig. 2.8A), in this case, e.g., due to some agglomerated particles which were not dispersed 
during the slurry preparation and therefore could transfer this higher order into the final 
bed structure. Though these porosity fluctuations appear to be insignificant, their presence 
denotes variations in packing disorder on the scale of several particles, which inevitably 
increases time and length scales of dispersion in the bulk packing and generally will ad-
versely affect separation efficiency. 
In addition to the variation of packing density and disorder in the direct vicinity of the 
column wall and in the identified bulk regions (Fig. 2.8A), another origin of systematic 
radial heterogeneity in the external porosity profile of the reconstruction becomes evident 
by taking a look at its lowpass: Fig. 2.8B provides physical evidence for the earlier-
mentioned second wall effect caused by the high radial stress applied by the bed to the wall 
as a consequence of friction between particles during the slurry-packing process. Because 
of these frictional forces, of the resulting radial stress that forces the particles against the 
wall and of the friction between the bed and the wall [71], a higher packing density is es-
tablished in the wall region. Consequently, the bed permeability is higher in the central 
region than near the wall and a heterogeneous radial flow velocity distribution will devel-
op.
For the reconstructed capillary packing (Fig. 2.8B), the external porosity profile exhib-
its a minimal porosity at a distance of 4–5 dp from the wall and gradually increases, almost 
symmetrically, from both sides up to a distance of 10.5 dp from the wall, until the dashed 
line representing the mean external porosity (0.362) is crossed for a second time and bulk 
packing properties seem to be approached. We are not aware of any systematic study of 
this wall effect in columns with a column-to-particle diameter ratio that is characteristic for 
capillary type stationary phases. Thus, a comparison can only be made with results pub-
lished for analytical and larger bore columns where already the packing process varies 
markedly. Therefore, this comparison should be made with care and only aim at resolving 
similar physical origins of wall effects in packed beds, not their magnitudes and spatial 
dimensions. For example, using optical on-column visualization Shalliker et al. [72] ana-
lyzed wall effects by tracking the migration of sample bands through a 17 mm i.d. glass 
column packed with 21 µm particles. Their results demonstrated that two wall effects take 
place in chromatographic columns. The first is purely geometrical, the second is related to 
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friction, as explained. Our results well confirm their conclusions by a direct physical re-
construction of the chromatographic bed for a 100 µm i.d. capillary column packed with 
2.6 µm particles, resulting in a column-to-particle diameter ratio of ~40: a relatively ho-
mogenous core region of roughly 19 dp is surrounded by heterogeneous wall regions of 
21 dp including both wall effects (Fig. 2.8B). 
The porosity profile in Fig. 2.8B implies that in a narrow (~2 dp wide) region next to 
the column wall the mobile phase velocity is higher than its average in the whole packing, 
as a consequence of the geometrical wall effect, and that in a directly neighbored, but wid-
er region (~7 dp) towards the center of the column the mobile phase velocity is lower, most 
likely due to the packing process-specific second wall effect related to friction. Further 
analysis requires confirmation of these results, but already promises great potential in the 
comparative study of packing conditions, particle properties, and column-to-particle di-
ameter ratios, particularly in view of characterizing and minimizing the packing process-
specific heterogeneities in the final bed structure. 
 
2.3.2.3 Chord Length Distributions. Giddings [1] has divided local velocity heteroge-
neities in a packed bed that contribute to eddy dispersion into the following categories.  
(1) The transchannel contribution arises from the lateral distribution of velocities inside 
each individual channel between particles. It resembles the Hagen–Poiseuille flow profile 
in a cylinder, though channels in a packed bed have a more complicated geometry and flow 
velocity distribution [78].  
(2) The short-range interchannel contribution is due to the existence of small groups of 
tightly packed particles between which more loosely packed regions are found. As demon-
strated recently, and consistent with Giddings’ analysis, it reflects local disorder on the 
scale of 1–2 dp [25,27].  
(3) Fluctuations of local packing density cause this pattern of tightly packed groups of 
particles interspersed by loosely packed regions to be erratic, which results in the long-
range interchannel contribution.  
(4) The existence of systematic variations of the mobile phase velocity between differ-
ent regions of the column, i.e., in the core and the wall regions, is responsible for the 
transcolumn contribution.  
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A fifth contribution mentioned by Giddings as a source of velocity bias is the 
transparticle contribution in beds of porous particles. This effect should not be taken into 
account as an eddy dispersion term, however, as it is actually the strict equivalent of the 
pore diffusion mechanism [12]. The intraparticle fluid velocity is zero, as only transfer by 
diffusion allows the solute molecules to penetrate or leave the particles [79]. Since the in-
trinsic flow pattern behind eddy dispersion is a direct result of the pore space morphology, 
image analysis of reconstructed packings can be used to derive measures that correlate with 
individual dispersion contributions. 
For example, the transcolumn velocity bias in a packed bed can be traced back to the 
porosity profile described in Fig. 48. Short-range and long-range interchannel contributions 
are related to much smaller length scales so that a description by a global parameter like 
the porosity is difficult. We therefore adopt a more fundamental view on these contribu-
tions than just fluctuations in the packing density. Image analysis provides various 
measures of local density whereof Voronoi volume distributions (VVDs) have been used 
effectively to capture the heterogeneity of granular packings [80,81] and derive disorder-
dispersion correlations for the first time [27]. Aste and Di Matteo [80] used a two-
parameter (k-gamma) function for a mathematical description of these distributions. We 
found that chord length distributions (CLDs) created in the interstitial void space of chro-
matographic beds (monoliths and sphere packings) allow to fit a similar function. These 
CLDs can be understood as a measure of local density of the void space where eddy dis-
persion takes place. The VVDs of monodisperse sphere packings also sensitively depend 
on their local disorder [27,81]. Therefore, both kinds of distributions (CLDs and VVDs) 
provide a direct connection to the heterogeneities of packed beds that are responsible for 
the intrinsic velocity biases and resulting eddy dispersion. Whereas the VVDs require 
strictly defined centers for the tessellation (e.g., sphere centers), the CLDs offer increased 
versatility. They can be determined for any porous medium without requiring further input 
parameters [50,82]. 
Thus, the comparison of particulate and monolithic materials becomes straightforward. 
To conclude our discussion and draw an analogy to our previous work on monoliths [50], a 
CLD for the pore space of the reconstructed packed bed of the Kinetex particles is provid-
ed in Fig. 2.9. As we adopt the k-gamma description to CLDs, the minimal chord length 
will always be zero. It follows that 
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(Eq. 2.4) 
 
where lc denotes chord length, µc is the mean chord length as a first-moment parameter of 
location, and k is a second-moment parameter defining the dispersion of the distribution 
function. For CLDs, k is defined by the mean and the standard deviation σ as 
 
 
 
(Eq. 2.5) 
 
 
 
 
Figure 2.9:  Normalized histogram representation of the 4 × 10
5
 measured chords calculated in the void 
space of the reconstructed packing and fitted k-gamma distribution (solid line) (Eq. 2.4). The 
mean chord length (µc), dispersion coefficient (k), and coefficient of determination (R²) are pro-
vided in the legend. 
 
 
Schenker et al. [82] showed that the k-value of the VVDs they calculated for particle 
packings generated by Brownian dynamics simulations is a sensitive scalar measure for 
structural changes and the degree of heterogeneity; the lower k, the more heterogeneous the 
structure. Fig. 2.9 illustrates the good fit of the distribution function (Eq. 2.4), and provides 
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basic statistical parameters. These may be interpreted in terms of Gidding’s eddy disper-
sion analysis: Chord lengths are a one-dimensional measure in space. Thus, µc is a measure 
of pore size and provides a connection to the transchannel dispersion in a packed bed, 
whereas the degree of heterogeneity of a packing, described by the normalized second-
moment parameter k, effectively leads us to the short-range interchannel dispersion. 
Thus, the distribution function provides a parameter of location µc and a parameter of 
dispersion k which were 2.1 µm and 2.0, respectively, for the reconstructed core–shell 
packing (Fig. 2.9). These parameters are expected to correlate with the transchannel and 
short-range interchannel dispersion, respectively, since in particulate materials the CLDs 
are nothing but an alternative statistic for the VVDs (which were already shown to corre-
late strongly with the resulting eddy dispersion [27]). Similarly, CLDs can be calculated 
and characterized by a k-gamma distribution for the reconstructed macropore space of sili-
ca monoliths. The mean macropore of a Chromolith capillary monolith is roughly twice the 
macropore size of the reconstructed Kinetex packing presented in this study, whereas k 
shows about the same value [50,83]. Thus, a hypothetical packing of 5.2 µm particles, self-
similar to our reconstruction, is expected to show a comparable behavior with respect to 
dispersion on the transchannel and short-range interchannel scales as the silica monolith. 
 
 
2.4 Conclusions 
Imaging and reconstruction of modern chromatographic packings and supports in capil-
lary format by light microscopy is possible if spherical aberrations are eliminated from the 
sample setup. This has been demonstrated for monoliths [50–52] as well as packings of 
sub-3 µm core–shell particles in the present work, and we are currently extending this ap-
proach to sub-2 µm particles. The localization of the particles can be performed at a confi-
dence higher than the achievable resolution and should enable very systematic statistical 
studies on packing morphology and heterogeneity depending on packing process parame-
ters (slurry preparation, application of pressure and ultrasound) and particle properties (size 
distribution, shape, and surface roughness). Statistics derived from the reconstruction con-
firm and visualize the effects which are known to exist in analytical columns of much 
higher column-to-particle diameter ratio. For example, both the geometrical and a probably 
friction-based second wall effect were identified in the porosity profile of the reconstruc-
tion. 
Chapter 2 - Physical Reconstruction of Packed Beds and their Morphological Analysis 
 
 69 
Whereas the influence of transcolumn velocity gradients of various origins on the sepa-
ration efficiency in HPLC is well known, the precise nature of how the microstructure of a 
packed bed (or monolith) and the geometry of the confinement affect the flow heterogenei-
ty, transverse equilibration as well as the macroscopically resulting longitudinal dispersion, 
is still largely unresolved. The presented approach promises improvements in our under-
standing and optimization of chromatographic supports. It also provides a well-defined 
basis for comparisons between particulate and monolithic supports by means of the statisti-
cal measures derived from their reconstructions. For example, CLDs were calculated for 
the reconstructed packing as a descriptor of local density of the interparticle macropore 
space, and it was shown that they can be characterized by a simplified k-gamma distribu-
tion. 
Finally, the reconstructed packings provide a valuable experimental benchmark for 
studies of structure–transport relationships in chromatographic media: they enable the 
evaluation of different algorithms for computer-generated packings for their ability to pro-
vide realistic model packings, but also serve as true packing microstructures for simula-
tions of hydrodynamic flow and mass transport. These direct simulations in the physically 
reconstructed morphologies will quantify time and length scales of dispersion associated 
with a particular packing protocol and particle type, a potential that was analogously 
demonstrated already for silica monoliths and their fabrication process [51,52]. 
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Abstract 
We report an experimental study on the structural (especially radial) heterogeneity of 
eleven 100 µm i.d. capillary tetramethoxysilane–methyltrimethoxysilane hybrid silica 
monoliths with different pore and skeleton sizes, which were imaged by an optimized con-
focal laser scanning microscopy method. This method allows the optical sectioning of the 
monoliths, which is a prerequisite for quantitative morphological image analysis. Both ra-
dial porosity profiles and chord length distributions were calculated in the macropore do-
main for each column from at least 100 complete cross-sectional views along the column 
axis. The statistical approach visualized radial heterogeneities on different length scales in 
the monolithic structures. Chord length distributions followed a simplified k-gamma func-
tion, and a structural parameter obtained from this function is introduced to provide a sca-
lar measure of column heterogeneity. It enables the comparison of monoliths with different 
pore sizes and helps to establish correlations between the microscopic properties of a col-
umn, eddy dispersion, and its separation efficiency. 
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3.1 Introduction 
Monolithic stationary phases were developed and introduced in HPLC as an alternative 
to particulate fixed-beds for potentially faster and more efficient separations [1–4]. In the 
hierarchically structured pore space of monoliths the macropores enable convective 
transport, whereas the mesoporous (and often also microporous) skeletons provide a large 
surface area accessible by diffusion. The morphology of many organic polymer monoliths 
resembles that of microglobular aggregates [5–7], typically with a broad pore size distribu-
tion, whereas silica monoliths show a more fractal morphology, with discrete sets of 
intraskeleton mesopores and interskeleton macropores [8]. The synthesis of silica mono-
liths for chromatography, introduced by Nakanishi and co-workers [9–14], allows modify-
ing macropore size and skeleton thickness independently from another. The hierarchical 
pore morphology of silica monoliths results from their two-step preparation, i.e., a sol–gel 
mechanism overlapped with a spinodal phase transition as the first step (determining the 
domain size and macropore diameter), followed by a solvent exchange, which leaches out 
the silica skeleton to create the intraskeleton mesopore space. 
Although the following characteristics can be modulated by the preparation protocols, 
typical silica monoliths have shown to offer high sample capacity per unit adsorbent vol-
ume [15,16], a permeability comparable to that of columns packed with 11 µm particles 
[16,17], and an efficiency equivalent to that of 2–3 µm particulate columns [18,19]. As a 
consequence, silica monoliths have a much lower separation impedance than either 5 or 
3.5 µm particulate packings [20]. When 5 µm particles were the standard material for ana-
lytical HPLC columns, the monolithic supports appeared as a breakthrough development. 
However, it was recognized early that structural features inherent to the fabrication process 
limit the efficiency of silica monoliths. These structural features concern [1]  
(i) the large size distribution, random spatial distribution, and variable geometry of the 
interskeleton macropores;  
(ii) the size of the throughpores (N.B. The recent trend towards finer, particularly sub-
2 µm, particles [21] realizes a smaller throughpore size at an essentially unchanged mor-
phology of the particulate bed, whereas a comparable decrease in the domain size of silica 
monoliths has not been achieved yet.); and  
(iii) the macroscopic radial heterogeneity of cylindrical monolithic columns. The for-
mation of gaps between monolith skeleton and column wall is supposed to result from the 
uneven character of the mechanical stress that is experienced by the monolith–wall inter-
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face during the sol–gel step of the synthesis when the silica skeleton shrinks back from the 
confining wall. This is a well-known problem, particularly for the rigid, but brittle silica 
monoliths prepared from pure tetramethoxysilane (TMOS) [1]. 
For particle-packed columns radial heterogeneities of different origin (depending on 
the particle characteristics, packing process, and column-to-particle diameter ratio) are 
well-known to contribute strongly to eddy dispersion through local fluctuations of the ex-
ternal porosity, permeability, and retention factors [22–28]. In the case of analytical [29] 
and semi-preparative [30] silica monolithic columns wall effects were shown to substan-
tially affect the average cross-sectional plate height, and they have also been documented 
for monoliths in capillary format [31]. Therefore, the key to improving the separation effi-
ciency of silica monoliths is a (primarily radially) more homogeneous macropore morphol-
ogy. To resolve this issue for monoliths from capillary to preparative column formats and 
in each case distinguish between the individual contributions to eddy dispersion, from the 
macropore level up to the column scale, experimental as well as advanced simulation ap-
proaches are required that allow us to study eddy dispersion within the real morphology 
and on the inherent time and length scales behind these contributions. 
We recently presented a fast, non-destructive, and quantitative confocal laser scanning 
microscopy (CLSM) method composed of column pretreatment, image acquisition, image 
processing, and statistical analysis of the image data to characterize the morphology of 
monoliths and particle-packed beds, exemplarily shown for a Chromolith CapRod column 
[32] and a 100 µm i.d. capillary packed with 2.6 µm Kinetex core–shell particles [33]. The 
method is generally applicable to silica-based particulate or monolithic columns in capil-
lary format and can be used to visualize stationary phase structure. The approach yields a 
multitude of longitudinal and cross-sectional images in a short time and allows the fast 
scanning along large segments of a capillary column for heterogeneities in macropore 
morphology. Individual contributions to eddy dispersion, e.g., due to wall effects, can thus 
quickly be identified, enabling the optimization of silica monolith preparation for more 
efficient HPLC columns. Statistical analysis of the CLSM images yielded quantifiable 
morphological information in the form of chord length distributions for the macropore 
space and the skeleton. The data are comparable to those obtained by TEM image analysis 
[34], but easier to access, and describe the monolith’s macropore morphology accurately 
and comprehensively, providing a clear advantage over estimates of the average domain 
size from SEM images. 
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This approach [32] has already been used to resolve hydrodynamic flow and transport 
in the reconstructed bulk macroporous domain of a 100 µm i.d. capillary silica monolith by 
direct numerical simulations on a supercomputing platform [35,36]. Excellent agreement 
was observed between experimental and simulated Darcy permeabilities. The flow field 
was analyzed in detail, including longitudinal and transverse velocity distributions, the 
occurrence of negative longitudinal velocities, as well as the beginning transition to the 
viscous-inertial flow regime [35]. Further, the pore scale (microscopic) insight provided by 
the simulations into the length scales on which eddy dispersion operates in the relatively 
homogeneous core region of the capillary silica monolith was complemented by conven-
tional column scale (macroscopic) chromatographic plate height analysis, providing a 
comparison that quantified the severe efficiency loss due to the (CLSM-visualized) wall 
gaps and the associated transcolumn contribution to eddy dispersion [36]. These findings 
demonstrated that the heterogeneity of the bulk macropore space is much smaller than cur-
rently believed, and that the excellent performance of the bulk silica monolith is obscured 
in chromatographic practice by a special wall effect related to irregular voids within a layer 
of up to ~15 µm thickness at the capillary wall. Elimination of discrete voids at the capil-
lary wall should therefore get priority in silica monolith preparation, as this measure prom-
ises much improved separation efficiencies [37]. 
In the current work, we use the CLSM-based approach [32] to investigate and compare 
the morphology of improved capillary hybrid silica monoliths [38]. For capillary silica 
monoliths with 100 µm i.d. and larger prepared from TMOS, serious wall defects (as a 
result of shrinkage during the sol–gel step of the synthesis) have been observed in SEM 
images [31]. Feeding methyltrimethoxysilane (MTMS) to the sol reduces the occurrence of 
such critical void regions and enabled the preparation of capillary hybrid silica monoliths 
of larger diameters [39,40] (see also pp. 109–110 in [1]). The incorporation of methyl 
groups into the silicate structure hinders the condensation of hydroxyl groups and therefore 
reduces the shrinkage. The structure of these hybrid monoliths is less brittle and more flex-
ible, and it thus better compensates the physical stress during shrinkage [39]. We focus on 
an analysis of the physically reconstructed morphology to characterize the radial heteroge-
neity and local density fluctuations in 100 µm i.d. capillary hybrid silica monoliths. 
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3.2 Experimental Section 
 
3.2.1 Chemicals and Materials. Eleven capillary monoliths in 100 µm i.d. cylindrical 
fused-silica capillaries were employed for this study. They were prepared as hybrid silica 
columns with an additional MTMS-content of 15% following the procedures described by 
Hara et al. [38] (cf. Section 2.2 and Table 3.1 in [38]). In the following discussion the ob-
served variations in chromatographic separation efficiency are explained by monolith mor-
phology. Columns which showed chromatographic band broadening dominated by their 
macropore size (transchannel dispersion) according to our analysis are referred to as Hy-
brid Columns A1–A7, whereas columns dominated by radial heterogeneity and the associ-
ated transcolumn dispersion are referred to as Hybrid Columns B1–B4. The analyzed mon-
oliths had an unmodified bare-silica surface, except for Hybrid Column A2, which had a 
C18-modified surface. 
3-Carboxy-6-chloro-7-hydroxycoumarin (dye V450) was purchased from Endotherm 
Life Science Molecules (Saarbrücken, Germany), while 3-aminopropyltriethoxysilane 
came from Alfa Aesar GmbH (Karlsruhe, Germany). Glycerol, HPLC grade acetonitrile, 
methanol, ethanol, dimethylsulfoxide (DMSO), and dimethylformamide (DMF) were sup-
plied by Sigma–Aldrich Chemie GmbH (Taufkirchen, Germany), and a Milli-Q gradient 
water purification system (Millipore, Bedford, MA, USA) was used to provide HPLC 
grade water. 
 
3.2.2 Chromatographic Separation Efficiency. The HPLC configuration assembled for 
the chromatographic evaluation of 25–30 cm long, 100 µm i.d. capillary monoliths consist-
ed of a K-2501 spectro-photometer (Knauer, Berlin, Germany) and an L-7100 pump (Hita-
chi, Tokyo, Japan) with split injection/flow mode using a Rheodyne 7125 analytical injec-
tor (Rheodyne, Cotati, CA, USA). A 30 µm i.d. fused-silica capillary was utilized as UV 
detection cell as well as connection from the monolith column’s outlet to the detection 
window where the polyimide coating had been removed. This distance was fixed at 3.4 cm. 
The split ratio during the chromatographic measurements was controlled at ~10
-3
, as de-
scribed previously [31]. Chromatographic data were processed with Hitachi D-7000 HPLC 
System Manager (HSM) software. All plate heights were calculated under kinetic condi-
tions for unretained thiourea in methanol/water 80/20 (v/v) at 30 °C and an average flow 
velocity of 1.0 mm/s through the monoliths. The detection wavelength was set to 210 nm. 
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3.2.3 Image Acquisition. Prior to imaging by CLSM the silanol groups at the surface of 
the mesoporous monolith skeleton were labeled with a succinimidyl ester of dye V450, as 
described previously [32,33]. Each monolithic column was flushed with 100 µL of  
3-aminopropyltriethoxysilane solution (0.1 M in ethanol) at 0.1 µL/min and 70 °C over-
night. After cleaning with 500 µL of ethanol at 0.5 µL/min, 100 µL of V450-succinimidyl 
ester solution at 0.25 µL/min were introduced to bind V450 covalently to the monolith’s 
surface. For bare-silica columns a dye concentration of 0.2 mg/mL DMF was found to 
yield high quality images consistently, whereas the decreased amount of binding sites in 
the C18-column was accounted for by increasing the dye concentration to 5 mg/mL. 
All images were acquired on a TCS SP5 confocal microscopy system equipped with a 
HCX PL APO 63×/1.3 GLYC CORR CS (21°) glycerol immersion objective lens from 
Leica Microsystems (Wetzlar, Germany) by focusing into a capillary segment where the 
polyimide coating was removed with a drop of warm sulfuric acid. The column itself was 
filled with glycerol/DMSO/water 70/19/11 (v/v/v) and fixed on a microscope slide in an 
embedding pool of the same solvent mixture. For optimal refractive index matching this 
mixture was further calibrated with an AR200 digital refractometer (Reichert Analytical 
Instruments, Depew, NY, USA) to match the refractive index of the fused-silica capillary 
wall (nD = 1.4582 [41]). The glycerol/DMSO/water mixture was also used as immersion 
medium for the microscope lens. A “type 0” cover slip (Gerhard Menzel GmbH, 
Braunschweig, Germany) was selected to separate embedding and immersion liquid mini-
mizing spherical aberrations [33]. 
Excitation of dye V450 was realized with a 405 nm diode laser setting the pinhole of 
the microscope to 0.5 AU. Fluorescence emission was detected in the interval of 
 440–455 nm. Stacks of 100–200 8-bit grayscale images of 4096 × 2048 pixels were rec-
orded from the column centre along the axis of the monolithic capillaries covering their 
whole diameter (see Fig. 3.1A). Pixel and step size were chosen as to remain below the 
Nyquist sampling criterion with 30 nm and 126 nm, respectively. 
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Figure 3.1:  Exemplary image from the second measurement of Hybrid Column A4 (A) and the segmenta-
tion result (B). 158 slices form the image stack that was used to obtain a histogram from 1 × 10
6
 
chord lengths. The histogram was fitted with a normalized k-gamma distribution (C). Normal-
ized radial porosity profiles calculated for a step size of 30 nm smoothed with a 1 µm moving 
window for three image stacks obtained at different times and positions in the detection win-
dow’s volume of Hybrid Column A4 (D). The shading designates an area of ±1 standard devia-
tion around the global mean porosity. 
 
  
3.2.4 Image Processing and Analysis. Images were corrected for any z-drop by fitting 
a second-order exponential decay to the acquired image stack’s intensity distribution along 
the dimension of the optical axis. Subsequently, Huygens maximum likelihood iterative 
deconvolution (Scientific Volume Imaging, Hilversum, The Netherlands) was applied for 
image restoration using an automated background estimate of the deconvolution software 
(“in/near object”-estimate) and a signal-to-noise ratio of 15. For image segmentation a 
copy of the acquired image stack was blurred with a Gaussian kernel and then subtracted 
from the deconvolved original [42]. Two hundred sigma were chosen as kernel size; a val-
ue that is large compared with image features and small compared with background varia-
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tions [32]. This step was applied twice and any non-zero pixel was considered to be part of 
the monolithic skeleton (Fig. 3.1B). The image stack’s faces that showed a continuing 
monolithic structure were cropped by 600 nm to avoid regions of poor restoration, result-
ing in reconstructions of the monolithic structures with macropore porosities between 0.68 
and 0.72. 
Image analysis was performed using custom software written with Visual Studio 
C# 2008 (Microsoft Corporation, Redmond, WA, USA) on at least hundred images for 
each column. The images were rotated to have the column walls aligned with the y-
dimension of the image. Left and right column walls were defined as first and last y-
column, respectively, in the image with a porosity of less than 0.98. Porosity profiles were 
then realized by binning pixel columns according to their minimal distance from the col-
umn wall and calculating the ratio between the amount of pixels assigned to the monolithic 
skeleton and the total amount of pixels in this bin. 
Chord length distributions in the macropore space were calculated from random points 
generated in the background of the images for 32 angularly equispaced vector directions as 
described in [32–34]. Resulting chords describe a straight distance between two encounters 
with the monolith skeleton for 16 spatial directions. Chords that projected out of the image 
were discarded. Global statistics for the chord length distributions were collected from at 
least 4 × 10
5
 chords randomly distributed over the image stack using the Levenberg–
Marquardt algorithm [43] to fit a scaled k-gamma function, while prior binning of the seed 
points by their radial position in the column was used to calculate radial pore size profiles. 
New seeds were generated until at least 1 × 10
5
 chords were collected for every bin. 
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3.3 Results and Discussion 
 
3.3.1 Chord Length Distribution Functions. To characterize the degree of heteroge-
neity within granular matter Aste and Di Matteo [44] determined Voronoi volume distribu-
tions (VVDs) for a variety of experimental and simulated random sphere packings. They 
showed that these distributions follow a so-called k-gamma function. In contrast to granu-
lar media VVDs are not applicable to a monolith for the lack of a building unit that defines 
the Voronoi centres. But considering that Voronoi volumes measure the local density of 
the analyzed structure, other local density measures accessible by image analysis may 
achieve the desired characterization as well. In recent publications it was shown that the 
pore space of particulate beds and monolithic silica can also be described by chord length 
distributions (CLDs) [32–34]. The calculation is based on a statistically significant amount 
of randomly generated linear paths through the interparticle or interskeleton void space of 
the fixed-bed structures (image background) at varying angles, providing a distribution of 
linear skeleton-to-skeleton distances in the case of a monolith. Fig. 3.2 provides an illustra-
tion of this approach. A mathematical description of the collected CLDs is achieved by 
fitting a simplified k-gamma function: 
 
 
 
(Eq. 3.1) 
 
 
Here, lc denotes the chord length, µc is the mean chord length as a first-moment parameter 
of location, and k is a second-moment parameter defining the dispersion of the distribution 
function. For CLDs, k is defined by the mean and the standard deviation σ as: 
 
 
 
(Eq. 3.2) 
 
 
Since image analysis by CLDs does not require any morphological prerequisites, the adop-
tion of this approach to monoliths becomes straightforward. An example for a k-gamma fit 
using the CLD data from Hybrid Column A4 is shown in Fig. 3.1C. In the following analy-
sis, an interpretation based on the CLDs in terms of the resulting eddy dispersion and its 
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individual contributions is provided using the obtained functional parameters µc and k 
(cf. Eq. 3.1 and Fig. 3.1C). As we will see this is an insightful and diagnostic connection 
because it explains the differences in the observed column efficiencies for a set of custom-
prepared capillary hybrid silica monoliths. 
 
 
 
 
Figure 3.2:  Generation of a chord length distribution. Random points P1 to Pn are generated in the void 
space of a reconstructed monolith and the linear skeleton-to-skeleton distance is determined for 
16 equispaced directions (green lines). If a chord reaches out of the image boundaries it is re-
jected (red dashed lines), whereas chords touching the capillary wall are included. 
 
 
3.3.2 Reproducibility. To estimate the reproducibility of the determined morphological 
parameters three image stacks of the highly efficient Hybrid Column A4 (H = 4.7 µm) 
were recorded at different times and positions in the detection window’s volume. Table 3.1 
illustrates the reproducibility that can be achieved using the CLD method: these values for 
the mode, the mean, and k differ by no more than 2%. This implies that the analyzed mi-
croscopic region is large enough to reflect the macroscopic behavior of the column. Still, 
an analogous determination for a more heterogeneous monolith, like the Hybrid Col-
umn B1 (H = 8.2 µm), will increase the scatter of the data, as illustrated in Table 3.2. 
However, the reproducibility remains good enough to allow general conclusions with this 
analysis about the monolith morphology.Further, reconstructions along the whole column 
diameter are faced with an increased amount of signal intensity fluctuations compared to 
reconstructions of the bulk [32]. The main source of these fluctuations can be assigned to 
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an increased reabsorption of the fluorescence signal (by above dye) within regions near the 
column centre compared to regions close to the column wall. Therefore, for a comparative 
study, the image processing routine was required to be reproducible and insensitive to the-
se fluctuations. Porosity profiles for Hybrid Columns A4 and B1 are presented in 
Figs. 3.1D and 3.3B, respectively. Since no systematic variations following a cylindrical 
shape became detectable we considered the reconstructions as suitable for morphological 
comparisons. 
 
 
 
Table 3.1: Reproducibility of morphological parameters for Hybrid Column A4 (H = 4.7 µm)
 a
. 
 
 Number of 
images 
Capillary i.d.  
[µm] 
Macropore 
porosity 
µc  
[µm] 
k Mode  
[µm] 
Measurement 1 155 100.8 0.697 4.96 2.39 2.89 
Measurement 2 158 100.9 0.696 4.93 2.44 2.91 
Measurement 3 105 100.8 0.702 4.94 2.41 2.89 
 
a
 µc, k, and the mode were calculated from 1 × 10
6
 chords fitted with a k-gamma function. 
 
 
 
Table 3.2: Reproducibility of morphological parameters for Hybrid Column B1 (H = 8.2 µm)
 a
. 
 
 Number of 
images 
Capillary i.d.  
[µm] 
Macropore 
porosity 
µc  
[µm] 
k Mode  
[µm] 
Measurement 1 113 101.3 0.693 5.00 2.29 2.80 
Measurement 2 139 101.2 0.688 4.92 2.31 2.85 
Measurement 3 117 100.7 0.717 5.22 2.35 2.99 
 
a
 µc, k, and the mode were calculated from 1 × 10
6
 chords fitted with a k-gamma function. 
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Figure 3.3:  Exemplary image from the second measurement of Hybrid Column B1 (A) and normalized 
radial porosity profiles calculated for a step size of 30 nm smoothed with a 1 µm moving win-
dow for three image stacks obtained at different times and positions in the detection window’s 
volume of Hybrid Column B1 (B). The shading designates an area of ±1 standard deviation 
around the global mean porosity. 
 
 
3.3.3 Transchannel Effects. Giddings has divided velocity heterogeneities into differ-
ent categories that contribute to eddy dispersion in a packed bed [45]. These time and 
length scale classifications can also be applied to monolithic columns [46]. Our morpho-
logical analysis focuses on the transchannel, short-range interchannel, and transcolumn 
contributions to eddy dispersion. The long-range interchannel contribution, introduced by 
Giddings to account for packing heterogeneity on a length scale of about ten particle diam-
Chapter 3 - Morphological Analysis of Physically Reconstructed Capillary Hybrid Silica Monoliths 
 
 87 
eters in a particulate bed, will be neglected since the monoliths are not prepared through a 
slurry packing process [46]. 
The transchannel contribution to eddy dispersion arises from the lateral distribution of 
velocities inside each macropore (flowthrough channel). It resembles the parabolic Hagen–
Poiseuille flow profile in a cylinder. Thus, if we assume self-similarity for the monoliths 
the linear relationship between plate height and axial dispersion coefficient results in a 
squared dependence of column efficiency on the macropore diameter. In a well-prepared 
monolithic column, without strong wall effects and a relatively homogeneously reproduced 
monolith domain, transchannel dispersion becomes the dominant dispersion term. 
Since each derived chord is a one-dimensional measure of void distance in an analyzed 
image the first moment of a k-gamma fit (µc) directly provides a measure of the mean pore 
size and thus a correlation with the transchannel eddy dispersion. Alternatively, the mode 
of the fitted function, as the most frequent linear skeleton-to-skeleton distance, can be used 
to receive values that are more familiar with respect to other pore size estimates. It com-
prises the monolith’s correlation length. Irrespective of the employed value (mode or 
mean), the column efficiency of the analyzed monoliths, in fact, mostly scaled with the 
macropore size. Results are summarized in Fig. 3.4A and Table 3.3. Hybrid Columns B1–
B4 were found to deviate considerably from this anticipated behavior (red crosses in 
Fig. 3.4A). Since the mesoporosity of the monolith skeleton can be neglected for the band 
broadening of an unretained tracer [47], the deviations in our opinion result from a signifi-
cant increase in heterogeneity on the length scale of short-range interchannel and/or 
transcolumn dispersion, which we consider next. 
 
3.3.4 Short-range Interchannel Effects. The second term in eddy dispersion that we 
consider is the short-range interchannel contribution. Whereas transchannel dispersion on 
the scale of individual macropores takes place in any monolith, ordered or random, short-
range heterogeneity is associated with the local disorder in real monoliths compared with 
perfectly ordered, crystal-like structures. For example, in random sphere packings a short-
range packing heterogeneity is associated with local disorder on the scale of 1–2 particle 
diameters [48]. Schenker et al. [49] have shown that the parameter k in the k-gamma func-
tions applied to the VVDs is a sensitive measure towards the degree of heterogeneity of  
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Figure 3.4: Dependence of plate height (A) and k-value (B) on the mean macropore size of columns domi-
nated by transchannel dispersion (blue squares) or transcolumn dispersion (red crosses). A quadratic depend-
ence of H on µc was fitted (dashed gray line) to illustrate the anticipated dependence of column efficiency on 
the macropore size. 
 
 
Table 3.2: Morphological parameters and separation efficiency of the hybrid silica monoliths
 a
. 
 
Column 
label 
Capillary i.d.  
[µm] 
Macropore 
porosity 
µc  
[µm] 
k Mode  
[µm] 
H  
[µm] 
A1 100.5 0.678 3.64 2.23 2.01 4.0 
A2–C18 100.4 0.686 4.23 2.46 2.51 4.3 
A3 101.2 0.680 4.61 2.35 2.65 4.6 
A4 100.9 0.698 4.94 2.41 2.90 4.7 
A5 98.64 0.702 5.65 2.51 3.40 6.7 
A6 98.64 0.694 5.53 2.46 3.28 7.0 
A7 98.58 0.692 5.62 2.51 3.39 7.0 
B1 101.1 0.699 5.05 2.35 2.90 8.2 
B2 98.9 0.689 4.81 2.45 2.84 8.3 
B3 99.6 0.698 5.19 2.33 2.97 8.6 
B4 99.9 0.698 4.51 2.38 2.61 9.6 
 
a
  Capillaries that revealed chromatographic band broadening dominated by their macropore size according to 
our analysis where labeled as A1–A7, whereas columns dominated by transcolumn dispersion were labeled 
as B1–B4. The label "C18" identifies a C18-modified surface. 
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granular packings; the lower the value of k, the more heterogeneous is the structure. k is a 
second-moment parameter, and thus describes the variability of the pore sizes. Concurrent-
ly, the parameter k in connection with the determined CLDs (Fig. 3.1C) is adaptable as an 
expression for the overall heterogeneity of the monolithic columns. 
For particle-packed beds a reduction of particle size increases separation efficiency, 
although this is only strictly true, if the arrangement of the particles does not change to 
create a more heterogeneous microstructure, i.e., if self-similarity of the packings is given. 
The same reasoning applies to a reduction of macropore size in monolithic columns, which 
has not always yielded the expected improvements in performance [13,50]. The realized 
degree of structural homogeneity in a monolith is a characteristic of its chemical composi-
tion, formation mechanism, and preparation conditions (similar to the slurry-packing pro-
cess for particulate beds, in which case particle properties, such as shape, density, size dis-
tribution, and surface roughness, but also column dimensions, properties of the slurry liq-
uid, and process control parameters such as the packing pressure play a role). All three 
aspects are very similar for the monolithic columns analyzed in this study, and we would 
thus expect only minor variations in heterogeneity on the length scale characteristic of 
short-range interchannel dispersion. With k as the measure, higher k-values express in-
creased homogeneity of the monolith’s macropore space. The generation of CLDs and cor-
responding calculations for the computer-generated bulk (unconfined) packings of 
monosized spheres of Khirevich et al. [48] at the random-close packing limit, i.e., at an 
interparticle porosity of 0.366, provided us with a reference point of k = 1.97 for particulate 
beds. 
The analyzed hybrid monoliths generally yielded considerably higher values of 
k = 2.35 ± 0.15 (Table 3.3 and Fig. 3.4B). Compared to Chromolith CapRod columns in 
our studies, which only provide a value of k = 1.9 ± 0.1 over the whole column diameter 
(data not shown), and the densely packed particulate column in [33] with k = 2.0, this is a 
drastic increase in the structural homogeneity and underlines the enormous potential of the 
silica monoliths in HPLC stationary phase design. Comparing the k-values for the different 
hybrid columns analyzed in this work no systematic variations became evident, i.e., all 
columns performed similar on the length scale of short-range interchannel dispersion (see 
Fig. 3.4B). It is tempting to assign the increased homogeneity to favorable effects of the 
added MTMS, which should mitigate the degree of condensation during decomposition 
and reduce the shrinkage of the monolith. Still, a custom-prepared bare-silica TMOS mon-
olith presented in [51] also demonstrated a k-value of 2.4 after passing through our CLD 
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analysis, so that we have to assign the increased homogeneity to improved preparation 
conditions rather than to the modified material composition.  
 
3.3.5 Transcolumn Effects. In cases where we were not able to correlate the column 
efficiency of the monoliths with the mean (or mode) of their CLDs and, thus, their 
macropore size, the radial heterogeneity and transcolumn velocity bias, as the third eddy 
dispersion contribution, was found responsible. In our previous study with particulate beds 
the radial porosity profiles already proved to be an efficient criterion to approach this 
measure from image analysis [33]. The transcolumn porosity profiles in Fig. 3.1D can be 
regarded as “reference profiles” for a hybrid column with a good radial homogeneity: be-
yond a lowporosity wetting layer in the vicinity of the column wall the porosity profiles 
rapidly become almost flat and move erratically around their mean. In contrast to these 
good transcolumn porosity profiles for Hybrid Column A4 in Fig. 3.1D, the profiles for 
Hybrid Column B1 (Fig. 3.3B) show a region of increased porosity near the column wall, 
before after ~5 µm towards the column centre a minimum is reached and the profiles only 
thereafter become flat as for Hybrid Column A4. Thus, parts of Hybrid Column B1 were 
snapped from the column wall and the separation efficiency of the capillary is reduced due 
to a nearly symmetric wall effect with respect to the column axis (Fig. 3.3B). Hybrid Col-
umns B2 and B4 both exhibited similar profiles as Hybrid Column B1, suffering from a 
~5 µm wall gap, but only at the left column wall. Hence, for Hybrid Columns B2 and B4 
the wall effect became asymmetric. 
While our analysis so far has provided very consistent results reflecting properly the 
morphology and chromatographic performance of the individual monoliths, one incon-
sistency remained. Hybrid Column B3 displayed an almost flat porosity profile (Fig. 3.5B) 
and the CLD analysis gave µc = 5.2 µm and k = 2.3. Consequently, we expected a better 
chromatographic performance than the H = 8.6 µm in Table 3.3. A closer inspection of the 
radial macropore size distribution provided the solution to this puzzle. Usually, the first 
moment of the CLDs that we calculated for these hybrid columns would vary locally in a 
20%-band around its global value when plotted along radial position. This was also the 
case for Hybrid Columns B1 and B2, but Hybrid Column B3 demonstrated a 34% increase 
in the vicinity of the right column wall (Fig. 3.5C). We expect that this “second-kind” wall 
defect results from partial breakaways of the monolith’s rods from the column wall, 
whereas the “first-kind” wall defect would appear when the majority of rods dismantle. 
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Both effects combined could only be found in Hybrid Column B4; the worst performing 
column in our analysis (Table 3.3). 
 
 
 
Figure 3.5:  Exemplary image from the 100 images recorded for Hybrid Column B3 (A). The normalized 
macropore porosity profile (B) and the normalized macropore size profile (C) of the stack are 
compared with profiles of a column dominated by transchannel dispersion (Hybrid Column A3) 
and a column with obvious wall gap (Hybrid Column B2). The shading designates an area of ±1 
standard deviation around the global mean porosity and macropore size, respectively. 
Chapter 3 - Morphological Analysis of Physically Reconstructed Capillary Hybrid Silica Monoliths 
 
 92 
3.4 Conclusions 
 
We presented an image analysis-based characterization of capillary hybrid silica mono-
liths. It enabled the comparison of fixed-bed heterogeneity and transport properties of these 
columns. Typically porosity, as a scalar parameter for column permeability, and domain 
size, as an equivalent to the particle diameter of particulate beds, are provided in the char-
acterization of a monolithic column. The presented chord length analysis carries the possi-
bility to provide a more thorough analysis of eddy dispersion contributions in a monolithic 
column in terms of its characteristic length scales. 
CLDs for the macropore space of particulate and monolithic silica columns follow a 
two-parameter distribution function. The parameter of location, the arithmetic mean, pro-
vides an alternative quantitative measure for pore size which is crucial to column efficien-
cy. The average pore size of a column correlates with transchannel dispersion, whereas the 
k-value obtained from the CLDs provides a scalar measure for column heterogeneity on the 
length scale of short-range interchannel dispersion. 
Capillary hybrid silica monoliths prepared by a protocol described in Hara et al. [38] 
resulted in higher k-values, i.e., less variation in macropore size, than commercial 
Chromolith CapRod columns. Their efficiency predominantly scaled with the macropore 
size (its mean or mode). A further downscaling of the macropore size and simultaneously 
leaving the overall structural homogeneity of the material unaffected will be a challenging 
task, but in the present study the single most important limitation to efficient separations 
was the column’s radial heterogeneity, i.e., the associated transcolumn velocity bias and 
resulting eddy dispersion. It was analyzed using the radial profiles of macropore porosity 
and macropore size. Whenever the separation efficiency of a column was worse than ex-
pected from its pore size, either a wall gap, cracks, or a radially nonuniform distribution of 
pore size was observed along the column diameter. These defects and heterogeneities were 
mostly of noncylindrical nature, so that the capillary diameter (as opposed to the capillary 
radius) takes over as the characteristic lateral equilibration length on the column scale. 
This, in turn, effects a much larger chromatographic band broadening. 
Because any polycondensation reaction will result in a certain degree of shrinkage, in-
column prepared capillary monoliths will always exhibit a stressed structure. Thus, the 
above limitations cannot be resolved completely. Our analysis has shown that careful prep-
aration conditions can increase the overall structural homogeneity of a silica monolith, 
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whereas the added MTMS may increase the rate of success in the preparation of a radially 
homogenous monolith. Resolving the presence of the CLSM-visualized and analyzed wall 
effects promises a substantial improvement in column performance. Still, according to our 
experience, even a readily prepared monolith might change its morphology later on due to 
ageing. For example, Hybrid Column B1 used to perform with an efficiency similar to that 
of Hybrid Column A4 from the same batch, but after remeasuring the efficiency of Hybrid 
Column B1 in a run-up to the present study its efficiency dropped due to a wall gap. A sim-
ilar observation was made for a TMOS column presented in 2006 [51], and we expect that 
monolithic columns change their morphology gradually over time when persistently 
stressed by shrinkage. 
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Abstract 
We derive a quantitative relationship between the bed morphology and the chromato-
graphic separation efficiency of capillary columns packed with sub-2 μm particles, cover-
ing capillary inner diameters from 10 to 75 μm. Our study focuses on wall effects and their 
impact on band broadening at increasing column-to-particle diameter (aspect) ratios. We 
approach these complex effects by a morphological analysis of reconstructed column seg-
ments composed of several thousand particles that were imaged by confocal laser scanning 
microscopy. Radial interparticle porosity profiles including wall effects are quantified 
through an integral porosity deviation, a scalar measure that proves to be a general de-
scriptor of transcolumn porosity heterogeneity. It correlates with the associated 
transcolumn eddy dispersion, which dominates band broadening in the capillaries and is 
visualized in the plate height curves by a simple velocity-proportional term. Our compre-
hensive approach identifies the packing structure features that contribute to decreased effi-
ciency as reflected, e.g., in subtle variations of the wall effect at different aspect ratios, or a 
particle size-segregation effect in larger-diameter columns as a result of an increased num-
ber of packing voids near the wall−bed interface. 
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4.1 Introduction 
Innovative supports for high-performance liquid chromatography (HPLC) columns in-
troduced to the wider community over the past decade include sub-3 μm solid core−porous 
shell particles [1,2] and fully porous sub-2 μm particles [3,4]. The idea behind sub-2 μm 
particles is to increase separation efficiency by reducing the particle size, albeit at the ex-
pense of increased pressure requirements, necessitating specialized equipment [5−7]. The 
original concept of the core−shell particles is to improve separation efficiency by restrict-
ing intraparticle diffusion to the thin porous shell [8−11], while maintaining hydraulic 
permeability associated with the overall particle diameter. Both particle types have aroused 
enthusiasm for enabling outstanding separation efficiencies [12−17] but also revealed the 
paramount importance of good and often subtle packing protocols behind homogeneously 
packed beds and the key role of intrinsic support properties like the particles’ surface 
roughness [18−20]. 
In HPLC we pack columns by a rapid, high-pressure slurry packing process that expe-
rience has told us to be most appropriate in terms of separation efficiency [21] The packing 
process involves several parameters, among them physicochemical properties of the parti-
cles, interparticle forces, slurry preparation, and the applied pressure. Owing to the diffi-
culty in probing packing microstructure systematically as a function of all process parame-
ters, column packing and bed consolidation are largely treated phenomenologically and 
considered an art rather than a science [22]. Whereas a real column packing is the result of 
its formation process and has definite properties that cannot be altered at will by the re-
searcher, computer-generated packings allow the variation of packing properties (e.g., par-
ticle size distribution, bed density) and the packing protocol independent of other parame-
ters. This approach provides extremely important insight and is a prerequisite for the sys-
tematic derivation of correlations between packing microstructure and transport coeffi-
cients, including hydraulic permeability, effective diffusion, and eddy dispersion [23−25]. 
Because the slurry packing process cannot currently be approached comprehensively 
by simulations, refined morphology−transport relationships of packed beds require insight 
based on experimental data from high-resolution techniques that enable the physical recon-
struction of the packing microstructure. We recently showed that confocal laser scanning 
microscopy (CLSM) can be used to visualize and reconstruct the interparticle void space of 
a chromatographic bed prepared with 2.6 μm core−shell particles [26]. The CLSM ap-
proach is generally applicable to silica-based materials; it has been applied to monoliths in 
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capillary [27] and analytical [28] column formats and defines a unique platform for funda-
mental comparisons between particulate and monolithic supports using the statistical 
measures derived from their reconstructions. Here, we apply the CLSM approach to the 
reconstruction and morphological analysis of the bed microstructure in ultrahigh pressure 
liquid chromatography (UHPLC) capillary columns packed with sub-2 μm particles. We 
focus on a single parameter in the slurry packing and bed consolidation process, the col-
umn inner diameter (varied from dc = 10 to 75 μm) and its impact on the resulting bed 
morphology. 
Capillary packings at low column-to-particle diameter (aspect) ratio have been fre-
quently studied for use with liquid chromatography [29−32], supercritical fluid chromatog-
raphy [33], and electrochromatography [34,35], and they also played a key role in early 
UHPLC research [36−39]. These studies cover a wide range of packing protocols, particle 
properties, and applications. It is not surprising that the relation between a packing proto-
col, the resulting bed morphology and macroscopic separation efficiency, as well as the 
general impact of the aspect ratio are still insufficiently understood; the individual packing 
process plays a more important role than a purely geometrical parameter represented by the 
aspect ratio. But how can we approach and understand the optimal packing conditions in a 
particular case? Recent simulations show that eddy dispersion in low-aspect-ratio random 
sphere packings obtained with different packing protocols even approaches fluid dispersion 
in confined regular pillar arrays [40]. We therefore need further systematic research on the 
preparation of more homogeneous beds. 
In this work, we quantify key morphological differences of the capillary UHPLC col-
umn packings. Together with their complementary chromatographic analysis, the CLSM 
approach allows the interpretation of packing microstructure in terms of separation effi-
ciency. Additionally, morphological descriptors can be established that characterize bed 
heterogeneity with respect to the applied slurry packing protocol and varied aspect ratio. 
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4.2 Experimental Section 
 
4.2.1 Preparation and Analysis of Capillary UHPLC Columns. The procedures for 
preparation and chromatographic characterization [3,21,36,37,39] as well as CLSM-based 
reconstruction [26] of the capillary packings use established protocols. They are described 
in detail in the Supporting Information, and relevant aspects are repeated here only for the 
ease of reading. The column preparation procedure for the six columns was identical. 
Briefly, outlet-fritted fused-silica capillaries with inner diameters (dc) ranging from 10 to 
75 μm were packed with an upward slurry packing method up to 2000 bar using 1.7 μm 
Acquity BEH particles in a 3 mg/mL acetone slurry. Columns were then flushed with wa-
ter/acetonitrile mobile phase at 2800 bar, and a frit was placed at the inlet. To test column 
efficiency, a carbon fiber microelectrode was placed at the column outlet for amperometric 
detection of ascorbic acid and a series of catechols. The data was collected using a custom-
written LabView 6.0 data recorder program, and an iterative statistical moments algorithm 
was used to calculate retention time and the number of theoretical plates. 
Fluorescence activity of the C18-functionalized, end-capped packing material was real-
ized by the adsorption of the lipophilic dye Bodipy 493/503. For optical imaging with a 
confocal microscopy system the capillaries were saturated by and immersed in a fused-
silica refractive index matching liquid [26]. The optical setup allowed a physical resolution 
of ~169 nm laterally and ~470 nm along the optical axis. Recorded stacks of 100−600 
equispaced optical slices at 126 nm distance were restored, registered, and reconstructed to 
give a three-dimensional digitized representation of a column segment by an automated 
identification of each observed particle and the application of a best spherical fit (Fig-
ure 4.1; see also the Supporting Information). The spatial information in these reconstruc-
tions enabled the computation of morphological parameters, like the interparticle porosity 
(ε) and mean particle diameter (dp), as a function of the radial position in the column. 
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Figure 4.1:  Physical reconstruction of the low-aspect-ratio capillary UHPLC columns. (A and B) Exempla-
ry optical sections recorded for a 30 μm i.d. and a 75 μm i.d. column packing. (C and D) Vol-
ume renderings of the respective reconstructed column volumes. For details of the reconstruc-
tion process, see the Supporting Information. 
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4.3 Results and Discussion 
 
4.3.1 Separation Efficiency of Capillary UHPLC Columns. Capillary packings in this 
work have bed lengths (Lbed ~20 cm) such that Lbed/dc > 5000 at any aspect ratio. Thus, in 
contrast to the dimensions of modern analytical columns (e.g., 2.1 mm i.d. × 50 mm length, 
Lbed/dc ~ 25) this allows the full lateral equilibration of analyte molecules between any ve-
locity extremes that may exist over the column cross section, e.g., due to wall effects 
(which cause a transcolumn velocity bias and consequently require transcolumn equilibra-
tion). In general, several parameters together determine whether a time-independent behav-
ior of the transient longitudinal dispersion coefficient DL(t) is observed during chromato-
graphic analysis between sample injection (which corresponds to t = 0) and sample elution 
from the column. The column dimension constraint Lbed/dc can be evaluated by the follow-
ing criterion [41] 
 
 
 
(Eq. 4.1) 
 
 
where uavdp/⟨DT⟩ is a dimensionless number that characterizes the ratio of longitudinal 
advective to transverse dispersive transport (uav is the average mobile phase flow velocity 
and ⟨DT⟩ is the average rate of spreading in transverse direction). Contrary to modern ana-
lytical columns, this criterion is satisfied with all capillary packings and operating condi-
tions in this work so that the longitudinal dispersion coefficient DL(t) reaches its long-time 
limit and becomes constant. The resulting asymptotic DL is a global signature of packing 
heterogeneity and is related to the chromatographic plate height H by [42] 
 
 
 
(Eq. 4.2) 
 
 
where Dm is the diffusion coefficient of the analyte molecules in the bulk mobile phase, 
h = H/dp is the reduced plate height, and ν = uavdp/Dm is the reduced velocity, which char-
acterizes the ratio of advective to diffusive transport in a packing.  
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Thus, the plate height data (h−ν) recorded for the packed capillaries account for lateral-
ly fully equilibrated wall effects, which are identified and analyzed below. To compare the 
plate height curves at increasing aspect ratio, dc/dp, and predict the impact of the increasing 
column diameter we rely on a plate height equation h = f(ν) that properly describes the na-
ture of the individual eddy dispersion contributions, particularly transcolumn dispersion. 
By applying the random-walk relation- ship to a model of eddy dispersion incorporating 
the coupling between transverse diffusion and spatial velocity fluctuations (i.e., diffusion 
and flow mechanisms) Giddings [42] developed a plate height equation by analogy to con-
ductors in parallel. Through a detailed analysis of plate height curves recorded over a wide 
range of reduced velocities (0.1 ≤ ν ≤ 500) for bulk, i.e., unconfined, and complementary 
cylindrical confined packings with aspect ratios of dc/dp = 10 and 20 (which are in the 
range of aspect ratios investigated in the current work, dc/dp = 5−38), we have shown that 
the comprehensive Giddings equation for h = f(ν) can be expressed in the following form 
[40,43] 
 
 
 
 
 
(Eq. 4.3) 
 
 
where the first term (hdiff = b/ν) and the last one (hkin = cν) account, respectively, for 
longitudinal diffusion driven by the concentration gradient along the zone profile and the 
mass transfer kinetics from the bulk solution into and across the stationary phase. Remain-
ing terms in eq. 4.3 characterize eddy dispersion (heddy,i) and represent the transchannel 
contribution (i = 1), which refers to the velocity bias across individual channels between 
adjacent particles, the short-range inter- channel contribution (i = 2), which refers to the 
velocity bias on a lateral length scale of 1−2 dp, and the transcolumn contribution (i = 3), 
which refers to the confinement-based transcolumn velocity bias (“wall effects”). ωi and λi 
are structural parameters characteristic of each eddy dispersion contribution given by [42] 
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(Eq. 4.4a) 
  
 (Eq. 4.4b) 
 
 
For each type of velocity disparity i the parameters ωλ,i and ωα,i represent the distances 
in a packing that need to be traveled by a pure flow mechanism (longitudinal advection) 
and by a pure diffusion mechanism (lateral diffusion), respectively, to exchange molecules 
between the involved velocity extremes. The parameter ωβ,i characterizes the actual veloci-
ty maldistribution of a given type of velocity disparity i (which originates in a fundamental 
point-to-point velocity difference for fluid flow through a packing) and relates the extreme 
values of the velocity to the mean velocity. The ratio ν1/2,i = 2λi/ωi is the reduced transition 
velocity at which the corresponding plate height term (heddy,i in eq 4.3) reaches half of its 
limiting value and thereafter starts to flatten noticeably [42]. At high velocities heddy,i ap-
proaches the constant value 2λi, whereas at low velocities heddy,i approaches ωiν and is thus 
proportional to velocity. 
From our previous analysis we obtained the following estimates for the transition ve-
locities characterizing the three eddy dispersion contributions in eq 4.3: ν1/2,1 ≈ 200 (trans-
channel), ν1/2,2 ≈ 4 (short-range interchannel), and ν1/2,3 > 200 (transcolumn) [40,43]. Be-
cause the reduced transition velocity is a rough dividing point between the dominance of 
diffusion and flow mechanisms of lateral exchange in a packing at lower and higher veloci-
ties, respectively, the high transition velocities of the transchannel and transcolumn contri-
butions indicate that over a wide range of reduced velocities, certainly in chromatographic 
practice with ν < 30, these effects lose their coupling characteristics between diffusion and 
flow mechanisms of eddy dispersion and reduce to simple mass transfer velocity- propor-
tional terms, i.e., with (2λi/ωi) ≫ ν, the transchannel and transcolumn contributions can be 
expressed just as ωiν. Of the three eddy dispersion contributions only the short-range 
interchannel dispersion retains its coupling characteristic and eq 4.3 can be simplified 
 
 
 
(Eq. 4.5) 
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This explains why the van Deemter equation remains an accurate representation of the 
band broadening processes in that case (ν < 30) [44]. 
Our attention focuses on transcolumn eddy dispersion in eq 4.5 (ω3ν) and the depend-
ence on wall effects. In a study that only varies the aspect ratio through an increase of the 
column diameter this contribution should dominate the observed differences in separation 
efficiency. According to eq 4.4a the value of ωi is calculated from ωα,i , the ratio of the 
characteristic lateral diffusion length (e.g., dc/2, the column radius, for a transcolumn ve-
locity bias) to the particle diameter (dp), and ωβ,i, the relative difference between velocity 
extremes and mean velocity that characterize a particular velocity bias. Thus, ω3 is given 
by [42] 
 
 
 
(Eq. 4.6) 
 
 
This equation illustrates that ωα,3 is a purely geometrical parameter, which represents 
the impact of the aspect ratio dc/dp (i.e., the reduced plate height in eq 4.5 is expected to 
increase with the square of the column diameter), whereas ωβ,3 is the parameter of interest 
in our study, because it bears the intrinsic morphological differences of the capillary 
packings at different aspect ratio, which result in individual transcolumn velocity profiles 
and Δν/ν contributions. How a particular slurry packing protocol manifests itself in this 
parameter (ωβ,3) is an unresolved question. 
The complex interplay between general geometrical (dc/dp) and individual morphologi-
cal (Δν/ν) factors of the investigated column packings is studied in Figure 4.2. Whereas 
Figure 4.2A shows a representative chromatogram for well-performing columns, Fig-
ure 4.2B compares the plate height curves from all capillary packings of this work for the 
least retained analyte, with dc/dp ranging from ~5 (dc = 10 μm) up to ~38 (dc = 75 μm). 
Additionally, Figure 4.S1A in the Supporting Information shows a representative chroma-
togram for a poor performing column indicating no peak asymmetry, and Supporting In-
formation Figure 4.S1B compares the plate height curves for the most retained analyte. 
Solid lines in Figure 4.2B (and Supporting Information Figure 4.S1B) are best fits of the 
data to eq 4.5 and only included as a guide to the eye; these data are too limited (ν < 25) to  
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Figure 4.2:  Chromatographic analysis of the low-aspect-ratio capillary UHPLC columns. (A) Exemplary 
chromatogram recorded with a 30 μm i.d. column (uav = 1.9 mm/s). Mobile phase: 50/50 (v/v) 
water/acetonitrile with 0.1% trifluoroacetic acid. (B) Plot of the reduced plate height h = H/dp 
(hydroquinone) vs the reduced velocity ν = uavdp/Dm for all column diameters (dp = 2.0 μm, the 
number-mean obtained from electron microscopy, cf. Supporting Information. Solid lines are  
best fits of the data to eq 4.5. 
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provide a meaningful analysis of the individual eddy dispersion contributions (heddy,i) with 
eq 4.5. This is not the only reason we use the CLSM-based approach to unravel differences 
in packing microstructure. In addition, we notice that the reduced plate height at, e.g., 
ν = 5, increases abruptly from h ≈ 1.5 for the best columns with an aspect ratio of 
dc/dp = 5, 10, and 15 to h ≈ 3.7 for columns with dc/dp = 25 and 38. Rather than showing a 
smooth trend at increasing aspect ratio the plate height curves fall into two groups, which 
is indicated in Figure 4.2B (and also seen in Supporting Information Figure 4.S1B). 
A straightforward prediction with eq 4.6 is not possible. Whereas the geometrical con-
sequences of the increasing aspect ratio dc/dp (ωα,3) are easily calculated, the individual 
transcolumn velocity profiles and Δν/ν contributions (ωβ,3) are unknown. Apparently, the 
packing microstructures are not self-similar, and a marked change in bed morphology be-
tween group 1 and group 2 packings (Figure 4.2B) should be observed in their physical 
reconstructions. This is emphasized by the two 30 μm i.d. columns which belong to differ-
ent groups; they have the same dc/dp, but obviously quite different Δν/ν characteristics. Our 
findings also highlight the fact why a general consensus from previous studies, covering a 
wide range of packing protocols, particle properties, and applications, about the impact of 
the aspect ratio dc/dpon the separation efficiency of packed capillaries cannot be reached. 
The individual packing structure, which reflects different packing protocols, particle prop-
erties, and applications, is of paramount importance, and its physical reconstruction is re-
quired for further progress. 
 
4.3.2 Transcolumn Porosity Profiles. We previously demonstrated that CLSM is a 
suitable tool to reconstruct complete transcolumn segments of capillary-type stationary 
phases, which allowed the correlation of the results of a morphological analysis (including 
the recorded transcolumn porosity profiles) with the chromatographic separation efficiency 
[26,27]. Figure 4.3 highlights the distribution of interparticle porosity near the wall of the 
packed capillaries. These profiles were obtained from reconstructions of the packing mi-
crostructure in an observation window located at half-length (Lbed/2) of the chromatograph-
ically characterized capillary columns (see the image analysis in the Supporting Infor-
mation for the computation and analysis of interparticle porosity). 
The importance of this wall region (covering a distance of ~5 dp from the wall) stems from 
its impact on the local porosity and velocity distribution [43,45]. The geometrical wall ef-
fect associated with this region reflects the inability of spherical particles to form a close 
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packing against the locally flat and hard surface of the column wall [46]. The first particle 
layer of the bed in contact with the wall is highly ordered and differs from subsequent lay-
ers, because the interstitial space between the wall and the first layer cannot be partially 
occupied by other particles. In subsequent particle layers the degree of microstructural or-
der relaxes toward the packing bulk. The geometrical wall effect can be seen in Figure 4.3 
in the porosity oscillations whose amplitudes decrease over a distance of a few particle 
diameters toward bulk porosity (εbulk). The oscillations cause a radial variation in the flow 
velocity and are responsible for the transcolumn contribution to eddy dispersion (ω3ν in 
eq 4.5) [40,43]. 
 
 
 
 
Figure 4.3:  Radially resolved profiles of the interparticle void volume fraction or porosity ε(r) for the wall 
region of the reconstructed column packings. 
 
 
Figure 4.3 provides the likely cause for the grouping of the plate height curves ob-
served in Figure 4.2B: there is a strong correlation for groups 1 and 2 in the macroscopic 
plate height data and local porosity oscillations that are caused by the ordering of particles 
at the column wall. Whereas columns with a minimum plate height of hmin ≤ 1.5 (group 1) 
never exceed a porosity of 0.46 beyond the first particle layer, columns with hmin ≥ 2.3 
(group 2) show a porosity of about 0.50 between the first and the second particle layer. The 
Chapter 4 – Morphology and Separation Efficiency of Low-Aspect-Ratio Capillary UHPLC Columns 
 
 109 
porosity of group 2 columns remains at a higher level, until the porosity oscillations reduce 
after 3−4 dp and bulk behavior is approached. 
A closer inspection of packing voids, which are primarily located near the column 
wall−packed bed interface (Table 4.1), reveals that larger column diameters yield a higher 
number of voids and therefore a looser packing at the wall. Thus, in the vicinity of the col-
umn wall (over a distance of 2−3 dp) average porosity is shifted to higher values for 
group 2 packings (Figure 4.3), which aggravates the transcolumn velocity bias (Δν/ν), in 
addition to the already enhanced lateral equilibration length resulting from a larger column 
diameter (dc/dp). This also explains the different separation efficiencies at identical aspect 
ratio for the 30 μm i.d. packings. The increased transcolumn eddy dispersion manifests 
itself in a larger slope of the plate height curves in Figure 4.2B, agreeing with the predic-
tions of eqs 4.5 and 4.6. 
Eventually, in chromatography we are more interested in the engendered zone spread-
ing due to a certain transcolumn porosity profile than in the profile itself. To derive a 
measure for the transcolumn contribution to eddy dispersion that may result from the po-
rosity profiles in Figure 4.3, we compute the integral local deviations from the bulk 
 
 
Table 4.1: Analysis of packing voids 
a
, interparticle porosity 
b
, and integral porosity deviation (IPD) 
c
. 
 
 
Column diameter 
Largest 
void [µm] 
No. of 
voids 
Voids per mm² of 
curved surface area 
 
ε 
 
εbulk  
 
IPD 
10 µm i.d. 2.1 4 7·10
2 
0.452 0.377 0.10 
20 µm i.d. 1.8 2 5·10
2
 0.416 0.361 0.13 
30 µm i.d.–A 2.4 3 5·102 0.402 0.360 0.13 
30 µm i.d.–B 2.6 16 29·102 0.418 0.355 0.39 
50 µm i.d. 2.5 9 23·10
2
 0.406 0.364 0.43 
75 µm i.d. 2.2 24 47·10
2
 0.403 0.376 0.49 
 
a
  A packing void is defined as interstitial space in the reconstructions that can be occupied by at least 25% of 
the particles from the particle size distribution (see also the image analysis in the Supporting Information). 
b
 ε is the average interparticle porosity (interparticle void volume fraction) of the whole reconstructed pack-
ing, and εbulk is the average interparticle porosity of the bulk packing region (without wall region).
 
  
c
 The IPD is calculated from the transcolumn porosity profiles using eq 4.7. 
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porosity and consider all porosity inequalities ε(r) − εbulk (where r denotes the radial posi-
tion in the bed) that an analyte experiences when diffusing from the wall (r = 0) to the cen-
ter of the bed (r = rc, the column radius). We propose an integral porosity deviation (IPD) 
as a scalar measure of transcolumn eddy dispersion as 
 
 
 
(Eq. 4.7) 
 
 
This calculation, which is performed over the whole column cross section, is illustrated 
in Figure 4.4 with a zoom into the wall region, because this region is the major contributor 
to the IPDs of the investigated packings. The 20 μm i.d. packing (representing group 1 
packings, Figure 4.4A) demonstrates a “more balanced” porosity oscillation with respect to 
εbulk than the 75 μm i.d. packing (representative of group 2 packings, Figure 4.4B), which 
is more loosely packed in the wall region and therefore contributes mostly positive devia-
tions in ε(r) − εbulk to its IPD. This gives a significantly higher IPD for the 75 μm i.d. pack-
ing than for the 20 μm i.d. packing, where the denser packing in the wall region (closer to 
εbulk) results in a stronger balance (compensation) of positive and negative porosity devia-
tions and the lower IPD. The IPDs of all packings are shown in Table 4.1. They not only 
provide a clear distinction between the group 1 and group 2 packings and therefore quanti-
fy the data in Figure 4.3 from the physical reconstruction but also resolve more subtle de-
tails within these groups. For example, the 10 μm i.d. packing demonstrates the smallest 
slope of all plate height curves (Figure 4.2B, ν > 5), in agreement with its lowest IPD, 
whereas the 75 μm i.d. packing has the largest slope and the highest IPD. Table 4.1 also 
summarizes the average interparticle porosities of the bulk packing regions (εbulk) and the 
average interparticle porosities of the whole reconstructed packings (ε). They illustrate the 
influence of wall regions that are more loosely packed than the bulk regions on ε in low-
aspect-ratio packings. Whereas all capillaries have similar packing densities in their bulk 
(as reflected by εbulk), the resulting ε is generally higher and indicates an increase with de-
creasing aspect ratio (highlighted by the 10 μm i.d. column) where the critical wall region 
occupies a larger fraction of the whole bed volume [47]. Here, this trend is somewhat 
blurred because group 2 packings are more loosely packed in the wall region than group 1 
packings. 
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Figure 4.4:  Calculation of the integral porosity deviation (IPD) using transcolumn porosity profiles of the 
reconstructed packings and eq 4.7 (the values of εbulk are given in Table 4.1, dr =100 nm): 
(A) 20 μm i.d. column representing group 1 packings; (B) 75 μm i.d. column representing 
group 2 packings (cf. Figures 4.2B and 4.3). Shown is a zoom into the critical wall region, by 
covering a distance of 5 dp from the wall (instead of the full column radius involved in the cal-
culation of the IPDs). 
 
 
The IPD proves to be an excellent measure of transcolumn porosity heterogeneity (it-
self a global result from the slurry packing process), which strongly correlates with the 
transcolumn eddy dispersion reflected by a simple velocity-proportional term in eq 4.5 
(ω3ν) and the slope of the plate height curves in Figure 4.2B. This comprehensive approach 
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for confined packed beds provides systematic progress on the quantitative relationships 
between packing protocol, bed morphology, and separation efficiency. It complements 
previous studies on the quantification of bulk packing disorder and its correlation with 
transport properties like the diffusive tortuosity [25] and eddy dispersion [23]. 
 
4.3.3 Particle Size Segregation Effect. In 1962 Giddings mentioned [48] that for dry-
packed columns the particle size distribution would not be constant over the column cross 
section. He found that the mean particle size increased from the column center to the col-
umn wall. His interpretation was that during the dry packing process a cone of particles 
would form in the column center. Subsequent particles hitting the cone would roll down to 
the wall if not caught in a void (which is more likely for smaller particles). Various studies 
have been conducted since on the subject of particle size segregation, yet only few can be 
transferred to a column that is slurry packed under high axial pressure. 
During the evaluation of this study we observed that poorer performing columns 
(group 2; larger column diameters) showed the enrichment of smaller particles near the 
column wall and of larger ones in the column center. Thus, a size segregation of the parti-
cles occurred that contributes to an uneven transchannel dispersion (ω1ν in eq 4.5) along 
the column radius, together with the actual porosity profile. This effect is illustrated in Fig-
ure 4.5. Compared to the size segregation reported by Giddings for dry-packed columns the 
effect in the slurry-packed capillaries is smaller. Yet, an increase of the mean particle size 
from ~1.9 μm at a distance of one dpfrom the wall to ~2.1 μm at 10 dp from the wall (for 
the 75 μm i.d. column, Figure 4.5C) enhances local transchannel dispersion, because ω1 
depends on the lateral pore dimensions in the bed, which in turn reflect local packing den-
sity and particle size [23,42]. 
Although at this point the origin of the size segregation in slurry-packed capillaries 
(Figure 4.5) is speculative, it is likely the result of a statistical process during consolidation 
of the bed. If we start with a loose and metastable packing where the packing voids are 
primarily located near the wall−bed interface, which is still the case in the reconstructed 
final packings, bed consolidation aims at maximizing bed density by opening and filling 
the remaining voids. The filling of voids is more likely done by a smaller than by a larger 
particle, which in turn creates a new void that again is occupied more likely by a smaller 
particle. The avalanching of the smaller particles yields a consolidated bed where they 
have been depleted from the center, depending on the aspect ratio and number of voids 
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initially present in a packing (cf. Table 4.1). Thus, the size segregation increases with the 
column diameter (Figure 4.5) and will be affected by the particles’ size distribution and 
surface roughness. 
 
 
 
 
Figure 4.5: Particle size segregation in slurry-packed low-aspect-ratio capillary UHPLC columns: (A) 30 μm 
i.d. column (group 1 packings); (B) 75 μm i.d. column (group 2 packings). Particles that are smaller in the 
three-dimensional reconstruction than the first quartile of the particle size distribution appear in yellow; par-
ticles larger than the third quartile are blue. Local particle size distributions from the wall and bulk regions 
are shown as examples (for their calculation, see the image analysis in the Supporting Information). 
(C) Evaluation of the entire set of reconstructed column packings: plot of the mean particle size from the 
local particle size distributions vs radial position in the bed. 
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4.4 Conclusions 
We have quantified the impact of wall effects in capillary UHPLC columns at varied 
column-to-particle diameter ratio on the separation efficiency. Subtle variations in wall 
effects (Figure 4.3) are visualized in the plate height curves (Figure 4.2B) through a simple 
velocity-proportional term (ω3ν, eq 4.5), which, however, is difficult to quantify given the 
limited range of plate height data (ν < 25) and general lack of knowledge of packing mi-
crostructure. This may explain why previous studies on the aspect ratio dc/dp in packed 
capillaries covering different packing protocols, particle properties, and applications have 
come to diverse conclusions: the actual velocity bias Δν/ν in eq 4.6, which reflects packing 
process and particle properties in a global sense, is far more important and difficult to pre-
dict than plain geometrical changes (dc/dp in eq 4.6). 
The applied CLSM approach allowed us to conduct a detailed morphological analysis 
of reconstructed column segments (cf. Figure 4.1) and record radial porosity profiles as a 
signature of the packing structure and wall effects. We have shown that the disproportion-
ate increase in reduced plate height with increasing aspect ratio in Figure 4.2B results from 
a marked change in transcolumn porosity profiles, which reveal looser packed wall regions 
for group 2 packings (Figure 4.3). Whereas porosity oscillations near the flat wall cannot 
be avoided, the mean value characterizing these fluctuations should be as close to the bulk 
porosity εbulk as possible. This is better realized by group 1 than by the group 2 packings. 
With the IPD (eq 4.7) we proposed a measure that includes all porosity deviations with 
respect to εbulk that an analyte encounters as it diffuses from the wall to the center of the 
bed (Figure 4.4). The IPD is a scalar measure of transcolumn contributions, which domi-
nate eddy dispersion in these packings, and can be used to quantify transcolumn porosity 
heterogeneity in any type of stationary phase. It explains separation efficiencies of all stud-
ied columns based on their packing microstructure and a rigorous morphological analysis. 
In particular, the slopes of the plate height curves represent the different contributions from 
wall effects, which are the result of variations in the packing quality achieved during the 
preparation of these columns. The IPDs (Table 4.1) adequately reflect the two groups of 
columns identified from the plate height curves and even distinguish between smaller vari-
ations within these groups. We establish a useful correlation between two dimensionless 
measures, one for the bed morphology (IPD, based on the radial porosity distributions) and 
one for the separation efficiency (slope of the plate height curves). 
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The larger-diameter packings (group 2) not only yielded looser packed wall regions but 
also showed a size segregation of particles along the column radius (Figure 5). The result is 
a gradual increase in mean particle size from the wall to the center of the bed that introduc-
es an additional radial variation in transchannel dispersion (ω1ν in eq 4.5). However, com-
pared with the porosity profiles in Figure 4.3, its effect on the associated transcolumn con-
tribution to eddy dispersion is negligible [40,43]. 
Simultaneously, it provides deep insight into the phenomena that occur during column 
packing and bed consolidation. Future work on the demystification of slurry packing will 
apply this new insight to improve the quality of packed capillaries and target other promi-
nent parameters that influence bed morphology with respect to the observed wall and size-
segregation effects. These include particle characteristics, like the particle size distribution 
and smoothness of the particles’ external surface, as well as slurry properties. 
 
 
4.5 Supporting Information 
 
4.5.1 Chemicals and Materials. Fully porous Acquity 1.7 µm BEH particles were pro-
vided by Waters Corporation (Milford, MA). Fused silica capillary tubing of 10, 20, 30, 
50, and 75 µm inner diameter was purchased from Polymicro Technologies, Inc. (Phoenix, 
AZ). HPLC grade acetonitrile and acetone and reagent grade trifluoroacetic acid (TFA) 
were purchased from Fisher Scientific (St. Louis, MO). Deionized water was obtained 
from a Millipore NANOpure water system (Billerica, MA). Test analytes ascorbic acid, 
hydroquinone, resorcinol, catechol, and 4-methyl catechol were purchased from Fisher 
Scientific (St. Louis, MO). Potassium silicate (Kasil) was used as received from PQ Corpo-
ration (Valley Forge, IA). 
 
4.5.2 Preparation of the Capillary UHPLC Columns. The process to preparing the ca-
pillary UHPLC columns has been reported previously [21,36,37,39,40]. Outlet frits were 
placed in capillary column blanks by pushing a 1–2 mm plug of 2.5 µm bare nonporous 
silica particles (Bangs Laboratories, Fishers, IN) 0.5 mm into the capillary using a tungsten 
wire to allow for the insertion of a carbon microfiber electrode. Acquity particles were sus-
pended in acetone at a concentration of 3 mg/mL and the slurry was then sonicated for 
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10 minutes using a Cole Parmer Ultrasonic Cleaner 8891 (Vernon Hills, IL). The slurry 
was placed in a packing reservoir and a fritted capillary column blank was then secured 
into the reservoir using a UHPLC fitting. With acetone used as a pushing solvent, 200 bar 
was applied to the fritted capillary column from a DSHF-300 Haskel pump (Burbank, CA) 
to initiate packing and then the pressure was increased 200 bar for every 1 cm of column 
bed packed until a maximum of 2000 bar was reached. Once the desired bed length was 
reached, column pressure was slowly leaked until atmospheric pressure was obtained. 
The column was then placed into a UHPLC injection apparatus connected to a 
DSXHF-903 Haskel pump (Burbank, CA) and flushed with at least 15 column volumes at 
2800 bar with the mobile phase to be used for column characterization. The pressure was 
then slowly released and re-initiated at 700 bar where a temporary inlet frit was formed by 
using a heated wire stripper (Teledyne Interconnect Devices, San Diego, CA). The column 
was clipped to the appropriate length and a new inlet frit was formed using the Kasil meth-
od [49]. The column inlet was gently pushed on a glass microfiber filter (Reeve Angel, 
Clifton, NJ) that was previously wetted with 1:1 (v:v) ratio of Kasil and formamide. The 
column was then placed in an oven at 85°C overnight to solidify the inlet frit. 
 
4.5.3 Chromatographic Analysis. A UHPLC injection apparatus was used to inject 
200 µM of an isocratic test mixture of L-ascorbic acid (dead time marker), hydroquinone, 
resorcinol, catechol, and 4-methyl catechol. The mobile phase for chromatographic evalua-
tion was 50/50 (v/v) water/acetonitrile with 0.1% TFA (column 30 µm i.d.-B was evaluat-
ed using 70/30 (v/v) water/acetonitrile with 0.1% TFA to improve the resolution for peak 
analysis). Amperometric detection was achieved by amplifying the current generated from 
an 8 µm diameter (200 µm in length) carbon fiber microelectrode placed in the end of a 
packed capillary and held at +1.1 V vs. Ag/AgCl reference electrode. Current-to-voltage 
conversion was achieved by using a model SR750 current amplifier (Stanford Research 
Systems, Sunnyvale, CA) with a 109 V/A gain and a 3 dB low pass bandwidth filter set at 
3 Hz. A 16-bit A/D converter was set at 21 Hz data acquisition rate and connected to an 
Intel Core 2 Duo desktop computer. Data was collected using a custom-written recorder 
program written with LabView 6.0 (National Instruments, Austin, TX). 
Reduced parameter plots (h–ν) were generated by separating the test mixture at a varie-
ty of mobile phase velocities. Chromatograms were frequency filtered digitally to remove 
high frequency noise while low frequency baseline drift was removed by background sub-
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traction. Using Igor 6.0 (Wavemetrics, Inc., Lake Oswego, OR), an iterative statistical 
moments algorithm with ± 3σ integration limits was applied to determine the theoretical 
plate count and retention time for each peak [32]. Extra-column band broadening effects 
from the injector and detector were found to be negligible (~1%, total), therefore plate 
heights were calculated with no attempt to correct for these effects. For the calculation of 
reduced parameters (h = H/dp and ν = uavdp/Dm), the number-averaged particle size and 
pressure-dependent diffusion coefficient for each compound were used. 
Figure 4.2A in the main article shows a representative chromatogram for well perform-
ing columns, whereas Figure 4.2B compares the plate height curves from all capillary 
packings for the least retained analyte (hydroquinone), with dc/dp ranging from 
~5 (dc = 10 µm) up to ~38 (dc = 75 µm). Complementary, Figure 4.6A shows a representa-
tive chromatogram for a poor performing column indicating no peak asymmetry, and Fig-
ure 4.6B compares the plate height curves for the most retained analyte (4-methyl cate-
chol). 4-methyl catechol forms the same groups as observed with hydroquinone, demon-
strating that this difference in performance is not an artifact seen for a particular analyte. 
 
4.5.4 Microscopic Imaging of Packing Microstructure. Images were acquired with a 
TCS SP5 confocal microscopy system equipped with a HCX PL APO 63x/1.3 GLYC 
CORR CS (21°) glycerol immersion objective lens (Leica Microsystems, Wetzlar, Germa-
ny) by focusing into a capillary segment where the polyimide coating has been removed 
with a drop of warm (170 °C) sulfuric acid. Fluorescent staining of the fully porous 
 sub-2 µm particles was achieved by adsorbing the lipophilic dye Bodipy 493/503 (D-3922, 
Invitrogen, Karlsruhe, Germany) at the C18-modified particle surface. For this purpose, the 
day before imaging, the capillary was flushed with an acetone solution of this dye 
(0.5 mg/mL) until an intensely colored droplet formed at the column outlet. At the day of 
the measurement, the excess dye was removed by flushing the capillary with several col-
umn volumes of a fused silica refractive index matching liquid, 70/19/11 (v/v/v) glycer-
ol/DMSO/water, calibrated to a refractive index of nD = 1.4582 with an AR200 digital 
refractometer (Reichert Analytical Instruments, Depew, NY). Then, the capillary was fixed 
on a microscope slide and immediately transferred to the microscope stage. Aberrations in 
the optical setup were eliminated using a balancing technique that has been discussed in 
detail before [56]. Briefly, the capillary was embedded in a pool of the above mentioned 
refractive index matching liquid to eliminate the column wall to function as a lens. The 
matching liquid also served as an immersion medium for the microscope lens. With this 
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setup spherical aberrations become independent of sampling depth and can be minimized 
by a “type 0” coverslip (Gerhard Menzel GmbH, Braunschweig, Germany) and by fine-
tuning the correction collar of the objective lens. 
 
 
 
 
Figure 4.6:  (A) Sample chromatogram for the poor performing 75 µm i.d. column (uav = 0.9 mm/s). Mobile 
phase: 50/50 (v/v) water/acetonitrile with 0.1% TFA. (B) Plot of the reduced plate height 
h = H/dp (4-methyl catechol) vs. the reduced velocity ν = uavdp/Dm for all column diameters. 
Solid lines are best fits of the data to equation 4.5. 
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Excitation of the fluorophore Bodipy 493/503 was realized with a 488 nm Argon laser 
setting the pinhole of the microscope to 0.5 AU. Fluorescence emission was detected in the 
interval 491–515 nm. Under these conditions we can expect an approximate lateral resolu-
tion of 169 nm and an axial resolution of 470 nm [26,50]. 
Images were recorded as three-dimensional image stacks along the axis of the capillar-
ies (xy-slices). They were received as 8-bit grayscale images at a sampling rate well below 
the Nyquist sampling rate with a step size of 30 nm laterally and 126 nm axially. The num-
ber of slices recorded for each stack depended on the amount of equispaced images that 
were needed to scan the capillary from top to bottom, e.g., 119 slices for a 10 µm i.d. capil-
lary column and 457 slices for a 50 µm i.d. column. The image size was chosen to cover a 
plane of the entire column diameter and at least 70 µm along the column axis (Figure 4.7). 
 
 
 
 
Figure 4.6:  Exemplary optical slices through a 30 µm i.d. column (30 µm i.d.-A) packed with fully porous 
Acquity 1.7 µm BEH particles prior to image processing. The C18-functionalized, endcapped 
particles were stained by the adsorption of the lipophilic dye Bodipy 493/503. 
 
 
4.5.5 Image Processing. Poisson-distributed photon noise in the images was reduced 
by use of the PureDenoise plug-in for ImageJ [51] provided by Luisier [52]. Bleaching of 
dye was corrected by fitting a second-order exponential decay to the acquired image stack's 
intensity distribution along the dimension of the optical axis (z-axis). For this purpose, a 
region of interest in the capillary was selected. Subsequently, Huygens maximum likeli-
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hood iterative deconvolution (Scientific Volume Imaging, Hilversum, The Netherlands) 
was applied for image restoration using an automated background estimate from the 
deconvolution software (“in/near object”-estimate) and a signal-to-noise ratio of 15. Imag-
es were rotated three-dimensionally to have the column aligned with the borders of the 
image stack. A two-dimensional projection along the column axis then allowed the elimi-
nation of a possible drift of the column between slices. To calibrate the z-step of the image 
stack, a perfectly cylindrical confinement was assumed so that all objects were symmetri-
cally distributed around the column axis (Figure 4.7). 
 
 
 
 
Figure 4.7:  Optical slices of a 30 µm i.d. column (30 µm i.d.-B) after image restoration along the capillary 
axis (A) and along the optical axis (B). Panel (C) shows a two-dimensional projection of the de-
tected column borders and center lines that were used to check the three-dimensional alignment 
of the recorded image stack. 
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Particles were detected by their property of defining high-intensity regions of low sig-
nal variance. For this purpose, the image stacks were duplicated. An unsharp mask fol-
lowed by thresholding was applied to one of these stacks. Then, the other stack was vari-
ance-filtered, thresholded, and inverted. A logic AND operation provided clusters whose 
three-dimensional centroids defined the locations of particle centers (Figure 4.8) [51]. 
Segmentation of the recordings was achieved by subjecting the acquired list of particle 
centers and each deconvolved image stack to a custom algorithm written with Visual Stu-
dio C# 2008 (Microsoft Corporation, Redmond, WA). A best fit for each particle was de-
termined by varying the input particle centers in all three dimensions and expanding a cir-
cular region of interest around these centers. The growing step terminated when either a 
variance threshold (specific of each recorded image stack) was exceeded for the pixels 
covered by the next larger circle (indicating imprecise sphere location), or the mean inten-
sity of these pixels would drop below 55% of the highest mean intensity found for a circle 
at this location (indicating the half height of the intensity signal). The radius and the center 
of the largest circle that could be fitted defined the location and the radius of each particle 
(Figure 4.9). 
A three-dimensional reconstruction with defined regions of the void space and particu-
late space was then drawn for each column segment assuming a perfect sphericity of the 
particles. These reconstructions were manually screened and corrected for any missing and 
falsely fitted particles by using an overlay of the deconvolved and reconstructed image 
stack. At least 3000 particles and 45 µm along the column axis were reconstructed for each 
column (cf. Table 4.2). For columns with an inner diameter of ≤ 30 µm an entire column 
segment was reconstructed (see Figure 4.1C), while we limited our reconstructions to the 
upper half of the larger-diameter columns (Figure 4.1D). This allowed all regions in the 
bed (wall and bulk regions) to be represented according to their effective distribution in the 
column. 
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Figure 4.8:  Section from a deconvolved particle image (A) which has been transformed by an unsharp mask 
of 25 pixels radius and a mask weight of 0.99 in (B). Panel (C) displays the inverse result of 
applying a variance filter with 30 pixel radius to (A). Red dots in panel (D) mark the result of a 
logical AND operation with (B) and (C). Subsequent three-dimensional centroiding allowed the 
location of possible centers of the marked particles. After fitting of these particles, smaller par-
ticles would be detectable by subtracting the detected particles from (B) and applying a smaller 
variance filter to (A). Particles that were not fully porous, like the one seen at the bottom of the 
bed, would often be missed (or fitted incorrectly) and were therefore segmented manually.
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Figure 4.9:  Programming flowchart outlining the subroutine used to determine a best-fitting sphere for each 
particle location (µ denotes the mean intensity, and σ² is the variance of the microscopic image's 
signal intensity; rp is the currently computed particle radius). The output rp,max denotes the radius 
of the best fitting sphere, whereas rp,min represents the minimal sphere radius analyzed. 
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Table 4.2: Basic reconstruction parameters of the analyzed columns 
a
. 
 
Column  
diameter 
Fitted 
particles 
Reconstructed 
length [µm] 
Recontructed 
volume [pL] 
dp 
[µm] 
dS 
[µm] 
 
ε 
 
εbulk 
10 µm i.d. 3041 180 17.8 1.99 2.27 0.452 0.377 
20 µm i.d. 3655 65 22.6 1.93 2.19 0.416 0.361 
30 µm i.d.–A 6967 65 46.2 2.00 2.23 0.402 0.360 
30 µm i.d.–B 6050 58 41.2 1.96 2.24 0.418 0.355 
50 µm i.d. 8543 55 47.4 1.96 2.28 0.406 0.364 
75 µm i.d. 14955 45 92.5 1.97 2.22 0.403 0.376 
 
a
  The reconstructed bed length refers to the dimension of the reconstruction along the column axis; dp is the 
number-averaged particle diameter, and dS is the Sauter mean diameter; ε is the external porosity 
(interparticle void volume fraction) of a packing, and εbulk is the bulk porosity (without wall region).  
 
 
4.5.6 Image Analysis. Integrity of the reconstructions was checked by comparing the 
resulting particle size distributions (PSDs) with a PSD that was acquired from 100 particles 
in scanning electron microscopy (SEM) images of the packing material. SEM images were 
obtained on a Hitachi S-4700 cold cathode field emission SEM equipped with a Through 
the Lens (TTL) detector (Tokyo, Japan). Exemplary PSDs are provided in panel (A) of 
Figure 4.10. The mean values (dp) for the PSDs varied between 1.96 and 2.00 µm. They 
are summarized in Table 4.2 together with the Sauter mean diameter and are in good 
agreement with values from the SEM-based PSD (dp = 2.01 µm). The standard deviation of 
the CLSM-based PSDs varied between 0.30 and 0.35, while the SEM-based PSD had a 
standard deviation of 0.28. 
Interparticle porosity was analyzed in the reconstructed column segments by calculat-
ing a two-dimensional projection of the ratio of void voxels to the total amount of voxels 
along the column axis; see panel (B) in Figure 4.10. Each porosity value of less than 0.99 
was defined to be located in the column, whereas larger values were assigned to the capil-
lary wall. Now, the pixels were sorted by their Euclidean distance from the column wall 
and binned with 100 nm step size. Resulting one-dimensional radial porosity profiles for 
the wall region are provided in Figure 4.3 of the main article. 
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The calculation of the radially resolved PSDs utilized in Figure 4.5 of the main article 
was performed by assigning a distance from the column wall to each particle center and 
analyzing the PSD in dependence from these distances with a moving window of one dp 
(at a sampling rate of 0.1 µm). Local PSDs with a count of less than 200 particles were 
discarded for being of minor significance and are not shown in the figure. 
The analysis of packing voids was performed by calculating the Euclidean distance of 
each void pixel from the closest particle surface. A packing void was defined to be present 
when the distance from the next particle surface exceeded the radius associated with the 
first quartile of the macroscopic PSD. Since most packing voids were located at the wall–
bed interface, the number of packing voids was counted and related to the approximate 
capillary surface area that was reconstructed, as shown in Table 4.1 of the main article. 
 
 
 
 
Figure 4.10:  (A) Exemplary probability density fits of three particle size distributions computed from the 
reconstructions of the packings. (B) Color-coded two-dimensional porosity profile of a 
30 µm i.d. capillary column. 
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Abstract 
Analytical columns (4.6 mm i.d.) packed with core–shell particles have shown a signif-
icantly reduced eddy dispersion contribution to band broadening compared to conventional 
fully porous particles. It has been speculated if this is caused by the narrow particle size 
distribution (PSD) of the core–shell particles, as an intrinsic advantage, or by an improved 
packing structure that specifically reduces the transcolumn velocity biases caused by wall 
effects. A recent simulation study has pointed against the former proposition [A. Daneyko 
et al., Anal. Chem. 83 (2011) 3903]. It is more likely that the slurry packing process for 
core–shell particles results in bed morphologies with reduced wall effects compared to the 
fully porous particles with a wide PSD. To access the latter proposition experimentally we 
slurry packed capillary columns (100 µm i.d.) with different fully porous (wide PSDs) and 
core–shell (narrow PSDs) particles and imaged their bed structures three-dimensionally 
using confocal laser scanning microscopy. This allowed us to resolve and analyze the bed 
morphology in these columns locally on all length scales contributing to eddy dispersion. 
On the transcolumn scale we observed a systematic difference between core–shell and ful-
ly porous particles: In the vicinity of the column wall the core–shell particles packed dens-
er (closer to the bulk packing densities) and with a higher regularity than the fully porous 
particles. The bulk regions of all packings were effectively indistinguishable. This provides 
experimental evidence that the reduced eddy dispersion contribution with core–shell 
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packings should be attributed to a higher transcolumn homogeneity rather than to an im-
proved bed morphology on smaller length scales, e.g., to a reduced short-range disorder. 
 
 
5.1 Introduction 
When the core–shell particle concept was first introduced to chromatography during 
the late 1960s for the separation of macromolecules by Horváth et al. [1,2] and Kirkland 
[3,4] it did not succeed in finding widespread application due to the development of ever 
finer, spherical, fully porous particles. Only in 2006 Advanced Materials Technologies 
(Wilmington, DE) manufactured the first Halo particles with a nominal diameter (dp) of 
2.7 µm and returned core–shell particles to the attention of chromatographers [5,6]. Since 
then core–shell particles provide an inviting alternative to the conventional fully porous 
sub-2 µm particles even for the separation of small analytes. Under these conditions the 
shorter diffusion length through the porous shell compared to fully porous particles be-
comes irrelevant in its contribution to band broadening. Still, columns packed with core–
shell particles almost show the same loading capacity as fully porous particles while oper-
ated at lower backpressures than columns packed with sub-2 µm particles. When applied 
with modern HPLC equipment columns packed with sub-3 µm core–shell particles exhibit 
minimum reduced plate heights (hmin) below 1.6 in the popular 4.6 mm i.d. column for-
mat [6–9], whereas conventional fully porous particles typically yield hmin  2.0 under sim-
ilar conditions. Consequently, core–shell particles have been complimented not only for 
reducing transparticle diffusion lengths, but also for improving the kinetic performance of 
the columns packed with these particles. This has been marketed to originate from a nar-
rower particle size distribution (PSD), which is at about 3–6% relative standard deviation 
(RSD) for core–shell particles compared to 10–20% RSD for the available fully porous 
particles. It is assumed that eddy dispersion is reduced by an improved bed morphology 
[7,10], but exactly how a narrow PSD works to achieve a more homogeneous packing and 
thus higher column efficiency remains unclear [11]. 
In a systematic approach to study band broadening in columns packed with dp = 2.7 µm 
Halo and dp = 2.6 µm Kinetex core–shell particles Gritti and Guiochon [8] used peak park-
ing experiments with a diffusion model based on the effective medium theory. This al-
lowed the quantification of individual band broadening contributions from longitudinal 
diffusion, eddy dispersion, and mass transfer resistance. They demonstrated that the high 
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efficiencies for columns packed with core–shell particles result from the combination of a 
10% smaller longitudinal diffusion term and a 30% lower eddy dispersion term compared 
to columns packed with conventional fully porous particles. Whether the exceptional low 
eddy dispersion term with core–shell packings (for small and medium sized analytes) is an 
intrinsic feature of a narrow PSD in the bulk packing region of a column, or a result of re-
duced wall effects and smaller transcolumn velocity biases, still remained an open question 
[9]. Notably, the latter proposition is expected to originate from a changed shear stress dis-
tribution across the column during the slurry packing process with core–shell particles that 
are rougher than most fully porous particles [9,12]. 
Detailed eddy dispersion simulations from our group recently demonstrated that the 
width of a PSD is negligible in chromatographic praxis when considering the bulk region 
of the beds [13]. In that work, the investigated PSDs were modeled according to experi-
mentally acquired PSDs of sub-2 µm fully porous and sub-3 µm core–shell particles. 
Computer-generated bulk, i.e., unconfined packings without walls (infinitely wide) allowed 
to study the influence of the PSD on hydraulic permeability and eddy dispersion independ-
ent from all other parameters, e.g., the packing process or individual particle properties, 
while keeping realistic unimodal and continuously distributed PSDs [13]. By contrast, the 
experimental approach of blending particles often yields bimodal distributions [12]. The 
simulations demonstrated that hydraulic permeability of a bulk packing (an “infinite di-
ameter column”) does not depend on the underlying PSD, whereas eddy dispersion was 
affected only to an extent that is not noticeable in chromatographic praxis. This is con-
sistent with earlier experimental studies using larger particles [12,14,15]. Here, the width 
of the PSD remained insignificant regarding separation efficiency as long as the dp,90/ dp,10 
ratio did not exceed 2 [14]. 
In these simulations with bulk packings [13] the overall interstitial porosity dominated 
the magnitude of eddy dispersion. Experimentally, the core–shell particles often even pack 
looser than the conventional fully porous particles [16,17]. These findings suggest that the 
reduced eddy dispersion for core–shell particles should not be associated with transchannel 
and short-range interchannel disorder (on a length scale of up to 1–2 dp) characterizing 
bulk packings, but with a changed bed morphology in the vicinity of the column wall, lead-
ing specifically to a smaller transcolumn contribution to eddy dispersion. 
The importance of transcolumn contributions to separation efficiency has been high-
lighted in theoretical and experimental studies (see, e.g., [18–24]). Numerical simulations 
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nowadays allow to quantify the contributions to eddy dispersion on all relevant time and 
length scales in packed beds [13,22,24–26]. The ability to highlight single process parame-
ters is an invaluable tool to understand the relationship between the microscopic structure 
of a packed bed and its transport properties. Yet, the very complex physical interactions 
taking place during the slurry packing process have seldom been studied systematically 
and are not fully understood; an algorithmic approach that comprises the slurry packing 
process with all its process parameters comprehensively is still missing. To study process 
parameters applied during column packing that are relevant to the resulting bed morpholo-
gy complementing the simulations with a three-dimensional visualization of these mor-
phologies therefore becomes invaluable. The strongest benefit of three-dimensional imag-
ing is the capability to resolve and analyze bed structures locally, whereas traditional 
chromatographic characterization only yields averaged parameters for an entire column. 
We applied confocal laser scanning microscopy (CLSM) to approach the morphology 
of different chromatographic bed types, i.e., silica based monoliths and particulate beds 
[27–31]. Most recently, we started to investigate the effect of single isolated parameters 
altered during the slurry packing process on the final bed morphology in capillary columns 
[31]. These were packed with 1.7 µm Acquity BEH particles and their i.d. was varied from 
10 to 75 µm. When the column-to-particle diameter ratio (dc/dp) was increased above 20 
the efficiency of these columns dropped from hmin ≈ 1.4 to hmin ≈ 2.5. This observation cor-
related directly with a morphological change near the capillary wall. Larger i.d.’s and 
poorer performing capillaries were packed looser in the immediate wall region, resulting in 
an increased transcolumn eddy dispersion contribution. Opposed to capillary columns that 
allow to measure band broadening for laterally fully equilibrated wall effects [22,24,31], 
the separation efficiencies traditionally acquired for analytical and narrow-bore columns 
are always recorded in the pre-asymptotic regime, i.e., with non-equilibrated wall effects. 
Here, 2.1 mm i.d. columns often perform worse than 4.6 mm i.d. columns, which was ex-
plained by Gritti and Guiochon [32] as a consequence of the larger volumetric fraction 
occupied by the crucial and often heterogeneous wall region in the 2.1 mm i.d. columns. 
Still, the physical laws relevant to bed formation remain the same for capillary fused silica 
and analytical steel columns. 
The goal of this work is to visualize and elucidate the influence of the PSD on the 
transcolumn bed morphology of packed columns. For that purpose we slurry packed 
100 µm i.d. capillary columns with several commercially available packing materials: 
Chapter 5 – Influence of Particle Properties on the Wall Region in Packed Capillaries 
 
 133 
wide-PSD fully porous and narrow-PSD core–shell particles. A fixed packing protocol was 
employed for all particles and the packed beds were imaged and reconstructed by CLSM. 
When applied to capillary type packings this optical microscopy method can be used to 
image the entire cross-section of the column under noninvasive conditions, which is im-
possible for narrow-bore and analytical column packings. It is an experimental setup that 
allows us to study the interplay of the packing material with the confining capillary wall 
and to visualize the transition of the bed morphology to its behavior in the bulk region of a 
packing. Here, we adapt this approach to analyze systematic differences in the bed mor-
phology for wide-PSD fully porous and narrow-PSD core–shell packing materials. 
 
 
5.2 Eddy Dispersion in Packed Capillaries 
A discussion of morphology–transport relationships with respect to the separation effi-
ciency requires a deep understanding of the interconnections between experimentally ac-
quired plate heights and the length scales of eddy dispersion contributions that originate in 
the morphology of packed beds. These connections have been made by Giddings’ theory of 
eddy dispersion [33]. He developed a plate height equation which is by now the only eddy 
dispersion model with a sound physical background. In analogy to conductors in parallel 
Giddings applied the random-walk relationship to a model of eddy dispersion. Based on 
the additivity of variances he assumed that a chromatographic bed could be described with 
at least three distinct length scales that involve coupling between transverse diffusion and 
spatial velocity fluctuations. The equation for reduced plate height h = f(ν) in his model is 
given by 
 
 
 
(Eq. 5.1) 
 
 
where h = H/d is the reduced plate height and ν is the reduced velocity defined as 
ν = uavd/Dm (uav is the average mobile phase velocity, d represents a mean particle diame-
ter, and Dm is the diffusion coefficient of the analyte or tracer molecules in the bulk mobile 
phase).  
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The first term of the plate height equation (b/ν) accounts for longitudinal molecular dif-
fusion driven by the concentration gradient along the zone profile, while the last term (cν) 
accounts for the mass transfer kinetics into and across the stationary phase [33]. Remaining 
terms in Eq. 5.1 characterize eddy dispersion by the universal structural parameters λi and 
ωi: The transchannel contribution (i = 1) refers to velocity biases across individual chan-
nels between adjacent particles; the short-range interchannel contribution (i = 2) refers to 
velocity biases on a length scale of 1–2 dp caused by the random positions of the particles 
in the bed; and transcolumn dispersion (i = 3) refers to a confinement-based velocity bias 
(wall effects) caused, e.g., by the inability of rigid particles to pack closely against the col-
umn wall (so-called geometrical wall effect). Apart from the average external bed porosity 
transcolumn contributions are one of the main contributors to eddy dispersion [22,24,31] 
that determine the difference between a well packed and a mediocre packed capillary [31].  
Of the various statistical parameters that can be calculated for PSDs, we use the sur-
face-mean or Sauter mean particle diameter dS = ∑ nidi
3
 / ∑ nidi
2
 for the normalization of 
plate height data (h = H/dS) and fluid velocity (ν = uavdS/Dm), because it ensures a compari-
son of packed beds under the condition of equal total external surface area. Whereas the 
use of dS in connection with the permeability is unquestioned, because in laminar flow the 
viscous drag on a particle is proportional to the surface area orthogonal to the flow direc-
tion, normalization of plate height data by dS requires explanation [13]. The flow 
nonuniformity in the interparticle void space of a packing is caused by the no-slip velocity 
boundary condition at the particles’ surfaces. Thus, the surface area has an impact on eddy 
dispersion that originates from the nonuniformity of the flow field. In turn, the normaliza-
tion by dS ensures that the packings are compared under the condition of equal total exter-
nal surface area, which is important when different PSDs are involved. 
Importantly, Eq. 5.1 is only valid when the lateral equilibration of dispersion contribu-
tions is complete. While this cannot be realized with narrow-bore and analytical columns, 
capillary columns typically have bed lengths of more than a thousand column diameters; it 
allows full lateral equilibration of the analyte between velocity extremes that may exist 
over the whole column cross section. Comprehensive simulation studies of eddy dispersion 
in packed beds have shown that in a range of reduced velocities common in chromato-
graphic praxis (ν < 30) the comprehensive Giddings equation for a capillary type stationary 
phase can be expressed in the following form [22,24] 
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(Eq. 5.2) 
 
 
i.e., transchannel and transcolumn dispersion contributions lose their coupling characteris-
tic and reduce to simple velocity-proportional terms (ω1ν and ω3ν, respectively). This be-
havior is resolved when plate height data are acquired and subsequently analyzed with 
Eq. 5.1 over a sufficiently wide velocity range for laterally fully equilibrated wall effects 
and the corresponding asymptotic dispersion coefficients, as performed in [22,24]. Exper-
imental confirmation of Eq. 5.2 can be found in [31]. In that work the packing material and 
therefore the mass transfer resistance remained unchanged, whereas the linear slope of the 
plate height curves varied, which depended primarily on the transcolumn heterogeneities in 
the beds and the associated ω3ν in Eq. 5.2. The structural parameter ω3 of transcolumn ed-
dy dispersion is approached by [33] 
 
 
 
(Eq. 5.3) 
 
 
where ωα,3 represents the characteristic lateral diffusion length for transcolumn equili-
bration (column radius, dc/2) and ωβ,3 describes the relative difference between the in-
volved velocity extremes (near-wall and bulk velocities). Whereas ωα,3 is a purely geomet-
rical parameter that contains the aspect ratio (dc/dp), ωβ,3 characterizes the individual 
transcolumn velocity profiles that develop with a particular bed morphology. How a specif-
ic parameter in a slurry packing protocol manifests itself in this parameter (ωβ,3) is an unre-
solved question. It is the ability of the CLSM approach to resolve all morphological fea-
tures locally on the length scales that are relevant to eddy dispersion, from the transchannel 
contribution manifested in the local interstitial pore volumes up to the transcolumn contri-
bution visible in the porosity distribution along the capillary diameter. In our previous 
studies we derived chord length distributions and radial porosity profiles as morphological 
measures to describe heterogeneity on these length scales [27–31]. In the present work 
these measures are applied to compare bed morphologies of wide-PSD fully porous and 
narrow-PSD core–shell packing materials. 
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5.3 Experimental Section 
 
5.3.1 Chemicals and Materials. Six 100 µm i.d. cylindrical fused silica capillaries each 
packed with a different type of stationary phase material were employed in this study. 
365 µm o.d., polyimide coated, fused silica capillary tubing was purchased from Polymicro 
Technologies (Phoenix, AZ). These capillaries were packed with the following C18 modi-
fied stationary phases: dp = 3 µm Atlantis particles (Waters Corporation, Milford, MA), 
3 µm Luna and 2.6  µm Kinetex particles (Phenomenex, Aschaffenburg, Germany), 3.5 µm 
Zorbax and 2.5 µm Poroshell particles (Agilent Technologies, Waldbronn, Germany), and 
2.7 µm Halo particles (Advanced Materials Technologies, Wilmington, DE). All solvents 
(glycerol, HPLC grade acetonitrile (ACN), dimethylsulfoxide (DMSO), methanol, 
tetrahydrofurane (THF), acetone) and thiourea were supplied by Sigma–Aldrich Chemie 
(Taufkirchen, Germany). A Milli-Q gradient water purification system (Merck Millipore, 
Darmstadt, Germany) was used to provide HPLC grade water. The dye Bodipy 493/503 
(Life Technologies, Darmstadt, Germany) was utilized as a lipophilic fluorophore for mi-
croscopic imaging. 
 
5.3.2 Slurry Packing of Capillaries. A fixed packing protocol that is known to provide 
reproducible results (e.g., average packing densities) [34] was used for all particles, instead 
of optimizing the packing procedure for each material individually. This allowed us to un-
ravel how particles with different properties (e.g., PSD and surface roughness) respond to a 
given set of boundary conditions during the packing process. We were particularly inter-
ested in providing an answer to the key question whether distinct morphological properties 
(in the packing bulk and the wall region) can be associated with the group of wide-PSD 
fully porous particles and the group of narrow-PSD core–shell particles. 
The fused silica capillaries were slurry packed using a Well-Chrom K-1900 pneumatic 
pump (Knauer, Berlin, Germany). A 500 µm i.d. glass-lined metal tubing was used as the 
slurry reservoir. SSI two-way and three-way valves (ERC, Riemerling, Germany) were 
placed between the pneumatic pump and slurry reservoir for pressure release and slurry 
injection, respectively. A stainless steel union with a 1 µm mesh stainless steel frit (Up-
church Scientific, Oak Harbor, WA) was placed at the capillary outlet before the packing 
process started. For slurry preparation 50 mg of the dry particles was suspended in 
1 mL THF while applying ultrasound (15 min). Degassed methanol was used as the pack-
Chapter 5 – Influence of Particle Properties on the Wall Region in Packed Capillaries 
 
 137 
ing solvent for the consolidation of the beds. Starting with 100 bar the packing pressure 
was increased to 500 bar and held at this value until a sufficient filling of the capillaries 
(about 250 mm) was achieved. Next, the pressure was raised up to 600 bar and the bed was 
further consolidated in an ultrasonic bath (Bandelin Electronic, Berlin, Germany) at 
35 kHz for 45 min. As shown by Ehlert et al. [34] the use of ultrasound is critical for ob-
taining densely packed capillaries. When the packing did not settle further, the system was 
depressurized slowly (2–3 h) and the capillary was removed from the packing device. The 
packing solvent was exchanged for degassed water containing 1 g/L sodium chloride. Re-
placing the packing solvent for an electrolyte solution has shown to be necessary for ob-
taining mechanically stable frits [34]. Afterwards, the packed capillary was again connect-
ed to the packing pump and flushed with the aqueous solution for at least 30 min at 500–
600 bar to ensure complete exchange of the packing solvent. Then, the packing was fixed 
by an inlet and an outlet frit, which were sintered using an FSM-05SV arc fusion splicer 
(Fujikura, Tokyo, Japan). In all cases, the final bed length (Lbed) of the capillaries was 
200 mm. Finally, the packed capillaries were cut directly at the inlet frit and the outlet frit 
and were examined with a MH 300 light microscope (VWR International, Darmstadt, 
Germany) for faulty frits and packing defects. 
 
5.3.3 Chromatographic Characterization. Plate height curves (plate height H vs. aver-
age mobile phase velocity uav) were acquired using an 1100 series HPLC system from Ag-
ilent Technologies (Waldbronn, Germany) consisting of a degasser, a nanopump, and a 
diode-array UV detector. The system was controlled by Agilent ChemStation software. 
Manual sample injection was performed via a two-position injection valve with a 4 nL in-
ternal loop (Model CN4 from Vici AG Valco Europe, Schenkon, Switzerland). The loop 
was flushed using a syringe (Hamilton, Reno, NV). An interfacing capillary (15 µm i.d., 
90 cm length) connected the nanopump outlet with the injection valve. For detection, a 
fused-silica capillary (50 µm i.d.) was utilized as UV capillary cell. The total length of this 
capillary (from the column outlet to the detection window) was fixed at 10 cm. A flow me-
tering device (Model SLG-1430-025, Sensirion, Staefa, Switzerland) was installed behind 
the analytical system to measure precisely the actual volumetric flow rates. All experi-
ments were carried out at 298 ± 1 K under isocratic elution conditions. 
The mobile phase consisted of water/ACN 20/80 (v/v). Thiourea served as dead-time 
marker and as unretained tracer (1 mg/mL) detected at 210 nm. Plate heights were calcu-
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lated by the method of moments. The first and second moments (M1 and M2) of the peaks 
were estimated by fitting each individual peak with an exponentially modified Gauss func-
tion. Due to the relatively small volume of the packed capillaries, the effect of the 
extracolumn volume becomes significant for the performance of the columns. Therefore, 
extracolumn band profiles were recorded by connecting the detection capillary directly 
with the injector. The first and second moments (M1,extra and M2,extra) of thiourea with this 
configuration were estimated and the column HETP was then calculated according to [17] 
 
 
 
(Eq. 5.4) 
 
 
While extracolumn contributions to band broadening could be accounted for by follow-
ing this procedure, we note that possible effects of the sintered frits are still included in the 
final plate height data. Three successive injections were made for a given column and flow 
rate and the plate heights averaged to account for the error from manual injection. 
 
5.3.4 Microscopic Imaging. Images were acquired with a TCS SP5 confocal microsco-
py system equipped with a HCX PL APO 63×/1.3 GLYC CORR CS (21°) glycerol immer-
sion lens (Leica Microsystems, Wetzlar, Germany) by focusing into a capillary segment 
where the polyimide coating was removed with a drop of warm sulfuric acid. For a fluo-
rescent signal the C18 modified particles were stained with Bodipy 493/503 prior to imag-
ing by pumping an acetone solution of this dye (0.5 mg/mL) through the capillaries until an 
intensely colored droplet formed at the column outlet, indicating that the column was 
flushed with excess dye [31]. Subsequently, the dye solution was flushed out of the column 
using a fused silica refractive index matching liquid composed of glycerol/DMSO/water 
70/19/11 (v/v/v), leaving the dye adsorbed onto the particles’ surfaces. The liquid was cali-
brated to a refractive index of nD = 1.4582 with an AR200 digital refractometer (Reichert 
Analytical Instruments, Depew, NY), matching the refractive index of the silica based par-
ticles and the fused silica capillary wall. The capillaries were fixed on microscope slides 
and immersed into the fused silica refractive index matching liquid to avoid aberration of 
the fluorescence signal by focusing through the curved surface of the capillary walls. An 
optical setup that allows to record optical slices at the diffraction limit independent from 
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sampling depth was then realized by applying a “type 0” coverslip (Gerhard Menzel, 
Braunschweig, Germany) and exchanging the immersion medium of the microscope lens 
with the fused silica refractive index matching liquid as well. A detailed discussion of this 
setup and the optimization procedure can be found in a previous paper [28]. 
To achieve a high level of depth discrimination during optical sectioning the pinhole of 
the microscope was set to 0.5 AU. Excitation of the fluorophore Bodipy 493/503 was per-
formed with a 488 nm Argon laser. Fluorescence emission was detected in the interval 
491–515 nm which yields an approximate lateral resolution of 169 nm and an axial resolu-
tion of 470 nm [31,35]. Stacks of 150–200 images were recorded perpendicular to the ca-
pillary axis close to the center of the capillary, covering its entire diameter and at least 
70 µm in the direction of the capillary axis. Sampling of the images was performed well 
below the Nyquist sampling rate at a scanning step size of 30 nm laterally and 126 nm 
along the optical axis, covering a volume of approximately 100 µm × 70 µm × 20 µm. 
 
5.3.5 Image Processing and Capillary Reconstruction. All images were corrected for 
Poisson-distributed photon noise of the detection system by applying the PureDenoise 
plug-in for ImageJ [36] provided by Luisier [37]. The decay of the signal intensity along 
the optical axis was corrected by fitting a secondorder exponential decay to a region of 
interest in the center of the capillary. Subsequently, Huygens maximum likelihood iterative 
deconvolution (Scientific Volume Imaging, Hilversum, The Netherlands) was applied for 
image restoration yielding images of improved contrast and resolution. An exemplary opti-
cal slice before and after these processing steps, illustrating the improvements in signal-to-
noise ratio and contrast [28,31], is shown in Fig. 5.1. 
Further processing steps were conducted using custom software written in Microsoft 
Visual Studio 2008 C# (Microsoft Corporation, Redmond, WA). Images were rotated to 
 
Chapter 5 – Influence of Particle Properties on the Wall Region in Packed Capillaries 
 
 140 
 
 
Figure 5.1:  Optical slice through the center of a 100 µm i.d. cylindrical fused silica capillary packed with 
2.6 µm Halo particles (A). The left side of the images shows the slice before image processing 
and the right side afterwards. For a better illustration of the improvements in signal-to-noise ra-
tio and contrast a zoom into a 7 µm × 7 µm region is also shown (B). 
 
 
align the column with the borders of the image stack. A potential drift of the column was 
corrected for by assuming a perfect cylindrical layout of the capillary. This also allowed a 
fine-tuning of the z-step (effective slice-to-slice distance of the two-dimensional images). 
The centers of fully porous particles were detected by their property of defining high-
intensity regions of low signal variance. For this purpose the image stacks were duplicated. 
An unsharp mask followed by thresholding was applied to one of these stacks. Then the 
other stack was variance-filtered, thresholded, and inverted. A logic AND operation pro-
vided clusters whose three-dimensional centroids defined the locations of particle centers 
[31]. The centers of core–shell particles were identified by a bandpass filtering technique 
presented in [28], providing a list of all particle centers in the captured capillary volume. 
Since the cores of the core–shell particles are nonporous no dye was adsorbed leaving dark 
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spots in the recorded images. Therefore, recorded image stacks of the core–shell particles 
were subjected to a three-dimensional watershed transformation prior to the next pro-
cessing step. Seed locations for the watershed transformation were the detected particle 
centers, marking the core region of the particles in the images as foreground. 
The size of a particle was determined by a variation of the particle center while looking 
for the ‘best fitting’ particle size, as described in [31]. A three-dimensional reconstruction 
was achieved by assuming perfect sphericity of the particles and coloring the images in a 
binary representation, with the foreground of the images defining solid phase and the 
background of the images defining void phase (Fig. 5.2). In a segmented image the exter-
nal porosity is defined as the ratio of background voxels divided by the total amount of 
voxels in the considered volume segment. The capillary walls confining the reconstructions 
were defined to be the rows of voxels parallel to the capillary axis with a porosity larger 
than 0.99. Additionally, all reconstructions were cropped at their unconfined image borders 
to avoid unregistered particles to be part of the analyzed capillary volume. 
 
 
 
 
Figure 5.2:  Volume rendering of a reconstructed packing of 2.6 µm Halo particles in a 100 µm i.d. cylindri-
cal fused silica capillary as applied in the morphological analysis. The reconstruction covers a 
capillary segment of 100 µm × 58 µm × 15 µm. 
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5.3.6 Morphological Analysis. To characterize the size of the interparticle flow-
through pores and their heterogeneity chord length distributions (CLDs) of 10
6
 chords were 
calculated from random seed locations in the void region of each reconstructed capillary 
segment, as described by Courtois et al. [38]. From each location 32 angularly equispaced 
vectors were projected until they either hit a particle’s surface or projected out of the image 
boundaries; the latter case was followed by discarding the chord, while in the former case a 
pair of opposing vectors was collected and recorded, effectively describing a linear parti-
cle-to-particle distance in the reconstructed bed. The resulting chords were binned at a bin 
size of 0.1 µm and a k–Γ function was fitted to the histogram using the Levenberg–
Marquardt algorithm [39]. An exemplary distribution is shown in Fig. 5.3 [28–30]. 
The interparticle void volume fraction or external bed porosity ε of the reconstruction 
was computed by dividing the amount of background voxels by the total amount of voxels 
in the examined volume segment. In the following, εext refers to the average external poros-
ity of the whole reconstruction, ε(r) denotes the local porosity at radial position r in a col-
umn, and εbulk is the bulk value calculated as the mean in the region from r = 10 dp (i.e., 
sufficiently far away from the wall) to r ≈ 50 µm, which is the capillary center. For 
transcolumn porosity profiles a two-dimensional projection of the porosity was calculated 
along the column axis, which was then processed into a one-dimensional profile using a 
radial transformation based on the Euclidean distances of the projection from the allocated 
capillary wall. Finally, all data points were smoothed with a moving window of 0.1 µm to 
provide a continuous radial porosity profile (cf. Fig. 5.3). 
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Figure 5.3:  Workflow of the reconstruction analysis. An image stack of 100–200 images is recorded and 
reconstructed to give a central capillary segment covering the entire diameter of the capillary 
(cf. Fig. 5.2). A chord length distribution from 10
6
 chords is fitted with a k–Γ function, provid-
ing information about the mean pore size and the statistical dispersion of the pore size distribu-
tion. A two-dimensional projection of the bed porosity (i.e., averaged along the column axis) al-
lows to create a radial porosity distribution ε(r), providing information about flow inequalities 
present on the transcolumn length scale. 
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5.4 Results and Discussion 
 
5.4.1 Particle Properties. The particles studied in this work are fully porous Atlantis, 
Luna, and Zorbax particles as well as core–shell Halo, Kinetex, and Poroshell particles. 
Besides the obvious difference in their intraparticle morphology the width of the PSD is 
the most apparent variation between these particle types. Due to their manufacturing pro-
cess the fully porous particles have relatively wide PSDs with a RSD of 9.4–18%. The 
core–shell particles, in contrast, are produced by coating monosized nonporous beads with 
a porous shell and the RSD of their PSDs is much smaller (2.8–6.0%). Individual PSDs 
attained from CLSM and scanning electron microscopy (SEM) images are presented in 
Fig. 5.4. Their statistical parameters are summarized in Table 5.1. Recent simulation stud-
ies from our group have shown that reducing the PSD’s RSD for a particulate stationary 
phase from 25.3% to 3.4% in bulk (unconfined) packings decreases eddy dispersion only 
by an amount that is negligible in chromatographic praxis [13], i.e., Δh < 0.1 (at identical 
external bed porosity); this was already discussed in the Introduction. Therefore, the heter-
ogeneity in the bulk properties of the investigated packings should be almost indiscernible. 
If there is an intrinsic advantage of a narrow PSD it rather has to result from the interplay 
of the particles with the confining column wall and the ordering of the particles in its vicin-
ity. Consequently, morphological differences that affect the separation efficiency should 
become evident on the transcolumn length scale. The packing density is the parameter with 
the highest impact on the column permeability and flow velocity inequalities [13,20,22,24–
26]. Therefore, transcolumn heterogeneities have to be visible in sufficiently resolved radi-
al porosity profiles, which we acquired from the recorded CLSM images. 
Since light microscopy is diffraction-limited CLSM cannot resolve the surface roughness 
of the particles. Alongside the PSD the surface roughness of the particles is another param-
eter that could have a noticeable effect on the bed morphology. Surface roughness contrib-
utes to shear stress of the particles with the column influencing the bed morphology near 
the wall, whereas particle–particle shearing affects the bulk morphology of the bed [9,12]. 
The insets in Fig. 5.5 show SEM images of an exemplary particle for each particle type. 
The manufacturing process of the core–shell particles typically yields surfaces that are at 
least slightly rough, as for Kinetex and Poroshell particles, whereas the fully porous parti-
cles are often very smooth (Atlantis and Luna). Zorbax and Halo are the two roughest ma-
terials used in this study, but these are mere qualitative observations and studies that quan-
tify the roughness of the particles (e.g., by means of atomic force microscopy) are required. 
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Figure 5.4:  Particle size distributions (PSDs) of the employed packing materials. SEM based PSDs were 
obtained from a probability density estimate using the diameters of 200 particles determined 
manually. For the CLSM based PSDs a probability density estimate of the distribution was 
made on the reconstructed particles: 3.5–6.0 × 103 particles were used for the larger fully po-
rous particles and 8.4–12.7 × 103 particles for the smaller core–shell particles. 
 
 
 
Figure 5.5:  Illustration of particle characteristics in the reconstructed packings. Shown are optical slices 
through the center of the 100 µm i.d. cylindrical fused silica capillary columns (top row: fully 
porous particles, bottom row: core–shell particles). Apart from their different intraparticle po-
rosity the core–shell particles differ from the fully porous particles primarily in the width of 
their PSD (cf. Fig. 5.4 and Table 5.1). The core–shell particles have PSDs with ca. 3–6% RSD, 
while the RSD of the PSDs for the fully porous particles is much higher (about 10–20%). The 
comparison of the particles in chromatographic practice is complicated by the differing surface 
roughness (see SEM insets in the images), the presence of agglomerated particles, and various 
kinds of imperfections, as noted in the figure. 
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Table 5.1:  Morphological parameters determined from the reconstructed capillary segments. Unless stated 
otherwise, they were calculated for an entire reconstruction (including wall and bulk regions of 
the bed). 
 
 Halo Kinetex Poroshell Atlantis Luna Zorbax 
PSD
a 
      
No. of particles 8346 10100 7979 3483 3905 3846 
Mean [µm] 2.62 2.48 2.53 3.58 3.31 3.33 
Mode [µm] 2.64 2.48 2.63 3.38 3.16 3.36 
Median [µm] 2.64 2.46 2.64 3.54 3.24 3.36 
dS [µm] 2.65 2.48 2.65 4.16 3.72 3.46 
RSD [%] 4.6 2.8 6.0 18 15 9.4 
CLD
b
       
µ [µm] 1.91 2.05 2.13 2.91 2.76 2.68 
µ [dp] 0.72 0.83 0.81 0.82 0.85 0.78 
k 1.96 1.96 1.94 1.93 1.94 1.96 
Mode [µm] 0.85 0.85 0.85 1.15 1.05 1.15 
Mode [dp] 0.32 0.35 0.32 0.32 0.32 0.34 
Porosity
c
       
εext 0.37 0.39 0.38 0.39 0.41 0.38 
εbulk 0.36 0.40 0.38 0.38 0.41 0.37 
IPD
d
       
Global value –0.01 –0.14 –0.12 0.20 0.16 0.09 
Wall region 0.05 –0.02 –0.07 0.22 0.17 0.12 
Transition region –0.07 –0.13 –0.06 –0.02 –0.01 –0.03 
 
a
  All particle statistics were calculated from the distribution around the main maximum in the PSDs (cf. 
Fig. 5.4), ignoring contaminations and agglomerated particles (cf. Fig 5.5). 
b
 A k–Γ function Eq. 5.5 was fitted to the CLDs (cf. Fig. 5.3) to analyze their mean chord length (µ) and 
statistical dispersion (k = µ²/σ², where σ is the statistical standard deviation of a CLD): 
c
 Bulk porosity was calculated from all foreground and background voxels that were at least at 10 dp distance 
from the capillary wall, i.e., εbulk refers to radial positions r ≥ 10 dp (r = 0 at the column wall), and εext is the 
average external porosity of the whole reconstruction. 
d
 To split the IPD (Eq. 5.6) into contributions from different regions in a packing the wall region was defined 
to extend by 5 dp into the bed (0 ≤ r ≤ dp); the transition region was defined to range from a distance of 5 dp 
from the column wall up to 10 dp into the bed (5 dp ≤ r ≤ 10 dp). 
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Some additional qualitative differences between the particles are already apparent from 
a visual inspection of the CLSM and SEM images recorded during this study. The features 
are superimposed on any PSD effect. These specific particle properties are illustrated with 
Fig. 5.5. Notably, Atlantis and Luna packings show an increased variability in the particle-
to-particle fluorescence intensity when compared with the fully porous Zorbax particles 
(top row in Fig. 5.5) and the fully porous 1.7 µm Acquity BEH particles from our previous 
study [31]. While the Atlantis and Luna particles show a particle-to-particle signal intensity 
variation of 19–21% RSD, the signal intensity of the Zorbax and Acquity particles only 
varied by 11–13%. Since all capillaries were saturated with the fluorescent dye prior to 
imaging this indicates a lower regularity in the adsorption properties for the former particle 
types, which may result from a mixing of batches with slightly different C18 surface cov-
erage and/or different properties of the intraparticle mesopore space. 
Further, in the Luna column 2.5% of the particles appeared with a non-fluorescent core 
region. So, these particles are only partially mesoporous with a nonporous solid or void 
core region (which is indistinguishable by CLSM). Some of these particles were only com-
posed of a hollow porous shell with another particle located inside, suggesting a void core 
region for these 2.5% of the particles. Such voids were also observed in a recent study by 
Kane et al. [40] for Fusokk and Kromasil silica particles using focused ion beam section-
ing. Zorbax and Atlantis particles did not show any void cores, but Zorbax particles were 
frequently merged to form agglomerates of two or more particle bodies; a feature the 
Zorbax particles primarily share with Kinetex particles (Fig. 5.5). Yet, the amount of pre-
sent dimers is considerably lower for Kinetex while the irregular shaped agglomerates 
would frequently be composed of more than a dozen particles, taking up a significant bed 
volume. 
In the Poroshell packing we found 6% fully porous particles of ~1.2 µm diameter. We 
eliminated the possibility of a contaminated packing apparatus by repeating the packing 
and imaging steps. A plausible explanation could be that we are either dealing with spalled 
shells of particles that did not withstand the pressure during slurry packing, or that these 
particles formed as fully porous particles during the coating of the solid cores with the 
shell. 
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5.4.2 Pore Scale Properties. We start our analysis of heterogeneities in the reconstruct-
ed packings by looking at the transchannel and short-range interchannel length scales in 
these beds (individual pore scale and local packing disorder, respectively). The CLDs can 
characterize the pore space of the packings [28], and opposed to mercury intrusion porosity 
(MIP), which assumes a cylindrical pore in the calculation of pore sizes, the CLDs do not 
require any assumption on the pore shape. This property enabled us to apply CLDs to re-
constructions of monolithic materials in recent publications and compare their pore sizes 
and heterogeneity [27,29,30]. A CLD is a statistical distribution of the linear surface-to-
surface distances. In the current work, this applies to the interparticle void space of the 
packings. The random porous adsorbents used as chromatographic beds are materials with 
a correlative disorder, i.e., the CLD is an unimodal distribution [41,42]. Its mode describes 
the typical correlation length in the material, which compares well with pore size measures 
acquired by MIP [27]. Chords that stretch from pore to pore provide a tail to the distribu-
tion. Heterogeneities in the packing contribute to widen the CLD. We found that CLDs for 
packed beds and silica monoliths can be well described by a k–Γ function [28–30,43,44] 
 
 
 
(Eq. 5.4) 
 
 
where lchord denotes chord length, µ is a first-moment parameter provided by the mean 
chord length, k relates to the statistical dispersion of the CLD (it is defined by µ and the 
statistical standard deviation σ of the distribution: k = µ²/σ²), and Γ(k) is the gamma func-
tion. Thus, Eq. 5.5 provides a descriptor for the size of the flow-through pores in a packing 
(µ), which reflects the transchannel scale of eddy dispersion, and a parameter for the pack-
ing homogeneity (k) on a length scale of 1–2 dp, which reflects the short-range interchannel 
scale of eddy dispersion [28–30,43,44]. 
Table 5.1 summarizes parameters µ and k computed as global averages, i.e., for the en-
tire reconstruction. Notably, the reconstructed beds yield almost identical values for µ and 
the mode if normalized by the length mean particle diameter. The Halo packing was the 
densest bed and formed the only exception (here, the value for µ was 0.7 dp compared to 
0.8 dp for the other reconstructions). The values of k for all packings were found to range 
from 1.93 to 1.96. Their variations are negligible compared to those we found for different 
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monolithic materials [29]. In that study eleven hybrid silica capillary monoliths were ana-
lyzed by their CLDs. The size of the flow-through pores was the most important factor for 
the separation efficiency of the monoliths (µ ranged from 3.6 to 5.7 µm). The variation of k 
was ten times higher than in the present study (k ranged from 2.23 to 2.51). Still, a noticea-
ble correlation with separation efficiency was not observed, but capillary monoliths that 
performed worse than expected from their mean pore size displayed heterogeneities on the 
transcolumn length scale. Therefore, the data obtained for the packings in the current work 
(µ and k in Table 5.1) and their implications agree with the simulation study of Daneyko et 
al. [13], i.e., there are no systematic differences in the short-range disorder and bulk bed 
morphology identifiable with the CLD method that would explain a superior kinetic per-
formance of the core–shell packings, or even an intrinsic advantage of a narrow PSD in 
that respect. 
 
5.4.3 Transcolumn Porosity Profiles. The Kozeny–Carman equation shows that poros-
ity is the single most important contributor to the permeability of a packing [13]. Any po-
rosity biases over the column cross-section directly translate into velocity biases causing 
eddy dispersion [18–25]. A well resolved porosity profile along the diameter of a column is 
an efficient tool to estimate eddy dispersion contributions on the transcolumn length scale 
[22,24,31,45]. We found that capillaries packed with 1.7 µm Acquity BEH particles 
showed a disproportionate increase in transcolumn eddy dispersion (cf. ω3ν in Eq. 5.2) 
when the aspect ratio was increased above dc/dp ≈ 20 [31]. The radial transcolumn porosity 
profiles of these packings were found to decline from the capillary wall-bed interface to-
ward the bulk region of the columns. Better performance of a column implied a denser 
packed wall region with fewer defects in the bed. Larger voids in the packings were pri-
marily located next to the capillary wall, providing preferential flow paths. Simulations by 
Schure and Maier [46] have illustrated that the presence of systematic defective positions 
in a packing has a stronger impact on eddy dispersion than randomly distributed defects. 
While the former ordering of defects, e.g., their systematic placement next to the column 
wall, describes an increase in transcolumn heterogeneity, the latter random distribution of 
defects introduces heterogeneity on smaller length scales in a packing. 
Fig. 5.6 shows radial porosity distributions that were computed for the reconstructed 
columns applied in this study. To obtain a quantitative description of the heterogeneities in 
the observed profiles we adapted the integral porosity deviation (IPD) parameter we intro-
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duced in [31]. This is done by summation of all porosity deviations from the bulk porosity 
value of a bed (εbulk) in its radial porosity profile: 
 
 
 
(Eq. 5.4) 
 
 
where r is the radial position in a reconstruction with respect to the column wall; r was 
scaled by dp in Fig. 5.6 to generate comparable results. ε(r) is the local external porosity 
and εbulk is the bulk porosity calculated as the mean in the region from r = 10 dp (sufficient-
ly far away from the wall) to r ≈ 50 µm, which is the capillary center. The IPD is a simple 
scalar measure that characterizes radial porosity distributions by their local deviations from 
εbulk and integrates over all porosity inequalities ε(r)–εbulk from the column wall (r = 0) to 
the center of the bed (r = dc/2). It is a descriptor of transcolumn porosity heterogeneities: 
the larger the porosity difference between the wall and the bulk region of a packing, the 
larger the IPD. 
 
 
 
 
Figure 5.6:  Radial porosity profiles ε(r) of the reconstructed capillaries packed with wide-PSD fully porous 
particles (A) and narrow-PSD core–shell particles (B), covering a distance from the capillary 
wall (r = 0) into the bulk structure of the beds. The radial distance r is scaled by dp to generate 
comparable results. 
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Table 5.1 provides εbulk and the IPD values that were computed for the different beds in 
this study. Higher bulk porosities of εbulk = 0.41 and 0.40 were recorded for the Luna and 
Kinetex columns, respectively. This did not affect the overall shape of their porosity pro-
files, but shifted them upwards (Fig. 5.6). The contribution of the bulk packing region to 
the IPD is zero by definition. In case of the fully porous materials (Atlantis, Luna, and 
Zorbax) the resulting global IPD value was always positive and dominated by the devia-
tions from bulk porosity that take place in a region of ~5 dp next to the capillary wall, 
which is the region governed by the geometrical wall effect. We could not identify larger 
voids next to the capillary wall in these sonicated beds. Nevertheless, the positive IPDs of 
0.20, 0.16, and 0.09, respectively, illustrate that the wall region in these beds is looser 
packed than the bulk, which confirms our previous findings for the low-aspect ratio ultra-
high pressure liquid chromatography capillary columns packed with wide-PSD 1.7 µm 
Acquity BEH particles [31]. 
In case of the reconstructions prepared from the narrow-PSD Halo, Kinetex, and 
Poroshell packings the amplitudes of the porosity oscillations in the ~5 dp wide immediate 
wall region are larger and distributed closer around the bulk porosity εbulk than for all stud-
ied fully porous packings, as summarized in Fig. 5.7. This demonstrates  
(i) a more regular morphology next to the column wall for the core–shell materials, 
which is expected for a narrower PSD [47] and 
(ii) that packing density in the wall region is higher (and therefore closer to the bulk 
density) for the core–shell than for the fully porous particles. It is also seen in the IPD con-
tribution from the wall region that is closer to zero for the narrow-PSD than for the wide-
PSD materials (Table 5.1).  
In our experiments the absolute value of the wall IPD contribution decreased monoton-
ically with the PSD’s RSD irrespective of the particle type. For example, the fully porous 
particle type with the narrowest PSD (Zorbax) showed the most pronounced porosity oscil-
lations in the group of the wide-PSD materials. 
The global IPD of the core–shell packings was also always negative (Table 5.1), but 
differed substantially from their wall IPD contribution. It is therefore not possible to de-
scribe porosity profiles of the core–shell packings by just a random bulk region plus an 
ordered wall region. For all core–shell packings we additionally identified a transition re-
gion between wall region and the bulk packing region that introduces further heterogeneity 
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Figure 5.7:  Radial porosity profiles ε(r) in the critical wall region that is dominated by the geometrical wall 
effect (0 ≤ r ≤ 5 dp). The wide-PSD fully porous particles and narrow-PSD core–shell particles 
are grouped for a better visualization and comparison of the packing density near the column 
wall-bed interface. Porosity oscillations for the core–shell particles are larger and distributed 
closer around the bulk porosity εbulk (indicating a more ordered and denser packing) than with 
the fully porous particles. The radial distance r is scaled by dp to generate comparable results. 
 
 
in the radial porosity profile. This transition region ranges from a distance of ~5 dp from 
the column wall up to 9–10 dp into the beds and was always denser packed than the bulk 
region, as shown in Fig. 5.8 (see yellow region in Fig. 5.8B). It provides a “parabolic 
shape” to the porosity profile that we have already seen in a previous study with Kinetex 
particles [28]. In the present work the largest negative contribution from the transition re-
gion to the global IPD was found in the loosely packed Kinetex column. However, a transi-
tion region is virtually non-existent in the wide-PSD Luna column, which was also loosely 
packed (Fig. 5.6A). We currently do not understand the origins of this transition region 
with the narrow-PSD packings (Fig. 5.8B). Apparently, the presence of a pronounced tran-
sition region might result from increased repulsive forces and shear stress during slurry 
packing that prohibit the formation of a dense bulk packing [9,12], whereas the bed mor-
phology in the ~5 dp wall region of the column is dominated by the geometry of the applied 
particles. Therefore, one of our next studies will focus on the bed morphology for a smooth 
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narrow-PSD material, e.g., a column packed with the new Titan monodisperse porous sili-
ca particles from Supelco (Bellefonte, PA). If such materials do not show a pronounced 
transition region in their radial porosity profiles, this will indicate a shear stress effect in 
the core–shell packings and yield a further systematic improvement in bed morphology for 
more efficient separations. 
 
 
 
 
Figure 5.8:  Representative radial porosity profiles, as displayed by the relative porosity ε(r)–εbulk, for a 
capillary column packed with wide-PSD fully porous particles (A) and a capillary column 
packed with narrow-PSD core–shell particles (B). The color-coded background illustrates the 
different bed morphologies: blue indicates the region affected by the geometrical wall effect, 
yellow signals a transition region, and green labels the bulk packing region. 
 
Chapter 5 – Influence of Particle Properties on the Wall Region in Packed Capillaries 
 
 154 
To summarize, the core–shell particles pack with heterogeneities that are less pro-
nounced than in packings obtained with the fully porous particles: For the narrow-PSD 
materials their absolute IPD values in the considered wall and transition regions (cf. Ta-
ble 5.1) are smaller than the absolute IPD values in the wall region of the columns packed 
with the wide-PSD materials. This is certainly beneficial to the reduction of transcolumn 
eddy dispersion also in analytical columns since the maximum flow velocity disparity is 
reduced. On the other hand, transcolumn heterogeneities in the core–shell packings reach 
by ~10 dp into the bed and cover a larger volume than in packings obtained with fully po-
rous particles, where heterogeneities reach by ~5 dp into the bed. This might be especially 
problematic with typical aspect ratios in capillary columns (dc/dp < 50). To illustrate the 
impact of an increased heterogeneous volume in a capillary (as observed here with the 
core–shell particles) we assume a 100 µm i.d. column packed with 2.6 µm core–shell parti-
cles: a 5 dp wide wall region covers 45% of the total bed volume, whereas a 10 dp wide 
region already occupies 77%. In a 4.6 mm i.d. column packed with 2.6 µm particles these 
values reduce to just 1.1% and 2.2%, respectively. Thus, it seems unsurprising that we 
failed to pack a highly efficient capillary column with core–shell particles up to this point; 
also, we are unaware of any work that claims this achievement. Fig. 5.9 shows reduced 
plate height curves of thiourea under kinetic conditions for the capillaries used in the mor-
phological analysis. In-line with the results of our morphological analysis we do not see a 
systematic advantage for capillaries packed with core–shell particles over those packed 
with fully porous particles. Aspect ratios range from dc/dp ~28 for the Atlantis column up 
to ~40 for Kinetex and Poroshell columns. At these aspect ratios, hmin values from 2.2 to 
2.6 for Atlantis, Halo, and Poroshell columns are comparable to the hmin values achieved in 
[31] with an optimized experimental setup. The poorer performance of the Kinetex and 
Luna columns can be simply explained by their looser packed bulk region (εbulk ≥ 0.40, cf. 
Table 5.1) [13]. In essence, the core–shell particles show a different bed morphology for 
the wall region in 100 µm i.d. capillary columns than the fully porous particles. However, 
at these low aspect ratios the observed morphological differences do not result in a clear 
improvement of separation efficiency for the core–shell particles, as reported with analyti-
cal columns. 
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Figure 5.9:  Reduced plate height curves (reduced plate height h = H/dS vs. reduced velocity ν = uavdS/Dm) 
of thiourea (unretained; Dm = 2.0 × 10
-9
 m²s
-1
) for 100 µm i.d. fused-silica capillaries packed 
with wide-PSD fully porous particles (A) and with narrow-PSD core–shell particles (B). Solid 
lines represent best fits of Eq. 5.2 to the h–ν data. Mobile phase: water/ACN 20/80 (v/v). 
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5.5 Conclusions 
Our observations illustrate that the maximum velocity inequality caused by 
transcolumn heterogeneities is smaller in packed beds of narrow-PSD core–shell particles 
than in those prepared from wide-PSD fully porous particles. This originates in a different 
transcolumn bed morphology. The fully porous particles are always looser packed in the 
wall region than in the bulk, whereas the core–shell particles pack denser and with a higher 
regularity in the first few particle layers next to the column wall. The local porosity in the 
layers affected by the geometrical wall effect is closely distributed around the bulk porosity 
value due to the narrow PSD of the core–shell particles. However, the heterogeneous vol-
ume in these packings is increased due to the presence of a low-porosity transition region 
between wall and bulk regions. Overall, these findings provide an explanation why espe-
cially larger diameter analytical columns show a superior kinetic performance with these 
narrow-PSD core–shell particles and only a shallow increase of their plate height curves 
beyond the plate height minimum [8]. 
The CLD analysis of the reconstructed packings did not show any improved morpholo-
gy for the core–shell particles characterizing their bulk properties, i.e., a denser and more 
regular interstitial pore network. This strengthens the findings of Daneyko et al. [13] who 
concluded that there is no intrinsic advantage of a narrow PSD for separation efficiency in 
the bulk of the packings; an idea that used to be widespread in the chromatographic com-
munity [48]. 
The locally higher packing densities in the region from ~5 dp from the column wall up 
to 9–10 dp into the beds, as observed for the core–shell packings (Figs. 5.6B and 5.8B), are 
expected to stem from a parabolic shear stress distribution across the column diameter dur-
ing slurry packing [9,12]. Whether the low-porosity transition region is a result of higher 
shear stress caused by the particles’ surface roughness or an additional PSD effect requires 
further experiments with smooth narrow-PSD materials. Such materials are now available 
as core–shell particles prepared by Omamogho et al. [49], or as the fully porous Titan par-
ticles from Supelco, and will be in the focus of our future studies. 
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Abstract 
Confocal laser scanning microscopy enables the nondestructive, three-dimensional 
(3D) imaging of silica-based columns. The key morphological features responsible for the 
kinetic column performance can then be identified directly from the physically reconstruct-
ed bed structure, independent of size and form of the underlying structural element. We 
demonstrate this by comparing the bed morphology of a silica monolith with that of a  
sub-2 µm packing in capillary column format (20 µm i.d.). Our analysis reveals the main 
structural problem of the silica monolith and shows the direction along which its optimiza-
tion should progress to reach the kinetic efficiency of a sub-2 µm packing. The morpholog-
ical monitoring enabled by this approach offers constructive guidance to any optimization 
efforts in the preparation of silica-based monolithic and particulate columns. 
 
 
6.1 Introduction 
Porous silica in the form of particulate or monolithic beds is the most popular stationary 
phase support for small molecule separations [1]. Monolithic columns have overcome the 
limitations of particulate beds with respect to permeability and mass transfer resistance, but 
often show disappointing separation efficiencies [2]; presently, even the improved second 
generation of silica monoliths [3,4] cannot compete with well-packed particulate beds  
[5–7].
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 A similar situation in which a theoretical concept has not yet brought the expected out-
come in practice is the size reduction of the structural elements of a bed. Smaller particle 
and domain sizes do not automatically guarantee better columns, only higher back pressure 
[8]. Shrinking the structural elements yields more efficient columns only when the homo-
geneity of the bed can be conserved in the process [9–11]. The bed morphology, specifical-
ly the distribution of the interstitial void space where eddy dispersion takes place, largely 
determines the kinetic column performance [12–14]. The heterogeneity of a monolithic or 
particulate bed contributes to eddy dispersion on different length scales [15–17]: the size of 
the individual channels (flow-through pores) between two neighboring solid elements 
(transchannel contribution) [18,19], a size equivalent to 1–2 particle diameters or domains 
(short-range interchannel contribution) [18,19], and the column radius (transcolumn con-
tribution) [4,7,20–23].  
With particulate beds, the size of each eddy dispersion contribution can be determined 
from chromatographic data and linked to the respective morphological features [14,23,24]. 
The method cannot be readily transferred to monolithic beds because the theory of eddy 
dispersion was first developed for discrete spheres as the underlying structural elements 
[15]. This does not mean that the origins of eddy dispersion are fundamentally different in 
monolithic beds, only that the comparison of particulate and monolithic beds by their col-
umn efficiency and hydraulic permeability cannot get at the morphological roots of the 
observed chromatographic output [25–28]. The same applies to comparative studies of 
silica-based monolithic columns with different domain sizes, for example, in efforts to re-
duce the macropore size [29–31]. For particulate beds, the particle size is used as a normal-
ization parameter when comparing the chromatographically determined efficiencies of in-
dividual columns. This normalization works because the size of the particles and that of the 
interstitial flow-through pores are in a fixed relationship, so that when the size of the parti-
cles is reduced, the size of the flow-through pores also decreases. But the corresponding 
elements of a monolithic bed, skeleton thickness and macropore size, can be altered inde-
pendently [2]; therefore, the domain size, although often treated as the analog of the parti-
cle size, is not a suitable normalization parameter for monolithic beds.  
Yet, the morphology of particulate and monolithic beds can be analyzed through three-
dimensional (3D) imaging methods: With local resolution, image analysis delivers an accu-
rate characterization of the interstitial void space from individual pores up to the column 
cross-section. In our group, we have used confocal laser scanning microscopy (CLSM) for 
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silica-based (hard) materials [4,7,32–35] and serial block-face scanning electron microsco-
py for polymer-based (soft) materials [36]. Using CLSM, we have found the morphologi-
cal cause behind the varying quality in a series of silica monoliths [34], investigated the 
influence of the capillary internal diameter on the packing morphology [7], and compared 
core–shell and fully porous particles with respect to the wall effects in packed capillaries 
[35]. Excepting one study [4], our CLSM investigations so far have been conducted with 
capillary columns because this format enables direct access to the bed morphology; that is, 
it is not necessary to extrude the bed from its conduit and cut the extruded bed into smaller 
samples. Also, a smaller column internal diameter allows reconstruction of longer bed 
segments and the amount of CLSM data involved is still manageable.  
In this article, we demonstrate how the morphologies of chromatographic beds can be di-
rectly and quantitatively compared by image analysis, independent of size and form of the 
underlying structural element of the bed. As examples we selected two capillary columns 
of identical internal diameter (20 µm): a silica monolith and a packing of sub-2 µm parti-
cles.  
 
 
6.2 Experimental 
The investigated fused-silica capillary columns (20 cm × 20 µm), a tetramethoxy-
silane (TMOS) monolith prepared as described in the literature [30], and a packing of C18-
modified, 1.7 µm Acquity BEH particles (Waters Corporation) prepared as shown in the 
literature [7] were kindly provided by Takeshi Hara and Dr. Bernd M. Smarsly (monolith) 
of Justus-Liebig-Universität, Giessen, Germany, and James P. Grinias, Laura E. Blue, and 
Dr. James W. Jorgenson (packing) of the University of North Carolina at Chapel Hill. All 
elements of the experimental approach have been described in detail elsewhere [7,32–34], 
so only the salient points are repeated here. For image contrast, the particulate bed was 
stained with Bodipy 493/503 (Life Technologies), a dye that physisorbs to the C18 chains, 
whereas the bare-silica skeleton of the monolith was chemically linked to the dye V450 
[32]. A 65-µm-long segment from the medium section of each column was reconstructed 
from a set of consecutive optical slices (image stack, resolution: 30 × 30 × 120 nm, Fig-
ure 6.1) recorded on a TCS SP5 confocal microscopy system equipped with a HCX PL 
APO 63×/1.3 GLYC CORR CS (21°) glycerol immersion lens (Leica Microsystems). The 
refractive index mismatch between lens and sample was minimized through flushing and 
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embedding the investigated column with (as well as immersing the lens in) a 
70:19:11 (v/v/v) liquid mixture of glycerol–DMSO–water, whose refractive index mimics 
the optical dispersion of fused silica. The remaining small mismatch was eliminated by a 
judiciously chosen cover slip ("type 0," 110 nm thickness). Contrast, signal-to-noise ratio, 
and resolution in the acquired images were improved by image restoration. The gray-scale 
images were then converted to binary data (in which each pixel belongs to either solid or 
void space) through segmentation. Images of the monolithic column were binarized by 
high-pass filtering; images of the particulate column were binarized by detecting the center 
of a particle and fitting a sphere with the appropriate diameter around it. 
 
 
 
 
Figure 6.1:  Physical reconstruction of the bed morphology of (A) a silica monolith and (B) a packing of 
sub-2 µm particles by confocal laser scanning microscopy. Segments (65 µm long) of each ca-
pillary column (20 µm i.d.) were reconstructed from image stacks of consecutive optical slices 
acquired parallel to the column axis. 
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6.3 Results and Discussion 
Figure 6.1 schematically shows how the bed morphologies of the two capillary col-
umns were physically reconstructed by CLSM. Images were acquired from parallel planes 
along the column axis. The resulting image stack represents a set of consecutive optical 
slices through a column, from wall to wall. The reconstructed segments cover 65 µm of 
each column. With the reconstructed morphologies available, our analysis of the two bed 
structures progressed from the pore scale to the column scale. 
 
6.3.1 Pore Scale Properties. The interstitial void space in a particulate or monolithic 
bed is a network of flow-through pores whose size determines the amount of transchannel 
dispersion in the column. Unfortunately, the concept of linking an eddy dispersion term to 
the scale of individual flow-through pores is easier to understand than it is to obtain an 
accurate pore size distribution (PSD). The standard experimental method, mercury intru-
sion porosimetry (MIP), assumes a network of cylindrical pores; in reality, the flow-
through pores in a column do not have a constant diameter, but often widen behind a con-
stricted entrance (the pore neck). That MIP measures the diameter of the pore neck rather 
than the size of the actual pore is known as the ink-bottle effect [37]. Considering this 
drawback, an MIP-determined PSD should be interpreted with caution. With the recon-
structed morphology of a packing (Figure 6.1), an accurate image of the interstitial void 
space is available, but that still poses the question: How do you define a pore within an 
open pore network or how do you arrive at the PSD from the reconstructed morphology? 
One possibility is the inscription of spheres into the void space [38,39]. Figure 6.2 shows 
the results of this approach applied to the reconstructed beds. Each void voxel was as-
signed the diameter of the largest sphere that could be inscribed at this location without 
intersecting with a solid voxel. Figures 6.2A and B show a monolithic and particulate bed, 
respectively, with the void space colored according to the diameters of the locally inscribed 
spheres. Figure 6.2C quantifies the results with the probability density distribution of the 
inscribed-sphere diameters for each voxel location in the void space. As expected, the in-
scribed-sphere diameters in the monolithic bed are, on average, more than twice the size of 
those in the particulate bed. The sub-2 µm packing shows a rather narrow and symmetrical 
distribution of inscribed-sphere diameters, whereas the monolith has a very broad, nega-
tively skewed distribution. The latter reflects that fluctuations in skeleton thickness lead to 
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Figure 6.2:  Void space characterization by inscribed spheres. Colors indicate the diameters of the largest 
spheres that can be fitted into the interstitial void space of (A) the reconstructed monolithic and 
(B) particulate bed without intersecting the solid phase (gray). (C) The probability density dis-
tribution of the inscribed-sphere diameters (shown with the corresponding statistical parame-
ters) can be interpreted as a lower limit of the pore size distribution. 
 
 
an irregular solid–void interface whose description requires a larger number of smaller  
spheres. Although the inscribed-spheres approach has visual appeal and targets pores as 
opposed to pore necks like MIP, the results are inaccurate. Inscribing spheres into the void 
space probes the adaptation of the pore space to a fixed, idealized geometry more than the 
dimensions of the flow-through pores themselves, which makes the resulting PSD only a 
lower limit of the range in which the true PSD lies. An accurate, though less immediately 
comprehensible, method to describe the interstitial void space distribution in a porous me-
dium was introduced by Courtois and colleagues [40] for chromatographic beds. Here, the 
particle-to-particle (or skeleton-to-skeleton) distances in the bed are measured by chords 
that are extended in two opposite directions from random positions in the interstitial void 
space (Figure 6.3A). Chords are generated and their lengths collected until the resulting 
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Figure 6.3:  Quantitative void space characterization by chord length distributions. (A) From random points 
P1 to Pn in the interstitial void space of the reconstructed monolithic bed, the linear skeleton-to-
skeleton distance (for the particulate bed, the particle-to-particle distance) is determined in 
16 equiangular directions (green lines); chords that reach beyond the image boundary are re-
jected (red dashed lines). (B) k-gamma fit to a distribution of 10
6
 chords and the corresponding 
statistical parameters that measure the pore-scale properties (average pore size, transchannel, 
and short-range interchannel heterogeneity) of the reconstructed monolithic and particulate bed. 
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histogram, known as a chord length distribution (CLD), remains constant. The CLDs of 
the reconstructed beds (Figure 6.3B) were established from 10
6
 chords each and are statis-
tically over-determined. The one-dimensional (1D) chords meticulously scan the complex 
geometry of the solid–void border in a porous medium, so that the CLD fully captures the 
morphology of the reconstructed interstitial void space. This accuracy is one essential ad-
vantage of the CLD method over the inscribed-spheres approach (and MIP). The other im-
portant advantage is that chords may occasionally reach into the next flow-through pore; 
such longer chords then contain information about the pore vicinity. 
The interpretation of the received CLDs in terms of eddy dispersion contributions is 
helped by the circumstance that the CLDs follow a k-gamma function. The k-gamma func-
tion [41] was delineated as a descriptor of the void space distribution in computer-
generated, coagulated colloids of monosized spheres [42]. With the first physical recon-
structions completed, we discovered that the k-gamma function was also a good fit for the 
CLDs of the interstitial void space of experimental particulate and monolithic beds [4,33–
35,43]. The k-gamma function is defined by the mean and the standard deviation of the 
CLD: 
 
 
 
(Eq. 6.1) 
 
 
where l chord is the chord length, Γ is the gamma-function, µ denotes the statistical mean of 
the distribution, and k = (µ/σ)2 relates the mean µ to the standard deviation σ of the distri-
bution. Alternatively, µ or the mode of the CLD (which is reasonably close to the mode of 
the inscribed-spheres determined PSD, Figure 6.2C) can be used to characterize the size of 
the flow-through pores. In the monolithic bed, the flow-though pores (µ = 3.60 µm, 
mode = 1.97 µm) are about twice the size than those in the particulate bed (µ = 1.78 µm, 
mode = 0.91 µm). The size of the transchannel contribution to eddy dispersion scales with 
the µ-value of the CLD [34]. From the comparison of the received µ-values, we can predict 
that transchannel dispersion in the monolith is larger than in the sub-2 µm packing; in fact, 
it is comparable to the transchannel dispersion in a ~4 µm packing. 
The value of k is dominated by the longer chords that make up the tail of the CLD and 
contain information on the local pore environment. Larger k-values represent a narrower 
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distribution relative to µ; that is, a higher bed homogeneity on the length scale of 1–2 par-
ticle diameters or domains [4,33–35,43]. The monolith (k = 2.22) is more homogeneous on 
the short-range interchannel scale than the sub-2 µm packing (k = 1.94), which would 
translate to a smaller contribution to eddy dispersion in the monolithic column. This find-
ing agrees with our previous investigations: Among the capillary columns we have recon-
structed by CLSM so far the particulate beds have fallen into the narrow range of 
k = 1.9–2.0 (33,35), whereas the silica monoliths have shown a wider range of k = 1.9–2.5 
[34,43]. The maximum observed value (k = 2.9) was obtained for an analytical TMOS 
monolith column of the second generation [4]. Although our sample range is too small at 
present to predict the k-value range of monolithic beds, it is fairly reasonable to expect a 
narrow k-value range for well-packed particulate beds. These columns seem to possess a 
similar amount of order in the core region because the constraints of a dense packing near 
the random-close packing limit [44] leave little possibility for structural variation on the 
short-range interchannel length scale [18,35]. 
 
6.3.2 Column Scale Properties. Radial heterogeneities in the interstitial void space dis-
tribution on the scale of the column diameter are a serious threat to the separation efficien-
cy of any column, but are particularly critical in capillary chromatography. Porosity biases 
in a column translate directly into permeability and velocity biases [21,22]. The extent to 
which such velocity extremes are experienced by an analyte and, thus, become apparent in 
the chromatographic output depends on the ratio of column internal diameter to column 
length [23]. Analytical columns are too short for their internal diameter to complete equili-
bration of the analyte over the column cross-section; thus, when the analyte arrives at the 
column outlet, it has not felt all transcolumn velocity biases existing in the bed. Conse-
quently, the efficiency of analytical columns suffers less from existing radial heterogenei-
ties than that of capillary columns, whose kinetic performance discloses every heterogenei-
ty in the packing [7,16,19,22,45].  
We first calculated the external porosity, εext, of the reconstructed capillary segments from 
the amount of void voxels divided by the total amount of voxels. The results of εext = 0.69 
for the monolith and of εext = 0.42 for the sub-2 µm packing are average values, such as 
could also be obtained by inverse size exclusion chromatography or Donnan exclusion 
[46], but say nothing about the void space heterogeneity. Figure 6.4A shows the radial po-
rosity profiles ε(r), the local porosity ε as a function of the distance r from the  
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Figure 6.4:  (A) Characterization of transcolumn heterogeneity by radial porosity profiles. The bulk porosity 
(εbulk) of the reconstructed capillary segments was estimated from the interstitial porosity in the 
core region (r = 6–10 µm), in which the stationary phase material is randomly distributed. 
(B) Subtraction of εbulk from the porosity profiles eliminated the large difference in average in-
terstitial porosity between the monolithic and the particulate bed. The scalar resulting from in-
tegration over the area covered by these curves is the integral porosity deviation (IPD, equa-
tion 6.2). The IPD quantifies the local porosity variation over the column cross-section relative 
to the bulk porosity. 
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column wall (r = 0), obtained for both beds. The radial porosity profile of the monolith is 
relatively flat compared with that of the sub-2 µm packing, which shows the typical 
"damped oscillations" profile of particulate beds [7,22,35]. Because of the huge difference 
in external porosity, εext, the porosity profiles of the two beds cannot be directly compared. 
Instead, the local porosity variation with respect to the average porosity in the bulk (core) 
region of each bed is compared. The bulk region of each bed (r = 6–10 µm) is indicated in 
Figure 6.4A. In the monolith, bulk (εbulk= 0.70) and external porosity (εext = 0.69) are very 
close in value. In the sub-2 µm packing, the bulk porosity is εbulk = 0.36, while the local 
porosity at the column wall is ε = 1. To quantify the local porosity deviation with respect to 
the bulk porosity, we subtracted εbulk from the porosity profiles and integrated the remain-
ing deviation over the column radius (Figure 6.4B). The resulting scalar is the integral po-
rosity deviation (IPD) [7,35]:  
 
 
 
(Eq. 6.2) 
 
 
where r is the distance from the column wall and dc is the column internal diameter. 
The small IPD value of the monolithic bed (IPD = –0.08) reflects the flat porosity profile 
and the negative sign indicates a lower porosity at the column wall than in the bulk. The 
~1 µm thick low-porosity region originates from the wetting layer of monolithic material at 
the capillary wall and is followed first by a region of higher porosity and then by another 
low-porosity region (r = 2.2–4.6 µm). This often observed morphological feature of capil-
lary silica monoliths [34] is formed during the drying stage, when the bed shrinks and lo-
cally disconnects from the material layer at the wall. The high-porosity region reflects 
where the bed is stretched thin, and the low-porosity region reflects where the material has 
accumulated. Whereas the porosity profile of the monolith reflects its preparation history, 
the profile of the sub-2 µm packing and its IPD value (IPD = 0.28) reflect the fundamental 
limitations on the packing of hard spheres against a locally flat, hard column wall. For the 
first 3–5 µm from the capillary wall, the bed has a much higher porosity and also higher 
order than in the randomly packed bulk [7]. The absolute IPD value of the monolith is 
3.5 times lower than that of the sub-2 µm packing. The high radial homogeneity of the 
monolithic bed promises low transcolumn dispersion and constitutes a substantial structur-
al advantage of the monolithic over the particulate format. Unfortunately, columns pre-
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pared in the past have often disappointed in this regard [2], which has led to reservations 
against silica monoliths in general.  
 
 
6.4 Conclusions 
We compared the bed morphologies of two 20 µm i.d. capillary columns with different 
silica-based support structures following their physical reconstruction by CLSM. Accord-
ing to our analysis, the monolith is more homogeneous than the sub-2 µm packing on the 
short-range interchannel and on the transcolumn scale, but loses significantly on the 
transchannel scale, with flow-through pores twice the size of those in the sub-2 µm pack-
ing. If the macropore size could be reduced while maintaining the present level of short-
range interchannel and transcolumn homogeneity, the monolith would become superior to 
the sub-2 µm packing. The physical reconstruction of the bed morphology by CLSM al-
lows users to monitor the morphological consequences of slurry packing and monolith 
preparation on scales of all lengths relevant to eddy dispersion: A CLD of the reconstruct-
ed interstitial void space delivers the parameters µ and k , which indicate the average pore 
size and the heterogeneity in the direct vicinity of a pore, respectively, while radial porosi-
ty profiles track changes in transcolumn heterogeneity. Decreasing µ while conserving k 
and the IPD value should be the goal of monolith preparation. Reduction of the 
transcolumn heterogeneity as indicated by a drop of the IPD value would have the strong-
est impact on the kinetic performance of slurry-packed particulate columns. Beyond all 
questions, image analysis provides pivotal insight into the morphological foundations of 
column performance. Besides guiding academic and industrial researchers in the prepara-
tion of better high performance liquid chromatography (HPLC) columns, the CLSM-based 
physical reconstruction of chromatographic beds delivers realistic models for flow and 
transport simulations to derive accurate mass transfer relationships for HPLC [19,47,48]. 
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Abstract 
Transcolumn dispersion limitations on the separation efficiency of chromatographic 
columns suggest the need for packing methods that increase bed homogeneity and mini-
mize potential wall effects. Here we address the influence of the slurry concentration in the 
slurry packing process on the resulting morphology and separation efficiency of ultrahigh-
pressure liquid chromatography capillary columns. 30–75 µm i.d. capillaries were packed 
with fully porous 0.9, 1.7, and 1.9 µm bridged-ethyl hybrid particles and 1.9 µm Kinetex 
core–shell particles. Capillaries prepared with higher slurry concentrations (20–
100 mg/mL) showed higher separation efficiencies than those prepared using a low slurry 
concentration (2–3 mg/mL). The effect is explained by an analysis of transcolumn bed het-
erogeneities in three-dimensional reconstructions acquired from the packed capillaries us-
ing confocal laser scanning microscopy. The three-dimensional analysis of porosity distri-
butions and local particle size illustrates that beds packed with higher slurry concentrations 
suppress particle size segregation, however, at the expense of a larger amount of packing 
voids. In core–shell packings, where only few packing voids were found, the higher slurry 
concentration allowed for an additional densification of the bed’s wall region, as revealed 
by a radial analysis of the mean particle distances. Overall, wall effects are attenuated in 
packed columns prepared with both wide and narrow particle size distributions, which will 
allow for improved chromatographic performance. 
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7.1 Introduction 
During recent years particles available for high-performance liquid chromatography 
(HPLC) have rapidly undergone a size reduction [1]. Currently, columns packed with the 
1.3 µm Kinetex particles represent chromatographic beds composed of the smallest porous 
particles that have ever been commercially available for chromatography [2]. If this trend 
continues HPLC particles will soon enter the colloidal domain [3], where aspects related to 
the colloidal stability become important in the column packing, as recently shown with 
polymeric particles bearing ionizable functional groups [4]. Also other effects must be con-
sidered then by chromatographers, e.g., the contribution of slip-flow in the beds [5–7], fric-
tional heating in small-bore columns [8–10], or long-range bed-morphological effects on 
eddy dispersion resulting from partially amorphous and crystalline regions in a packed 
column. However, considering modern ultrahigh-pressure liquid chromatography 
(UHPLC) instrumentation, the potential to operate columns with even smaller particles 
seems to be almost exhausted due to the pressure limitations of the current commercial 
equipment. Transchannel eddy dispersion, operating on the individual pore scale in a pack-
ing, is not the only dispersion contribution in a column that can be minimized. According 
to the recent perspective by Gritti and Guiochon [11], the transcolumn dispersion, which is 
caused by column cross-sectional heterogeneities in a packing, particularly wall effects, 
dominates the efficiency of particle-packed beds with up to 70% of the total dispersion in 
UHPLC columns at high velocities and hence provides a much greater (yet little explored) 
potential in plate height reduction than a further reduction of the particle size. 
Commonly, a reduced plate height value in the minimum of the plate height curve of 
hmin ≈ 2 is considered to represent a homogenous bed structure [12]. However, with in-
creasing availability of core–shell particles, it is not uncommon to observe hmin < 1.6 (in 
the analytical column format) [13–16]. This has been marketed as an effect of a narrow 
particle size distribution (PSD). On the other hand, detailed eddy dispersion simulations in 
packed beds have demonstrated that there is no intrinsic advantage of a narrow PSD with a 
relative standard deviation (RSD) of ~3% over a wide PSD with a RSD of ~25% in an in-
finite-diameter column, i.e., in a bulk packing without wall effects [17]. It is the decidedly 
differing bed morphology in the wall region of the columns and transition to the randomly 
packed bulk region of the beds that enabled these improvements through a reduction in the 
transcolumn heterogeneity [18–21]. 
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The radial homogeneity of a chromatographic bed strongly depends on the procedure 
that is applied to prepare the column packing. Silica particles are packed using a low-
viscosity slurry method. How this can be performed efficiently has always been a secret 
among practitioners and companies since numerous parameters that influence the final bed 
morphology, like the packing pressure, slurry liquid and concentration, pushing solvent, or 
key steps like the bed densification via ultrasound, have to be screened (which is difficult 
since their coupling is highly complex) and tuned to any given particle (or even column) 
type. This implies that the adjustment of parameters in the slurry packing protocol to a new 
particle type, rather than the particle’s production, is often the bottleneck in the time until 
its distribution on the market [22]. A better understanding of these parameters will help 
shorten this period. 
The availability of instrumentation as well as computational resources to conduct large-
scale three-dimensional reconstructions of chromatographic supports by, e.g., confocal 
laser scanning microscopy (CLSM) [20,23–27], serial block-face scanning electron mi-
croscopy [28,29], or focused ion-beam scanning electron microscopy [30] today make it 
possible to directly observe and also systematically screen the influence that a slurry pack-
ing parameter can exercise on the resulting packing microstructure of a chromatographic 
bed. In two recent publications we started to approach parameters in the slurry packing 
process and their influence on the bed morphology by studying capillary columns packed 
with different particle types [20] as well as by varying the capillary i.d. (for a given particle 
type), thus, the ratio of the column diameter (dc) to the mean particle diameter (dp) [31]. 
In this study, we investigate effects that the slurry concentration (cs) used for column 
packing exerts on the final bed morphology. The literature presents a wide range of slurry 
concentrations in column packing. For example, Hsieh and Jorgenson used 3–17 mg/mL 
slurries to pack 5 µm particles in capillaries with column-to-particle diameter ratios (dc/dp) 
of ~2–7 [32]. Patel et al. used 10–30 mg/mL slurries to pack 1.0 µm nonporous particles 
for dc/dp ≈ 10–150 [33], whereas Jung et al. and Ehlert et al. applied 50 mg/mL slurries for 
packing the noncylindrical channels of HPLC-microchips characterized by dc/dp ≈ 10–15 
[34–37]. Kirkland and DeStefano reported an optimal particle concentration between 70 
and 150 mg/mL [22]. 
There is little doubt that the optimal slurry concentration strongly depends on the pack-
ing apparatus, slurry solvent, and the selected particle type. Still, when increasing the as-
pect ratio dc/dp and especially when moving from nano-HPLC to analytical HPLC the gen-
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eral tendency is to use higher slurry concentrations for larger-diameter columns. But what 
are the reasons for this choice except empiricism? What are the drawbacks of high slurry 
concentrations at low aspect ratios and why are higher slurry concentrations becoming 
beneficial for larger aspect ratios? A complementary approach using HPLC analysis and 
CLSM on the same separation column has proven to be extremely useful in investigating 
such questions [25,31]. While HPLC provides information about the kinetic separation 
efficiency, and therefore about the quality of a column, CLSM allows to visualize and re-
solve systematic differences in bed microstructures that help to understand a loss or gain in 
separation efficiency caused by eddy dispersion. Here we report on observations made for 
several sets of capillary columns packed with 0.9, 1.7, and 1.9 µm C18 bridged-ethyl hy-
brid (BEH) particles [38] as well as with 1.9 µm C18 Kinetex particles. Packed capillaries 
were obtained with low slurry concentrations of cs = 2–3 mg/mL and with at least ten-fold 
higher slurry concentrations (cs = 20, 30, or 100 mg/mL). 
 
 
7.2 Experimental 
 
7.2.1 Chemicals and Materials. 30, 50, and 75 µm i.d. cylindrical fused silica capillary 
tubing was purchased from Polymicro Technologies (Phoenix, AZ). Capillary columns 
were packed with C18 modified fully porous 0.9, 1.7, and 1.9 µm BEH particles provided 
by Waters Corporation (Milford, MA) and with C18 modified 1.9 µm core–shell particles 
obtained by unpacking a 2.1  150 mm Kinetex column from Phenomenex (Torrance, CA). 
HPLC grade acetonitrile (ACN) and acetone, reagent grade trifluoroacetic acid (TFA), as 
well as the test analytes L-ascorbic acid, hydroquinone, resorcinol, catechol, and 4-methyl 
catechol were purchased from Fisher Scientific (St. Louis, MO). Kasil frits for packed ca-
pillaries were prepared with potassium silicate from PQ Corporation (Valley Forge, PA) 
and formamide from Sigma-Aldrich (St. Louis, MO). A Millipore NANOpure water sys-
tem (Billerica, MA) was used to provide HPLC grade water. Additional solvents required 
for the optical setup of the imaging system such as dimethylsulfoxide (DMSO) and glycer-
ol were purchased from Sigma-Aldrich Chemie (Taufkirchen, Germany). The dye Bodipy 
493/503 (Life Technologies, Darmstadt, Germany) was utilized as a lipophilic fluorophore 
for the imaging of packing microstructure. The employed coverslips were “type 0” co-
verslips from Gerhard Menzel (Braunschweig, Germany). 
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7.2.2 Preparation of Capillary UHPLC Columns. The method used to prepare capil-
lary UHPLC columns has previously been described [33,39–42]. For columns packed with 
0.9 and 1.7 μm particles, outlet frits were formed by pushing a 1–2 mm plug of 2.5 μm 
bare nonporous silica particles (Bangs Laboratories, Fishers, IN) 0.5 mm into the capillary 
using a tungsten wire to allow for the insertion of a carbon microfiber detection electrode. 
Columns packed with 1.9 μm particles were fritted at the outlet using the Kasil method 
[43] by pushing the tubing onto a glass microfiber filter (Reeve Angel, Clifton, NJ) wetted 
with 1:1 (v:v) ratio of potassium silicate and formamide and then dried overnight at 85°C. 
Slurries were prepared by suspending the particles in acetone and then sonicating for 10 
minutes with a Cole Parmer Ultrasonic Cleaner 8891 (Vernon Hills, IL). 
To pack the columns, the slurry was placed in a packing reservoir and then securing the 
fritted column blank into the reservoir using an UHPLC fitting. Packing was initiated at 
200 bar from a DSHF-300 Haskel pump (Burbank, CA) using acetone as a pushing sol-
vent. As the column bed formed, the pressure was increased to 2000 bar and packing con-
tinued until the required bed length was reached. The column pressure was then released 
slowly until it reached atmospheric pressure. The packed column was then connected to a 
DSXHF-903 Haskel pump (Burbank, CA) using an UHPLC injection apparatus. After 
flushing the column with over 15 column volumes of 50/50 (v/v) water/ACN at 2800 bar, 
the pressure was slowly released. Flow was re-initiated at 700 bar to form a temporary inlet 
frit with a heated wire stripper (Teledyne Interconnect Devices, San Diego, CA). For all 
column inner diameters, the column was clipped to the desired length (~20 cm) and an in-
let frit was formed with the Kasil method. 
 
7.2.3 Chromatographic Analysis. To test the efficiency of the packed columns, 
200 μM of an isocratic test mixture (L-ascorbic acid (dead-time marker), hydroquinone, 
resorcinol, catechol, and 4-methyl catechol) was injected using an UHPLC injection appa-
ratus. The mobile phase used for evaluation was 50/50 (v/v) water/ACN with 0.1% TFA. 
Analytes were detected amperometrically by amplifying the current generated from an 
8 μm  300 μm carbon fiber microelectrode (held at +1.1 V vs. Ag/AgCl reference elec-
trode) placed at the end of the packed bed [44]. Current-to-voltage conversion was con-
ducted using an SR750 current amplifier (Stanford Research Systems, Sunnyvale, CA) 
with a 10
9
 V/A gain and a 3 Hz, 3 dB low pass bandwidth filter. An Intel Core 2 Duo desk-
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top computer with a 16-bit A/D converter was used to acquire data at 21 Hz. Data was col-
lected with a custom written LabView 6.0 program (National Instruments, Austin, TX). 
To generate reduced parameter plots (h–ν), the test mixture was separated over a range 
of mobile phase velocities. High frequency noise was removed from chromatograms using 
a digital frequency filter and low frequency baseline drift was eliminated by background 
subtraction. The retention times and theoretical plate counts were determined using an iter-
ative statistical moments algorithm (±3  integration limits) [32] written in Igor Pro 6.0 
(Wavemetrics, Inc., Lake Oswego, OR). Extra-column band broadening effects were esti-
mated to be negligible (1–2% of total peak variance), so observed plate heights were used 
with no correction. 
 
7.2.4 Imaging of Packing Microstructure. After chromatographic characterization, all 
packed capillaries were stained with Bodipy 493/503 to provide a fluorescent signal. This 
was executed by flushing the capillaries with a 0.5 mg/mL acetone solution of the dye until 
an intensely colored droplet formed at the outlet of the capillary. Excess dye was removed 
by flushing the capillary with several column volumes of a fused silica refractive index 
matching liquid composed of 70/19/11 (v/v/v) glycerol/DMSO/water. The matching liquid 
was calibrated to a refractive index of nD = 1.4582 with an AR200 digital refractometer 
(Reichert Analytical Instruments, Depew, NY). The capillaries were mounted on a micro-
scope slide and immediately transferred to the microscope. The microscope system was a 
TCS SP5 equipped with a HCX PL APO 63 /1.3 GLYC CORR CS (21°) glycerol immer-
sion objective lens (Leica Microsystems, Wetzlar, Germany). To compensate for a refrac-
tive index mismatch between fused silica and objective specifications the fused silica re-
fractive index matching liquid was used both as immersion medium for the lens and as 
embedding medium for the capillary. A thinner than standard coverslip of ~110 µm thick-
ness completed the optical setup that has already been discussed in detail previously [26]. 
Images were recorded in a detection window, where the polyimide coating was re-
moved with a drop of warm sulfuric acid before staining, about 16 cm from the capillary 
outlet. Excitation of the dye was realized with a 488 nm Argon laser, setting the pinhole of 
the microscope to 0.5 AU. Fluorescence emission was detected in the interval 491–515 nm. 
A three-dimensional stack of images perpendicular to the capillary axis was recorded for 
each capillary by starting at the top of the capillary and moving progressively towards the 
capillary center with a step size of 126 nm. The step size between as well as the pixel size 
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within the images (30 nm) both comply with the Nyquist sampling criterion. All images 
had a size that covered a plane of the complete column diameter and at least 60 µm along 
the column axis. An orthoslice view of an exemplary recording is provided in Fig. 7.1A. 
 
 
 
 
 
Figure 7.1:  (A) Orthoslice view of restored CLSM images recorded for a 75 µm i.d. capillary column 
packed with 1.9 µm BEH particles. The shown volume coincides with the reconstructed vol-
ume. (B–D) Exemplary optical slices through capillaries packed with 1.9 µm (75 µm i.d.), 
1.7 µm (50 µm i.d.), and 0.9 µm (30 µm i.d.) BEH particles. (E) Optical slice recorded for a 
50 µm i.d. capillary packed with 1.9 µm Kinetex particles. The 20 µm scale bar refers to panels 
B–E. 
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7.2.5 Image Restoration and Capillary Reconstruction. To improve contrast and reso-
lution of the raw microscopic images a multistep image restoration procedure was applied 
[20,31]. For this purpose we used custom software written in Microsoft Visual Studio 2008 
C# (Microsoft Corporation, Redmond, WA), if not stated otherwise. Briefly: 
(a) Photon noise in the images was reduced using the PureDenoise plug-in for ImageJ 
[45,46]. 
(b) Bleaching of the dye was corrected for by fitting a second-order exponential decay 
to a region of interest in the center of the capillary. 
(c) Huygens maximum likelihood iterative deconvolution (Scientific Volume Imaging, 
Hilversum, The Netherlands) was applied for improved contrast and resolution. 
(d) All images were rotated to have the capillary axis aligned with the x-axis of the im-
ages. 
(e) Finally, a two-dimensional projection of the signal intensity along the column axis 
allowed to correct for a potential drift of the sample between slices and enabled a fine tun-
ing of the effective slice-to-slice distance in the image stacks. 
A quantitative analysis of packing microstructure requires to locate the particles in the 
imaged capillary volume and to estimate their size. This was only done for beds packed 
with the larger particles, since diffraction-limited resolution of the microscope would not 
allow for an accurate reconstruction of the submicron particles. Again, the required pro-
cessing steps have already been discussed [20,26,31]. The salient points are: 
(a) The particle centers of fully porous particles were located by their property of de-
fining high-intensity regions of low signal variance, whereas the core–shell particles can be 
detected by bandpass filtering [26]. 
(b) With a preliminary list of particle centers from the previous step the location of 
each particle can be refined by estimating its size from a “best fit” depending on the local 
signal intensity and variance. An outline of the algorithm for this step can be found in the 
supporting information of [31]. 
(c) Particles that were missed by the algorithm were added manually; a voxelized 
three-dimensional reconstruction was realized by assuming a perfect sphericity of the par-
ticles coloring solid phase as foreground and void space as background. 
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To guarantee that the wall region is accurately characterized by the reconstruction at 
least 6000 particles were detected in the capillaries. The dimensions of the reconstructions 
and the statistical properties of the resulting PSDs are given in Table 7.1. 
 
 
Table 7.1:  Dimensions of the capillary segments reconstructed using CLSM and statistical properties of the 
obtained particle size distributions (PSDs). 
 
Particles 1.7 µm BEH 1.9 µm BEH 1.9 µm Kinetex 
cs [mg/mL] 3 30 3 100 3 30 
Length [µm] 54 48 62.4 58.9 78 78 
Depth [µm] 20.7 18.4 30.5 34.2 17.0 16.2 
PSDs       
No. of particles 9249 6963 16769 17774 8175 7727 
Mean, dp [µm] 1.71 1.70 1.94 1.96 1.90 1.91 
Mode [µm] 1.71 1.72 1.84 1.84 1.90 1.91 
Median [µm] 1.68 1.68 1.92 1.92 1.92 1.92 
RSD (%) 11.9 11.9 15.7 15.3 5.8 6.2 
 
 
 
7.2.6 Reconstruction Analysis. In the reconstructed beds the packing density  is the 
ratio of the number of foreground voxels (voxels assigned to the particles) divided by the 
total number of voxels located in that column volume. (The external porosity , i.e., the 
interparticle void volume fraction, is  = 1 – .) For its calculation the capillary wall needs 
to be identified. This was realized by computing a porosity projection along the capillary 
axis and defining the capillary wall to be located above the first and below the last pixel 
column in each image that had a porosity ≤ 0.99. For transcolumn porosity profiles pixels 
in a two-dimensional porosity projection were binned according to their Euclidean distance 
from the allocated capillary wall. Radially resolved PSDs were calculated by assigning 
these distance values to the list of detected particles. A moving window of one dp was used 
for this measure to generate continuous data. The particle list was also used for the compu-
tation of mean particle distances. Here the mean distance to all the neighboring particles 
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within a 1.5 dp radius around each particle was calculated and binned according to the dis-
tance of the particles to the capillary wall with a moving window of one dp. On average, 9–
10 neighbors could be found in the considered volume for each particle located in the first 
particle layer next to the capillary wall and 13–15 neighbors for the deeper particle layers. 
Packing voids were analyzed by calculating the Euclidean distance of each background 
voxel (void space) to the closest particle surface. The thresholding with the particle radius 
of the first quartile of the underlying PSD provided clusters of voxels that were counted 
and related to the reconstructed column volume, providing an estimate for the number of 
packing defects in the column. 
 
 
7.3 Results and Discussion 
Due to the differing preparation process the BEH particles show a much wider PSD, 
with a RSD of ~12–15%, than the Kinetex particles (RSD ≈ 6%, cf. Table 7.1). To take 
account for the varying particle properties our analysis is divided into a separate discussion 
of the fully porous particles and the core–shell particles. 
 
7.3.1 Fully Porous Particles 
7.3.1.1 Kinetic Separation Efficiency. The cylindrical fused-silica capillaries were 
packed with BEH particles. This was realized with 0.9 µm particles in 30 µm i.d. capillar-
ies (dc/dp ≈ 33) for cs = 2 and 20 mg/mL; with 1.7 µm particles in 50 µm i.d. capillaries 
(dc/dp ≈ 29) for cs = 3 and 30 mg/mL; and with 1.9 µm particles in 75 µm i.d. capillaries 
(dc/dp ≈ 39) for cs = 3 and 100 mg/mL. The separation efficiency of all columns was char-
acterized using hydroquinone as the analyte in a 50/50 (v/v) water/ACN mobile phase. Un-
der these conditions hydroquinone is weakly retained (retention factor k’ = 0.20) and re-
flects the kinetic separation efficiency. Importantly, its retention factor is nearly identical 
for all columns. This is a prerequisite in such a comparative study, because transcolumn 
equilibration of an analyte and the associated eddy dispersion, which are in the focus of our 
work, depend on the analyte’s retention factor [11,47–49]. The efficiency data for hydro-
quinone are presented in the form of reduced plate height curves (Fig. 7.2), which plot re-
duced plate height h = H/dp against the reduced velocity  = uavdp/Dm, where dp is the mean 
particle diameter (from Table 7.1), uav is the average mobile phase flow velocity, and Dm 
represents the analyte’s pressure-dependent diffusion coefficient in the bulk mobile phase 
[50].
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Figure 7.2:  Reduced plate height curves (reduced plate height h = H/dp vs. the reduced velocity 
 = uavdp/Dm) for hydroquinone in a 50/50 (v/v) water/ACN mobile phase (k’ = 0.20) recorded 
on the best performing fused-silica capillaries packed with 1.9, 1.7, and 0.9 µm BEH particles 
using different slurry concentrations (cs). Solid lines are best fits of Eq. 7.1 to the h–  data to 
guide the eye. 
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The data in Fig. 7.2 show a systematic improvement in column efficiency for the capil-
laries packed with higher slurry concentrations, i.e., hmin is reduced from 2.0 to 1.6 
(dp = 1.9 µm), from 1.9 to 1.5 (dp = 1.7 µm), and from 2.4 to 1.9 (dp = 0.9 µm). The slope 
of the h–  curves is also smaller for the columns packed with higher slurry concentrations, 
which is most distinct for the smaller (1.7 and 0.9 µm) particles. In the classical van 
Deemter model [51] the slope of the plate height curve is related to mass transfer re-
sistance. A reduction in the mass transfer resistance for columns packed with higher slurry 
concentrations, however, cannot be an appropriate explanation when identical particles are 
used in a comparative study. Furthermore, eddy dispersion cannot be regarded as a single 
and velocity-independent term [51], as the van Deemter model implies, and a better physi-
cal characterization of the h–  dependence is achieved when transverse diffusion and spa-
tial velocity fluctuations are coupled as suggested by Giddings [52]. 
In capillary HPLC typical bed lengths (Lbed) are ~20 cm so that the ratio Lbed/dc is on 
the order of thousands, i.e., analyte molecules eluting from a column are completely equil-
ibrated between velocity extremes that may exist over the column cross-section. The de-
tailed simulations of flow and eddy dispersion in bulk and complementary confined sphere 
packings of Khirevich et al. [53] have taught us that for  < 30 (a velocity range that is 
barely exceeded in capillary HPLC) the transchannel and transcolumn eddy dispersion con-
tributions lose their coupling characteristic and can be represented as simple velocity-
proportional terms. The functional h– dependence is then adequately described by [53] 
 
 
 
(Eq. 7.1) 
 
 
Here, (b/ ) is the contribution from longitudinal molecular diffusion driven by the concen-
tration gradient along the zone profile, while the last term (c ) accounts for the mass trans-
fer kinetics into and across the stationary phase. The eddy dispersion operating on different 
length scales is characterized by the remaining terms, with universal structural parameters 
λi and ωi for each contribution. These parameters refer to: the velocity biases across indi-
vidual flow-through channels, i.e., transchannel eddy dispersion (i = 1); short-range 
interchannel dispersion on the scale of 1–2 dp (i = 2) caused by the random positions of 
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particles in the bed; and transcolumn dispersion (i = 3), which occurs on the scale of the 
column radius (or worse, on the scale of the column diameter), commonly caused by con-
finement-based effects, such as column inlet/outlet or column wall effects [11]. For exam-
ple, at the column wall particles cannot realize a random-close packing (as in the bulk of 
the bed), which results in several particle layers next to the wall where the microstructural 
order and density of the bed differs locally from that in the bulk region. This effect is 
known as geometrical wall effect [31,53,54]. 
The average external porosity [17,20] and transcolumn effects [11,51] are main con-
tributors to the overall band broadening and therefore differentiate between a well packed 
and a mediocre packed column. Thus, in view of Eq. 7.1, our analysis of the reduced plate 
height curves suggests either a denser (smaller ω1) or a radially more homogeneous bed 
(smaller ω3) for the capillaries packed with the higher slurry concentrations. Consequently, 
we focus on these two aspects in our subsequent analysis. 
 
7.3.1.2 Packing Density and Radial Heterogeneity. A simple, straightforward guess 
for an improved bed microstructure is a higher average packing density [17,20]. Fig. 7.3A 
shows radial porosity profiles computed from reconstructed segments of capillaries packed 
with the 1.9 and 1.7 µm BEH particles. Regrettably, the 0.9 µm particles were too small to 
be analyzed quantitatively using CLSM, i.e., particles closer or farther away from the ob-
jective lens will cause the recorded optical slice to become blurred due to an insufficient 
axial resolution. From Fig. 7.3A it is evident that the smaller 1.7 µm particles are harder to 
pack densely than the larger 1.9 µm particles. The bulk porosity bulk, starting at a distance 
of ~3 dp from the capillary wall, is quite high for the 1.7 µm particles ( bulk = 0.44) and 
characterizes a rather loose packing [55], whereas bulk = 0.39 indicates more densely 
packed beds for the 1.9 µm particles (although this value still deviates from the random-
close packing limit even for monodisperse particles, with bulk ≈ 0.36 [56]). It therefore 
may appear intuitive to assume that the difference in the bulk packing densities explains 
the smaller slope of the h–  curves in Fig. 2 for the 1.9 µm particles. However, the differ-
ences in the porosity profiles for the two slurry concentrations and a given particle diame-
ter are much smaller than differences between the particles. It is therefore too ambitious to 
claim a systematic difference in the bed microstructure for a slurry concentration of 
3 mg/mL compared to the 30 and 100 mg/mL, respectively, which is exclusively based on 
the analyzed porosity data. 
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Figure 7.3:  (A) Radial porosity profiles (r) in the wall region of the reconstructed capillaries packed with 
the 1.7 and 1.9 µm BEH particles. (B) Locally resolved mean particle size. The distance from 
the capillary wall (r = 0) and the mean particle size are normalized by dp (cf. Table 7.1). 
 
 
In previous work we have already observed that with aspect ratios dc/dp  25 the parti-
cles may tend to segregate according to their size [31]. In that observed case it means that 
smaller particles are more likely found in the vicinity of the column wall, while larger par-
ticles tend to be located in the column center at higher probability. Assuming all other ef-
fects as unchanged the particle segregation causes a nonuniform local transchannel eddy 
dispersion term over the whole capillary cross-section. Hence, it engenders a heterogeneity 
on the scale of the column radius or column diameter (depending on the actual radial sym-
metry of the effect), which increases the transcolumn eddy dispersion. Fig. 7.3B compares 
the mean particle size that we analyzed in our reconstructions, plotted against the radial 
position in a column. In this plot we see a clear trend that explains why higher slurry con-
centrations are needed for the larger i.d. columns. While with cs = 3 mg/mL the mean par-
ticle size decreases to 90 and 92% of the global mean particle size in the first ~5 particle 
layers next to the capillary wall, the mean particle size for the higher slurry concentrations 
remains practically constant, independent of the radial position in a column. It can be in-
terpreted as follows. At low slurry concentrations the particles are able to rearrange during 
bed consolidation that occurs while packing. Presumably, smaller particles fill voids in a 
packing more likely than larger particles. Importantly, these voids are often located in the 
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interface region between the column wall and particle bed, resulting in a depletion of the 
small particles from the column center. 
These findings, in turn, suggest to analyze the number of packing voids in the recon-
structed beds. We define a packing “defect” as a void volume that can be filled by at least 
25% of the particles from the actual PSD. It is not surprising to find more defects in the 
capillaries packed with the 1.7 µm particles compared with those packed with the larger 
particles, since the beds are looser in their bulk region (Table 7.2). With the smaller parti-
cle sizes gaps become more frequent and also larger with respect to dp. This is impressively 
seen for capillaries packed with the 0.9 µm particles (Fig. 7.1D). Although the total num-
ber of voids that we identified in each packing is on the order of just a few tens, a trend is 
visible: Capillaries packed with higher slurry concentrations commonly show more pack-
ing voids than the capillaries packed with low slurry concentration (3 mg/mL), which con-
firms that particles in a higher particle-density slurry become increasingly immobile during 
the bed consolidation and cannot fill the packing voids as effectively as from a dilute slur-
ry. 
 
 
Table 7.2: Analysis of packing defects in the CLSM-based reconstructions.
a
 
 
 cs [mg/mL] No. of defects Defects [nL
–1
] 
1.7 µm BEH 
3 46 1.1  10
3
 
30 70 2.2  10
3
 
1.9 µm BEH
b
 
3 28 3.2  10
2
 
100 37
 3.9  10
2
 
1.9 µm Kinetex 
3 2 4.3  10
1 
30 4 9.3  10
1
 
 
a)
  Void space that could be filled with particles from at least 25% of a PSD was defined as a defect and 
extrapolated to 1 nL of capillary volume for comparison.
 
b)
  Values for these capillaries are the averages from three reconstructions. 
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Thus, our analysis suggests that an increase of the slurry concentration to suppress par-
ticle size segregation has the tradeoff in generating a larger number of packing defects, 
which may substantially increase the eddy dispersion, depending on the actual number and 
distribution of the defects [57]. An intermediate slurry concentration provides the best re-
sults in terms of separation efficiency. Depending on the i.d. of a capillary the slurry con-
centration has to be high enough that particles cannot segregate, but still as low as possible 
to avoid unnecessary generation of packing voids. Since particle size segregation is not a 
critical issue in capillaries with dc/dp < 25, that is why these capillaries pack extremely well 
with a slurry concentration of only 3 mg/mL [31], and 20–100 mg/mL slurries are needed 
for the larger aspect ratios (dc/dp ≈ 29–39) encountered in the present work. 
 
7.3.2 Core–Shell Particles. With these results the next logical step was to investigate 
capillaries packed with the core–shell particles. The low RSD of these particles of only 
~6% would not allow for effective particle size segregation, and if this was the exclusive 
reason for the separation efficiency to deteriorate at low slurry concentrations, no signifi-
cant improvement should be observed as the slurry concentration is increased. Hence, we 
packed capillaries of 50 µm i.d. with 1.9 µm Kinetex core–shell particles (dc/dp ≈ 26) using 
cs = 3 mg/mL and 30 mg/mL and analyzed the column efficiency as for the fully porous 
particles. Compared to capillaries packed with the fully porous particles the gain in separa-
tion efficiency was less distinct but still present, i.e., hmin was reduced from 2.6 to 2.4 and 
also the slope of the reduced plate height curves flattened slightly (Fig. 7.4). 
First of all, even the lower hmin value of 2.4 does not indicate a well-packed column. 
This is a problem we frequently observed when packing core–shell particles into capillary 
columns [20]. The reasons can be found in the transcolumn porosity profiles of the recon-
structions that we built from these columns (Fig. 7.5A). The narrow PSD of the core–shell 
particles manifests itself in pronounced porosity oscillations in the wall region of the col-
umns. This allows for a very regular (“crystal-like”) bed microstructure, and a minimum in 
the local porosity of 0.33 is reached after a distance of ~4 dp from the column wall, where-
as the fully porous particles show bulk behavior after ~3 dp (cf. Fig. 7.3A). Beyond that 
minimum the porosity slowly increases towards the bulk value. This transition may take 
several dp’s until the porosity profile is flat. Overall, it results in a wall effect that affects 
relatively large volumes of a capillary. Therefore, the performance of the capillary columns 
packed with core–shell particles is worse than demonstrated previously for the analytical 
column format, with hmin < 1.6 [16]. 
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Figure 7.4:  Reduced plate height curves (reduced plate height h = H/dp vs. the reduced velocity 
 = uavdp/Dm) for hydroquinone in a 50/50 (v/v) water/ACN mobile phase (k’ = 0.20) recorded 
on the best performing fused-silica capillaries packed with 1.9 µm Kinetex particles using dif-
ferent slurry concentrations (cs). Solid lines are best fits of Eq. 7.1 to the h–  data to guide the 
eye. 
 
 
 
 
 
Figure 7.5: (A) Radial porosity profiles (r) in the wall region of the reconstructed capillaries packed with 
the 1.9 µm Kinetex particles. (B) Locally resolved mean particle distance in a spherical volume 
of 1.5 dp radius around each reconstructed particle (mean particle distance in capillaries packed 
with 1.9 µm BEH particles is provided as reference). The distance from the capillary wall 
(r = 0) and the mean particle distance are normalized by dp (cf. Table 7.1). 
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On the other hand, the number of packing voids in these core–shell beds is extremely 
low (Table 7.2). In analytical columns, this is presumably a decided advantage of this par-
ticle type. Only two gaps have been identified in the capillary packed with cs = 3 mg/mL, 
while four gaps were found for cs = 30 mg/mL, resulting in 43 and 93 packing voids per nL 
of column volume, respectively. Still, this confirms the presence of more voids in beds 
packed with higher slurry concentrations. 
As with Fig. 7.3A, the porosity profiles for the two slurry concentrations in Fig. 7.5A 
look very similar. Therefore, we decided to eliminate the uncertainty in the individual par-
ticle size from our characterization. The location (center) of a particle can be identified 
very precisely, and with all the particles having a similar size, the distance between parti-
cles provides a detailed look into the local porosity distribution. In Fig. 7.5B the mean dis-
tance between particles in the reconstructions is plotted against the radial position in the 
column. It is smaller for the Kinetex packings than for the 1.9 µm BEH packings (that are 
provided for comparison). The smaller mean particle distance indicates a denser packed 
wall region for the core–shell packings. Naturally, the mean particle distance drops in the 
immediate wall region (≤ 1 dp from the wall), since only particles smaller than the mean 
particle diameter can approach the wall closer than by one dp. For distances > 1 dp from the 
wall the profile remains flat for the BEH packing with cs = 100 mg/mL, illustrating a ho-
mogeneous bed microstructure, but remains at smaller particle distances (up to ~4.5 dp 
from the wall) with cs = 3 mg/mL, which is a result of the particle size segregation. For the 
core–shell columns the mean particle distance is constant in the region at 1–4.5 dp from the 
wall for the higher slurry concentration (30 mg/mL) and starts to increase as we move on 
further towards the column center. This is a result of the transition to the bulk properties of 
the bed already observed in the porosity profiles (cf. Fig. 7.5A). The transition region is 
also present in the Kinetex packing obtained with cs = 3 mg/mL. However, there is another 
region at 0–2.5 dp from the wall showing increased mean particle distances that originate 
from a locally increased external porosity. Thus, our analysis of the Kinetex column 
packings suggests that the higher slurry concentration helped to compact the wall region. 
This is already implied by the small, but distinct differences in the porosity profiles of 
Fig. 7.5A and provides a reason for the slightly improved separation efficiency that is ob-
served in Fig. 7.4. 
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7.4 Conclusions 
In this study we illustrated how the slurry concentration used in the packing protocol 
affects the column efficiency and bed microstructure of capillaries packed with sub-2 µm 
fully porous and core–shell particles at column-to-particle diameter ratios dc/dp > 25. It was 
shown that higher slurry concentrations (20–100 mg/mL) provided columns with improved 
performance compared to capillaries packed at low slurry concentrations (2–3 mg/mL). 
Reasons for these improvements were found in the bed microstructures that we recon-
structed from three-dimensional microscopic recordings acquired by CLSM. In the recon-
structions we observed that higher slurry densities helped to attenuate transcolumn bed 
heterogeneities by suppressing particle size segregation at the expense of an increased 
number of packing voids. In the core–shell packings, where only a few packing voids 
could be identified, the higher slurry concentrations allowed for an additional densification 
of the critical wall region. 
Our observations suggest that capillaries packed at dc/dp < 25 are preferably prepared at 
a very low slurry concentration to minimize the number of packing defects. This was re-
vealed in our previous study when we packed 10, 20, and 30 µm i.d. capillaries with 
1.9 µm BEH particles using a slurry concentration of 3 mg/mL. The resulting columns dis-
played extraordinary low hmin values, as low as 1.2 [31]. In the current work, capillary col-
umns with larger aspect ratios (up to ~40) were packed efficiently using higher slurry con-
centrations of 20–100 mg/mL. The obtained hmin values of ≤ 1.6 even challenge the core–
shell particles when realized in an analytical column format. 
Although the literature does not present a study regarding the influence of an incremen-
tal increase in the slurry concentration on the separation efficiency of the prepared 
packings, the optimal slurry concentration for narrow-bore and analytical columns seems 
to be even higher [22]. By extrapolating our results to these larger column diameters, we 
consider the choice for a particular slurry concentration always as a compromise between 
wall effects (transcolumn bed heterogeneities) and overall packing defects. 
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IV. Conclusions 
 
This work established a new methodology to image, restore, reconstruct, and analyze 
silica-based stationary phase support in capillaries using confocal laser scanning microsco-
py (CLSM). This was done for capillaries of 10–100 µm i.d.. Staining methods were de-
veloped for common surface chemistries, i.e., bare-silica and C18 modified silica. The op-
tical setup for imaging was optimized for resolution by balancing out all optical aberrations 
that occur due to the complex layout of the sample. The final restoration procedure com-
prises a correction for photon noise, axial signal intensity loss, and sample drift as well as 
deconvolution. To handle the large amount of data semi-automatic methods were devel-
oped in C# to detect particles and monolithic rods enabling a quantification of microstruc-
tural properties and heterogeneities in these columns. Structural descriptors that correlate 
with the individual length scales of eddy dispersion were established for this purpose. 
Chord length distributions were fitted by a k-gamma distribution to describe the 
transchannel and short-range interchannel scale of eddy dispersion while radial 
transcolumn plots were applied to characterize transcolumn contributions to eddy disper-
sion. The radial plots applied in the different studies were plots of porosity, pore size and 
particle size distributions as well as integral porosity deviation and mean particle distance. 
Applications for the reconstruction method were found in cooperation with working 
groups that have their expertise in the preparation of capillary columns. The group of 
Prof. Smarsly (Justus-Liebig-Universität, Gießen, Germany) provided a series of monoliths 
that was evaluated to illustrate how monolith shrinkage deteriorates the separation efficien-
cy of capillary monoliths (Chapter 3). Still, the studies also show that, if wall displace-
ments can be avoided and microstructural features in these columns are further reduced, 
the monolithic format shows great potential for column technology because of it's higher 
structural homogeneity when compared with particulate columns (Chapter 6). 
Capillaries packed by the same group with core–shell and fully porous particles helped 
to illustrate that these two types of material pack indistinguishable in the bulk region of a 
column but differently to a confining capillary wall (Chapter 5). While fully porous parti-
cles pack looser in the wall region of the bed than in the bulk, core–shell particles display a 
higher order and denser packing than fully porous particles in the first five particle layers 
next to the capillary wall. This was seen in pronounced oscillations within the transcolumn 
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porosity profiles that were computed from the reconstructions. These oscillations have a 
mean value below the bulk porosity value. A necessary consequence is that core–shell 
packed beds also show a transition region 5–10 dp in the column where bulk porosity is 
approached. Hence, wall effects in core–shell packed beds are less pronounced but cover a 
larger capillary volume than wall effects in beds packed with fully porous particles. 
Other studies that aimed at unraveling the influence of process parameters in the slurry 
packing process were performed in cooperation with the group of Prof. Jorgenson (Univer-
sity of North Carolina at Chapel Hill, Chapel Hill, North Carolina, United States). They 
packed capillaries of varying i.d. with sub-2 micron particles that were characterized for 
their chromatographic and microstructural properties (Chapter 4). The study showed that at 
column-to-particle diameter aspect ratios (dc/dp) above 25 separation efficiency drops due 
to increased transcolumn heterogeneities in the bed, i.e., the packing density in these col-
umns is lower in the wall region than for columns packed at aspect ratios below 25. Addi-
tionally, it was possible to show that the mean particle size is not a constant along the col-
umn diameter. At dc/dp > 25 particles started to segregate with smaller particles being more 
likely located near the capillary wall than larger particles. These particles had a higher 
probability of being located in the capillary center when the capillaries were packed with 
slurry concentrations < 1%. The effect was further investigated in a study that questioned 
the effect of slurry concentration on bed morphology (Chapter 7). It was shown that higher 
slurry concentrations allow suppressing particle size segregation at the cost of an increased 
amount of packing voids in the bed improving hmin of capillaries packed with fully porous 
particles to ~1.5 at slurry concentrations of 2%–10%. With core–shell particles an im-
provement was also observed. Here, a slurry concentration of 3% enabled compacting the 
bed in the crucial wall region of the capillary which improved hmin from 2.6 to 2.4 when 
compared with a capillary packed at 0.3% slurry concentration. 
The reconstruction method established in this work also supported other research pro-
jects. Hlushkou et al. [1–3] used CLSM-reconstructions of capillary monoliths to perform 
numerical simulations of flow and transport in these media illustrating the large impact of 
wall defects and highlighting the potential separation efficiency of silica monoliths in their 
absence. Hormann et al. [4] extended the reconstruction method to analytical scale silica 
monoliths. They characterized the morphological improvements of Chromolith High-
Resolution columns over Chromolith Performance columns using the descriptors intro-
duced in this work. Subsequent numerical simulations of the dispersive contributions in the 
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reconstructed column segments proved that the short-range interchannel contribution to 
eddy dispersion was in fact reduced as predicted by the chord length analysis [5]. The most 
important improvements in separation efficiency however were made by decreasing the 
radial heterogeneity of Chromolith High-Resolution columns compared to Chromolith Per-
formance columns. Thus once again, these studies emphasize the importance of 
transcolumn contributions in modern HPLC columns and manufacturers will have to ad-
dress them. CLSM-reconstructions have shown to be suitable tool to accompany that task. 
They provide a feasible approach to visualize and quantify microstructural features in an 
experimental column: an important step toward the understanding of morphology–transport 
relationships in HPLC. 
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